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This new 4-floor Technical Center , 
now nearing completion, is part of our 
continuing effort to maintain a high 
level of Research and Development . . . 

. . .part of the Tektronix commitment 
to progress in electronic measurement. 




This aerial photograph shows 10 of the 15 build- 
ings in the Tektronix industrial park. The two build- 
ings in the left foreground, separated by the cafe- 
teria, are Assembly East and Assembly West where 
the oscilloscope circuits are wired and assembled 
into the finished product. The Metals buildings and 
Ceramics building are in the distance. 



The right side of the photograph shows the Tech- 
nical Center , described above. The Cathode-Ray 
Tube building , located behind the Technical Center, 
houses the manufacturing facilities for the “heart 
of the oscilloscope .” In the distance are the Utili- 
ties building, the Maintenance building , and the 
Electrochemical building where such processes as 
electroplating, photo etching and anodizing , and 
electrochemical etching occur. 
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Reference Chart 



Due to the wide range of capabilities of Tektronix Oscilloscopes, some instru- 
ments appear more than once in the Reference Section. A more complete descrip- 
tion can be found in the individual instrument discussion. 

For help in selection of the instrument for your particular application, feel free 
to call your Tektronix Field Office. 
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TEKTRONIX OSCILLOSCOPES 

(According to Passband Capabilities) 








Oscilloscope 


Vertical t 
Passband 


Risetime 


Calibrated 

Sensitivity 


Vertical 

Signal 

Delay 


Calibrated 

Sweep 

Delay 


Calibrated 
Sweep Range 


Magnifier 
Max. Calib. 
Sweep Rate 


Accel. 

Potential 


Price 


Page 


Type 661 ® 


Equivalent to 
DC to 3500 MC 


0.1 nsec 


2 mv/cm to 
200 mv/cm 


No 


through full 
time base 


1 nsec/cm to 
100 /x sec/cm 


2, 5, 10, 
20, 50, 100X 
10 psec/cm 


3 kv 


$1 1 50t 


142 


Type 661 ® 


Equivalent to 
DC to 1000 MC 


0.35 nsec 


2 mv/cm to 
200 mv/cm 


Yes 


through full 
time base 


1 nsec/cm to 
100 /xsec/cm 


2, 5,10, 
20, 50, 100 X 
10 psec/cm 


3 kv 


$1 1 50t 


142 


Type 519 


DC to 1000 MC 


0.35 nsec 


less than 
10 v/cm 


Yes 


0 to 35 nsec 


2 nsec/cm 
to 1 /xsec/cm 


None 


24 kv 


$3900 


43 


*Type 561 A© 


Equivalent 

to 

DC to 875 MC 


0.4 nsec 


2 mv/cm to 
200 mv/cm 


Yes 


through 
1 00 nsec 


0.2 nsec/cm 
to 10 /xsec/cm 


10X 

20 psec/cm 


3.5 kv 


$ 500+ 


87 


*Type 564 © 
Storage 


0.4 nsec 


Same features as Type 561 A (above) plus SPLIT-SCREEN STORAGE of 
signal information. 


$ 950t 


91 


*Type 567 © 
Readout 


0.4 nsec 


Same features as Type 561 A (above) plus DIGITAL READOUT of pulse 
risetime, pulse width, time differences (with Type 6R1A Digital Unit). 


$ 700t 


100 


Type 581 A© 


DC to 85 Me 


4 nsec 


100 mv/cm 
to 50 v/cm 


Yes 


None 


50 nsec/cm 
to 2 sec/cm 


5X 

1 0 nsec/cm 


10 kv 


$1425+ 


124 

vJ 


*Type 585A © 


4 nsec 


100 mv/cm 
to 50 v/cm 


Yes 


2 /a sec 
to 10 sec 


50 nsec/cm 
to 2 sec/cm 


5X 

1 0 nsec/cm 


10 kv 


$1725+ 


124 


Type 517A 
High-Speed 




7 nsec 


>50 mv/cm 
at 24 kv 


Yes 


None 


5 nsec/cm 
to 20 /xsec/cm 


None 


1 2 kv 
or 24 kv 


$3400 


234 


*Type 544 © 




7 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 /./.sec /cm 
to 5 sec/cm 


2, 5, 10 
20, 50, 100X 
10 nsec/cm 


1 0 kv 


$1 550+ 


68 


*Type 546 © 




7 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


0.1 /x sec 
to 50 sec 


0.1 /.(.sec /cm 
to 5 sec/cm 


2, 5, 10X 
10 nsec/cm 


10 kv 


$1750+ 


75 


*Type 547 © 
Display- 
Switching 


DC to 50 MC 


7 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


0.1 //.sec 
to 50 sec 


0.1 /.(.sec/cm 
to 5 sec/cm 


2, 5, 10X 
1 0 nsec/cm 


10 kv 


$1 875+ 


75 


*Type 647 © 
Environ- 
mentalized 




7 nsec 


1 0 mv/cm 
to 20 v/cm 


Yes 


1 //.sec 
to 50 sec 


0.1 /.tsec/cm 
to 5 sec/cm 


10X 

1 0 nsec/cm 


14 kv 


$1350+ 


131 


*Type 541 A © 




10.5 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 /xsec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


10 kv 


$1225+ 


234 


*Type 543B © 


nr tr> qq kac 


1 0.5 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 jusec/cm 
to 5 sec/cm 


2, 5, 10, 
20, 50, 100X 
20 nsec/cm 


10 kv 


$1300+ 


65 


*Type 545B © 


L/ Vm TO DO /ViVrf 


10.5 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


2 [x sec 
to 1 0 sec 


0.1 /xsec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


10 kv 


$1550t 


71 


Type 555 ® 
Dual-Beam 




1 0.5 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


0.1 /.rsec 
to 50 sec 


0.1 /xsec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


10 kv 


$2650+ 


83 



+ Frequency Specifications are at 3-db down. 

■j" Price does not include Plug-In Units. 

* Rack-Mount models are available. 

(A) When used with Types 4S2 and 5T1A Sampling Plug-In Units. 

(B) When used with Types 4S1 and 5T1A Sampling Plug-In Units, 
(c) When used with Types 3S76 and 3T77 Sampling Plug-In Units. 



® 

© 

® 



When used with Type 1A1 Plug-In Preamplifier. 5 mv/cm at dc to 28 Me. 

When used with Type 10A2 Amplifier and Type 11B2 Time Base Unit. 

When used with Type 1A1 Plug-In Preamplifier. 5 mv/cm at dc to 23 Me. 

When used with Type 1A1 Plug-In Preamplifier. 5 mv/cm at dc to 23 Me. Type 
555 is designed for 2 Plug-In Preamplifiers. 
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TEKTRONIX OSCILLOSCOPES 

(According to Passband Capabilities) 



Oscilloscope 


Vertical $ 
Passband 


Risetime 


Calibrated 

Sensitivity 


Vertical 

Signal 

Delay 


Calibrated 

Sweep 

Delay 


Calibrated 
Sweep Range 


Magnifier 
Max. Calib. 
Sweep Rate 


Accel. 

Potential 


Price 


Page 


Type 551 (D 
Dual-Beam 


DC to 27 MC 


1 3 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 /x sec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


10 kv 


$1850t 


79 


Type 506 © 


DC to 23 MC 


15 nsec 


10 mv/cm 
to 10 v/cm 


Yes 


0.5 /.(.sec 
to 10 sec 


0.5 /(.sec/cm 
to 1 sec/cm 


5X 

0.1 /xsec/cm 


3.5 kv 


$ 5251 


234 


*Type 515A 


DC to 15 MC 


23 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.2 /(.sec/cm 
to 2 sec/cm 


5X 

40 nsec/cm 


4 kv 


$ 875 


38 


Type 516 
Dual-Trace 


23 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.2 /xsec/cm 
to 2 sec/cm 


5X 

40 nsec/cm 


4 kv 


$1070 


41 


♦Type 531 ® 


23 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 /xsec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


1 0 kv 


$ 995t 


55 


*Type 533A ® 


23 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


None 


0.1 /(.sec/cm 
to 5 sec/cm 


2, 5,10, 
20, 50, 1 00 X 
20 nsec /cm 


1 0 kv 


$1125t 


59 


♦Type 535A ® 


23 nsec 


50 mv/cm 
to 20 v/cm 


Yes 


2 /xsec 
to 10 sec 


0.1 /x sec/cm 
to 5 sec/cm 


5X 

20 nsec/cm 


10 kv 


$1 4001" 


55 


Type 422 

Dual-Trace 

Portable 


DC to 1 5 Me 
5 cps to 5 Me 


23 nsec 
70 nsec 


10 mv/div 
to 20 v/div 
1 mv/div 


Yes 


None 


0.5 /xsec/div 
to 

0.5 sec/div 


10X 

50 nsec/div 


6 kv 


$1325 


25 


Type 536 © 
X-Y 

Curve Tracer 


DC to 1 1 MC 


31 nsec 


50 mv/div 
to 20 v/div 


No 


None 


0.2 /xsec/div 
to 2 sec/div 


5X 

40 nsec/div 


4 kv 


$10851 


62 


Type 317 
Daylight 
3” Portable 


DC to 10 MC 


35 nsec 


1 0 mv/div 
to 50 v/div 


Yes 


None 


0.2 /xsec/div 
to 2 sec/div 


5X 

40 nsec/div 


9 kv 


$ 875 


234 


♦Type 561 A ® 


35 nsec 


10 mv/cm 
to 10 v/cm 


Yes 


0.5 /(.see 
to 1 0 sec 


0.5 /xsec/cm 
to 1 sec/cm 


5X 

0.1 /(.sec/cm 


3.5 kv 


$ 500t 


87 


♦Type 564 ® 
Storage 


Same features as Type 561 A (above) plus SPLIT-SCREEN STORAGE of signal 
information. 


$ 950t 


91 


♦Type 565 ® 
Dual-Beam 


35 nsec 


1 0 mv/cm 
to 10 v/cm 


No 


1 0 /(.sec 
to 50 sec 


1 /xsec/cm 
to 5 sec/cm 


10X 

0.1 /x sec/cm 


4 kv 


$1400t 


96 


Type 321 A 
Transistorized 
3” Portable 


DC to 6 MC 


58 nsec 


10 mv/div 
to 

20 v/div 


No 


None 


0.5 /xsec/div 
to 0.5 sec/div 


5X 

0.1 [x sec/div 


4 kv 


$ 900 


20 


Type 31 0A 
3” Portable 


DC to 4 MC 


0.1 /xsec 
90 nsec 


10 mv/div 
to 0.1 v/div 
0.1 v/div 
to 50 v/div 


No 


None 


0.5 /xsec/div 
to 0.2 sec/div 


5X 

0.1 fx sec/div 


1.8 kv 


$ 675 


15 


*Type 503 
Differential 
and X-Y 


DC to 450 KC 


0.75 ju sec 


1 mv/cm 
to 20 v/cm 


No 


None 


1 /x sec/cm 
to 5 sec/cm 


2, 5, 10, 
20, and 50X 
0.1 /xsec/cm 


3 kv 


$ 640 


31 


*Type 504 


0.75 /usee 


5 mv/cm 
to 20 v/cm 


No 


None 


1 fx sec/cm 
to 0.5 sec/cm 


None 


3 kv 


$ 540 


33 


♦Type 502A 
Dual-Beam 
and X-Y 


DC to 50 KC 
increasing to 
DC to 1 MC 




100 juv/cm 
to 20 v/cm 


No 


None 


1 /xsec/cm 
to 5 sec/cm 


2, 5, 10, 
and 20X 
1 /xsec/cm 


3 kv 


$1050 


28 



: requency Specifications are at 3-db down, 
t Price does not include Plug-In Units. 

* Rack-Mount models are available. 

® When used with Type 1A1 Plug-In Preamplifier, 5 mv/cm at dc to 
21 Me. Type 551 is designed for 2 Plug-In Preamplifiers. 



© When used with Type 9A2 Plug-In 

® When used with Type 1A1 Plug-In 

© When used with Type 1A1 Plug-In 

(M) When used with Type 3A6 Plug-In 

® When used with Type 3A1 Plug-In 

Amplifiers. 



Amplifier and Type 3B3 Plug-In Time Bcse. 
Preamplifier, 5 mv/cm at dc to 14 Me. 
Preamplifier and Type T Plug-In Time Base. 
Amplifier and Type 3B3 Plug-In Time Base. 
Amplifier. Type 565 is designed for 2 Plug-In 
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CHARACTERISTICS OF TEKTRONIX OSCILLOSCOPES 



oH 



* Type 531 A 


* Type 533A 


* Type 535A 


Type 536 


General Purpose 


General Purpose 


Sweep Delay 


X-Y Curve Tracer 


Oscilloscope 


Oscilloscope 


Oscilloscope 


Oscilloscope 



PLUG-IN 


UNIT TYPE 


PRICE 


PAGE 


CALIBRATED 

SENSITIVITY 


RISETIME AND PASSBAND OF OSCILLOSCOPE AND PLUG-IN UNIT 





Wide-Band 






^2500 /xv/cm 


35 nsec 

2 cps to 10 Me 


44 nsec 
2 cps to 8 Me 


1A1 


High-Gain 
Dual-Trace Unit 


$600 


179 


5 mv/cm 
50 mv/cm to 
20 v/cm 


25 nsec 
dc to 14 Me 


33 nsec 
dc to 10.5 Me 








23 nsec 
dc to 15 Me 


31 nsec 
dc to 1 1 Me 


1A2 


Wide-Band 
Dual-Trace Unit 


$325 


179 


50 mv/cm to 
20 v/cm 


23 nsec 
dc to 15 Me 


31 nsec 
dc to 11 Me 


1S1 


Sampling 

Unit 


$1100 


181 


2 mv/cm to 
200 mv/cm 


350-psec risetime (corresponding to an equivalent frequency response of 1 Gc), 
equivalent sweep rates of lOOpsec/cm to 50 fisec/cm, 50-0 input. 


B 


High-Gain 


$145 


157 


5 mv/cm to 
20 mv/cm 


35 nsec 

2 cps to 1 0 Me 


40 nsec 
2 cps to 9 Me 


Unit 


50 mv/cm 
to 20 v/cm 


25 nsec 
dc to 1 4 Me 


35 nsec 
dc to 10 Me 


C-A 


Dual-Trace 
DC Unit 


$260 


158 


50 mv/cm 
to 20 v/cm 


26 nsec 

dc to 13.5 Me 


35 nsec 
dc to 10 Me 


D 


High-Gain DC 
Differential 


$170 


159 


1 mv/cm to 
50 v/cm 


0.1 8 psec 

dc to 300 kc, increasing to 2 Me 


E 


Low-Level AC 
Differential 


$190 


160 


50 fj.v/ cm to 
10 mv/cm 


6 /xsec 

0.06 cps to 20 kc, increasing to 60 kc 


G 


Wide-Band DC 
Differential 


$190 


161 


50 mv/cm to 
20 v/cm 


25 nsec 
dc to 14 Me 


35 nsec 
dc to 10 Me 


H 


Wide-Band 
High-Gain 
DC Unit 


$185 


162 


5 mv/cm to 
20 v/cm 


31 nsec 
dc to 1 1 Me 


37 nsec 
dc to 9 r ' 


K 


Fast-Rise DC 
Unit 


$145 


163 


50 mv/cm to 
20 v/cm 


23 nsec 
dc to 15 Me 


31 n^2t-^ 
dc to 11 Me 




Fast-Rise 

High-Gain 

Unit 


$210 


1 /LA 


5 mv/cm to 
2 v/ cm 


23 nsec 

3 cps to 1 5 Me 


35 nsec 

3 cps to 10 Me 


L 


1 04 


50 mv/cm to 
20 v/cm 


23 nsec 
dc to 15 Me 


31 nsec 
dc to 1 1 Me 


M 


Four-Trace 

Unit 


$525 


165 


20 mv/ cm to 
10 v/cm 


25 nsec 
dc to 1 4 Me 


35 nsec 
dc to 10 Me 




Operational 


$525 


166 


50 mv/ cm to 


25 nsec 
dc to 14 Me 


35 nsec 
dc to 10 Me 


O 


Amplifier 

Unit 


20 v/cm 


Performs precise operations of integration, differentiation, function generation, 
and linear or nonlinear amplification. 


Q 


Strain Gage 
Unit 


$325 


168 


1 0 /xstrain/div 
to 10,000 
/xstrain/div 


60 p.sec risetime, dc to 6 kc. Measures force, displacement, acceleration, 
strain . . . any mechanical quantity that can be converted to a change in resist- 
ance, capacitance, or inductance. 


R 


Transistor 
Risefime Unit 


$325 


170 


0.5 ma/cm 
to 

100 ma/cm 


Supplies 5-nsec risetime pulse, 400-ma collector 
risetime and passband same as with K Unit. 


supply, 100-ma bias supply, 


S 


Semiconductor 

Diode-Recovery 

Unit 


$260 


172 


50 mv/cm 
and 

0.5 v/cm 


1 to 20 ma forward current, 0 to 2 ma reverse current, risetime and passband 
same as with K Unit. 


T 


Time-Base 

Generator 

Unit 


$240 


174 




Generates 22 calibrated sweep rates from 0.2 ^sec/div to 2sec/div plus 5X 
magnifier. Triggering facilities include Manual, Automatic, H. F. Sync and Line, 
either ac or dc coupled. 


W 


High-Gain 

Differential 


<tC7C 


* | 7 c 


1 mv/cm 


50 nsec 
dc to 7 Me 


54 nsec 
dc to 6.5 Me 


Comparator 

Unit 


yj/ 0 


1 / D 


ro 

50 v/cm 


26 nsec 

dc to 13.5 Me 


34 nsec 

dc to 10.5 Me 










Calibrated continuously variable (0 to ±1.1 v or 0 to ±11 v) dc comparison 
voltage. ±1 1,000 cm effective scale length at maximum sensitivity. 0.001% 
maximum resolution. 20,000 to 1 common mode rejection ratio at dc. 


z 


Differential- 
Comparator Uni 


$525 


177 


50 mv/ cm to 
25 v/cm 


35 nsec 
dc to 1 0 Me 


dctr> 










Vertical "magnification" up to 500 times. Calibrated continuously variable 
(0 to ± lOOv) dc comparison voltages, zh 2000 cm effective scale length. 
0.005% maximum resolution. 40,000 to 1 common-mode rejection ratio. 



* Rack-Mount Models are available. 
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WITH ‘1’ SERIES AND 



* Type 541 A 


* Type 543B 


* Type 545B 


* Type 544 


Fast-Rise 


Fast-Rise 


Sweep Delay 


Fast-Rise 


Oscilloscope 


Oscilloscope 


Oscilloscope 


Oscilloscope 



* Type 546 

Sweep Delay 
Oscilloscope 



LETTER SERIES PLUG-IN PREAMPLIFIERS 


* Type 547 

Display 

Switching 

Oscilloscope 


Type 551 

Dual-Beam 

Oscilloscope 


Type 555 

Dual-Beam 

Oscilloscope 


tType 581 A 

Fast-Rise 

Oscilloscope 


t * Type 585A 

Sweep Delay 
Oscilloscope 









RISETIME AND PASSBAND OF OSCILLOSCOPE AND PLUG-IN UNIT 



1 


25 nsec 


23 nsec 


26 nsec 


25 nsec 




2 cps to 1 4 Me 


2 cps to 15 Me 


2 cps to 1 3 Me 


2 cps to 14 Me 






15 nsec 


12.5 nsec 


1 6.5 nsec 


15 nsec 






dc to 23 Me 


dc to 28 Me 


dc to 21 Me 


dc to 23 Me 






10.5 nsec 


7 nsec 


1 3 nsec 


10.5 nsec 






dc to 33 Me 


dc to 50 Me 


dc to 27 Me 


dc to 33 Me 






1 0.5 nsec 


7 nsec 


13 nsec 


10.5 nsec 






dc to 33 Me 


dc to 50 Me 


dc to 27 Me 


dc to 33 Me 




350-psec risetime (corresponding to an equiva 


ent frequency response of 1 Gc 


/ 



equivalent sweep rates of lOOpsec/cm to 50 //.sec/cm, 50-L2 input. 


30 nsec 


30 nsec 


30 nsec 


2 cps to 12 Me 


2 cps to 1 2 Me 


2 cps to 1 2 Me 


1 8 nsec 


20 nsec 


18 nsec 


dc to 20 Me 


dc to 1 8 Me 


dc to 20 Me 


15 nsec 


1 6 nsec 


15 nsec 


dc to 24 Me 


dc to 22 Me 


dc to 24 Me 


0.18 psec 




dc to 300 kc, increasing to 2 Me 




6 psec 






0.06 cps to 20 kc, increasing to 60 kc 




1 8 nsec 


20 nsec 


1 8 nsec 


dc to 20 Me 


dc to 1 8 Me 


dc to 20 Me 


23 nsec 


25 nsec 


23 nsec 


dc to 15 Me 


dc to 14 Me 


dc to 15 Me 


1 2 nsec 


14 nsec 


1 2 nsec 


dc to 30 Me 


dc to 25 Me 


dc to 30 Me 


15 nsec 


1 6 nsec 


15 nsec 


3 cps to 24 Me 


3 cps to 22 Me 


3 cps to 24 Me 


1 2 nsec 


1 4 nsec 


1 2 nsec 


dc to 30 Me 


dc to 25 Me 


dc to 30 Me 


17 nsec 


1 8 nsec 


1 7 nsec 


dc to 20 Me 


dc to 1 9 Me 


dc to 20 Me 


14 nsec 


16 nsec 


14 nsec 


dc to 25 Me 


dc to 22 Me 


dc to 25 Me 


Performs precise operations of integration, differentiation, function generation, 




and linear or nonlinear amplification. 






60 psec risetime, dc to 6 kc. Measures force, displacement, acceleration. 




strain . . . any mechanical quantity that can be converted to a change in resist- 




ance, capacitance, or inductance. 









Supplies 5-nsec risetime pulse, 400-ma collector supply, 100-ma bias supply, 
risetime and passband same as with K Unit. 



1 to 20 ma forward current, 0 to 2 ma reverse current, risetime and passband 
same as with K Unit. 



Generates 22 calibrated sweep rates from 0.2/xsec/div to 2 sec/div plus 5X 
magnifier. Triggering facilities include Manual, Automatic, H. F. Sync and Line, 
either ac or dc coupled. 



44 nsec 
dc to 8 Me 



44 nsec 
dc to 8 Me 



15 nsec 
dc to 23 Me 



17 nsec 

dc to 20.5 Me 



Calibrated continuously variable (0 to ±1.1 v or 0 to ±11 v) dc comparison 
voltage. ±11,000 cm effective scale length at maximum sensitivity. 0.001% 
maximum resolution. 20,000 to 1 common mode rejection ratio at dc. 




27 nsec 
dc to 13 Me 



Vertical "magnification” up to 500 times. Calibrated continuously variable 
(0 to ± lOOv) dc comparison voltages. ± 2000 cm effective scale length. 
0.005% maximum resolution. 40,000 to 1 common-mode rejection ratio. 



t Uses T Series and Letter-Series Plug-In Units with Type 81 Adapter. 



44 nsec 
dc to 8 Me 

15 nsec 
dc to 23 Me 
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Q 



Oscilloscope 


Risetime 


Calibrated 

Sensitivity 


Signal 

Delay 


Sweep 

Delay 


Calibrated 
Sweep Range 


Sweep 

Magnifier 


Accel. 

Potential 


Price 


Page 


Type 507 


1 0 nsec 


Approximately 50v/cm 
to 500 v/cm 


No 


None 


20 nsec/cm 
to 50 /xsec/cm 


None 


24 kv 


$2900 


35 




HIGH-VOLTAGE SURGE-TEST OSCILLOSCOPES 



TELEVISION OSCILLOSCOPES 




Instrument 


Risetime 


Calibrated 

Sensitivity 


Signal 

Delay 


Vertical 

Response 


Calibrated 
Sweep Range 


Sweep 

Magnifier 


Accel. 

Potential 


Price 


Page 


Type 524AD 
Oscilloscope 


35 nsec 


1 5 mv/cm 
to 50 v/cm 


Yes 


Normal, 

Flat, 

IRE 


0.1 /x sec/cm 
to 0.01 sec/cm 


3 and 10X 


4 kv 


$1300 


46 


Type 526 
Vectorscope 


Dual Channel displays, with either vector or linear-sweep presentation of demodulated 
chroma signal. 


4 kv 


$1665 


49 


Type RM529 

Waveform 

Monitor 




120 mv 
to 1.5 v 
for 6 cm 


No 


Flat, IRE, 
Low-Pass, 
Chroma 


0.25 H/cm, 
0.125 H/cm, 
Field and 
Line Rates 


5 and 25X 


5.5 kv 


$1100 


52 







□ 


Type 561 A, RM561A , 564, and RM564 Oscilloscopes use 
any of these Plug-In Units. 














»ype do/ ana kmoo/ Keaaour us cmoitopej uitr uiyuui 
and these units for digital readout. Other Amplifier 
and Time Base Units can be used without digital readout. 




o 








TIME-BASE UNITS 


Plug-In Type 






Sweep Rate * 


Magnifier 


Triggering 


Price 

- " - - • 


Page 


2B67 

Single Sweep 






1 ju sec/cm to 5 sec/cm, 1-2-5 
sequence. 


5X 


Internal, External, Line; amplitude-level 
selection; ac or dc-coupled; automatic 
or free run; ± slope. 


$ 210 


189 


3B1 

Sweep Delay 






0.5 /xsec/cm to 1 sec/cm, 1-2- 
5 sequence (for both normal 
and delayed sweeps). 


5X 


Internal, External; amplitude-level selec- 
tion; ac or dc-coupled; automatic (normal 
sweep only) or free-run; ± slope. 


$ 535 


195 


3B2 

Calibrated 
Sweep Delay 






2/xsec/cm to 1 sec/cm, 1-2-5 
sequence. Continuously vari- 
able calibrated delay from 5 
/xsec to 10.5 sec. 


No 


Internal, External, Line; Amplitude-level 
selection; ac or dc coupled; ± slope. 


$ 650 


234 


3B3 

Calibrated 
Sweep Delay 
Single Sweep 






O.SjUsec/cm to 1 sec/cm, 1-2-5 
sequence (for both normal and 
delayed sweeps). Continuous- 
ly variable calibrated delay 
from 0.5 /xsec to 10 sec. 


5X 


Internal, External; amplitude-level selec- 
tion, ac or dc coupled, rtr slope. Nor- 
mal sweep has in addition: automatic 

and line plus single sweep. 


$ 585 


196 


3B4 

Direct-Reading 
Magnifier 
Single Sweep 






0.2 jitsec/cm to 5 sec/cm, 1-2-5 
sequence. Magnifier reads 
sweep rate directly up to 50 
nsec/cm. 


up to 
50X 


Internal, External, External -4-10, Line; am- 
plitude level selection; ac, ac low-frequen- 
cy reject or dc coupling; free-run, auto- 
matic, or normal modes; ± slope. 


$ 400 


197 


3T4 

Programmable 
Sampling Sweep 

(use with 3S3 
or 3S76) 






Equivalent sweep rates 1 nsec/ 
cm to 200 /xsec/cm, 1-2-5 se- 
quence, Programmable through 
front-panel connector. 


10X 


Internal (3S76 only) or External, ±slope. 


$1300 


202 

o 


3T77 

Sampling Sweep 

(use with 3S3 or 
3S76) 






Equivalent sweep rates 0.2 
nsec/cm to 10/xsec/cm, 1-2-5 
sequence. 


10X 


Internal or External, ± slope. 


$ 650 


2oo 


* Variable between steps, uncalibrated. 
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Type 561 A, RM561 A, 564, 'and RM564 Oscilloscopes use 
any of these Plug-In Units. 
















Type 565 and RM565 Oscilloscopes use Plug-In Units for 
vertical deflection only. 
















Type 567 and RM567 Readout Oscilloscopes use Digital and these units for digital readout. 
Other Amplifier and Time Base Units can be used without digital readout. 










AMPLIFIER UNITS 


Plug-In Type 








Passband 
(3-db down) 


Calibrated Sensitivity * 


Input 

( ac or dc coupled) 


Price 


Page 


2A60 








dc — 1 Me. 


50 mv/cm — 50v/cm in 4 steps. 


1 megohm shunted by 
47 pf, 600 volts max. 


$ 105 


188 


2A61 Low-Level 
Differential 








0.06 cps — 300 kc 


10/xv/cm — 20 mv/cm, 1-2-5 sequence. 


10 meg — 50 pf; ±5 v 
(ac — coupled only) 


$ 385 


188 


2A63 Differential 

50:1 rejection ratio 








dc — 300 kc. 


1 mv/cm— 20 v/cm, 1-2-5 sequence. 




$ 150 


189 


3A1 Dual-Trace 

(Identical Channels) 








dc — 10 Me. 


10 mv/cm — -20 v/cm, 1-2-5 sequence. 




$ 450 


190 


3A2 Dual-Trace 

(Identical Channels) 








dc— 500 kc 


10 mv/cm — 10 v/cm, 1-2-5 sequence. 




$ 500 


234 


3A3 Dual-Trace 
Differential 








Selectable 
dc — 5 kc or 
dc— 500 kc 


lOO^v/cm — 10 v/cm, 1-2-5 sequence. 


1 megohm shunted by 
47 pf, 600 volts max. 


$ 790 


191 


3A6 Dual-Trace 

(Identical Channels) 








dc — 10 Me. 


Identical to Type 3A1 above but with 
internal delay line. 




$ 540 


190 


3A72 Dual-Trace 

(Identical Channels) 








dc — 650 kc 


10 mv/cm — 20 v/cm, 1-2-5 sequence. 




$ 275 


193 


3A74 Four-Trace 

(Identical Channels) 








dc — 2 Me. 


20 mv/cm — 10 v/cm, 1-2-5 sequence. 




$ 590 


194 


3A75 








dc — 4 Me. 


50 mv/cm— 20 v/cm, 1-2-5 sequence. 




$ 175 


193 


3C66 Strain Gage 








dc — 5 kc 


10 /xstrain/div — 10,000 /xstrain/div, 
1-2-5 sequence. 


1 20 n strain gage 
bridge 


$ 400 


198 


3S3 Dual-Trace 
Sampling (Use 
with 3T77 and 3T4) 








dc to equivalent 
1 Gc. 

(0.35 nsec risetime) 


5 mv/cm — 100 mv/cm, 1-2-5 sequence. 


1 00 k, 2 pf ±3 v max 


$1500 

(with 

probes) 


200 


3S76 Dual-Trace 
Sampling (Use 
with 3T77 and 3T4) 








dc to equivalent 
875 Me 

(0.4 nsec risetime) 


2 mv/cm — 200 mv/cm, 1-2-5 sequence. 


50 fi, 2 volts 
pk-to-pk. max. 
dc-coupled 


$1100 


201 


^Variable between steps, uncalibrated. 



DIGITAL READOUT SYSTEMS 

Digital plus analog displays are simultaneously presented on the Type 567 Oscilloscope and Type 6R1A Digital Unit. A Digital Readout 
System consists of a Type 567/6R1A and any of 5 combinations of vertical and horizontal Plug-In Units: Type 3S3/3T77, 3S76/3T77, 3A2 / 
3B2, 3S3/3T4, or 3S76/3T4. Other 2-Series and 3-Series Plug-In Units can be used for normal crt display, but do not provide digital 
readout. See the Type 262 Programmer for these systems. 



X & Y 
Plug-Ins 


Risetime 


Calibrated 

Sensitivity 


Input 

Impedance 


Calibrated 
Sweep Range 


Sweep 

Delay 


Digital 

Resolution Trigger 


System 

Price 


3S3/3T 77 * 


0.35 nsec 


5 mv/cm to 
100 mv/cm 


100 k, 2 pf 


equiv. 0.2 nsec/ 
cm to 10 psec/ 
cm plus 10X 
magnifier 


Through 
approx. 
100 nsec 


1 0 or 
100 dots 
per cm 


External 


$5450 

(including 2 probes) 


3S76/3T77* 


0.4 nsec 


2 mv/cm to 
200 mv/cm 


50 Q 


Internal 

or 

External 


$5050 


3A2/3B2 


0.7 p.sec 


1 0 mv/cm to 
1 0 v/cm 


1 Meg, 47 pf 


2 p. sec/cm 
to 1 sec/cm 


5 /xsec to 
10.5 sec 


1 /.(.sec to 10 
msec clock rate 
in decades 


$4450 



*The Type 3T4 Programmable Sampling Sweep can be programmed through a front panel connector. Programmable 
functions include sweep rates (1 nsec/cm to 200 /xsec/cm), 3 calibrated sweep delay ranges (1 p . sec to 1 msec), samples 
per sweep (100 or 1000 or alternately 100 or 1000), and single display for real-time measurements. Type 3T4 ... $1300. 
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CHARACTERISTIC-CURVE TRACERS 


o 


Instrument 


Vertical 

Axis 


Horizontal 

Axis 


Variable Drive 
Parameters 


Accel. 

Potential 


A-B 

Comparison 


Price 


Page 


Type 570 presents an accurate graphic 
analysis of electron-tube characteristics 
under almost any conceivable operating 
condition. 


20 jj. a/div to 
50 ma/div 
1 -2-5 sequence 


1 v/div to 
50 v/div 
1 -2-5 sequence 


Plate, screen, or 
grid current vs. 
plate or grid volt- 
age. 


4 kv 


Yes 


$1100 


116 


Type 575 traces characteristic curves 
for both PNP and NPN transistors and 
diodes on the face of a crt. 


1 ;xa/div to 
2 a/div 
1 0 mv/div to 
0.5 v/div 


1 0 mv/div to 
20 v/div 
1 0 mv/div to 
0.5 v/div 


Collector current 
& voltage, Base 
current & voltage. 


4 kv 


Yes 


$1075 


119 



A-B 



Instrument Collector Supply Base Supply Calibrated Display Comparison Price Page 



" 

Type 175 adapts the Type 575 to meas- 
urement of high power (NPN and PNP) 


0 to 20 v or 0 to 
1 00 v, or 0 to 1 00 v 


± stepping, 4 to 12 steps 
per family, either repeti- 
tive or single family. 

10 current positions — 1 ma 


Vertical Axis — 
Collector Current 
Horizontal Axis — 


Yes 


$1475 


119 


apply ONLY when used with Type 575 
Curve Tracer. 


with 300-Q series 
load resistor. 


to 1 amp/step; 5 voltage 
positions — 0.02 to 0.5 v/ 
step 


Collector Voltage 
Base Voltage 
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SAMPLING SYSTEMS 



Type 661 with Types 
5T1A and 4S2 Units 


50 Q 


0.1 nsec 


2-200 mv/cm 
1-2-5 sequence 


No 


through 

full 

time 

base 


1 nsec/cm 
to 

1 00 /xsec/cm 
plus magnifier 


5, 10, 20, 
50, 100 or 
1000 


External 


$3500 


142 


Type 661 with Types 
5T1A and 4S1 Units 


50 0 


0.35 nsec 


Yes 


Internal 

or 

External 


$3330 


142 


Type 661 with Types 
5T1A and 4S3 Units 


100 k, 2 pf 


0.35 nsec 


No 


External 


$3500 

[with prbbes) 


142 



SAMPLING SYSTEMS FOR TYPE 560-SERIES OSCILLOSCOPES 


Instrument 


Input 

Impedance 


Risetime 


Calibrated 

Sensitivity 


Signal 

Delay 


Sweep 

Delay 


Equivalent 
Sweep Time 


Samples Per 
Centimeter 


Trigger 


System 

Price 


Page 


*Type 561 A 

with Types 3S76 and 
3T77 Units 


so n 


0.4 nsec 


2-200 mv/cm 
1-2-5 sequence 


Yes 


Through 
1 00 nsec 


0.2 nsec/cm 
to 

1 0 jusec/cm 
olus 1 OX mag. 


10 or 100 


Internal 

or 

External 


$2250 


87 


*Types 561 A 

with Types 3S3 and 
3T77 Units 


100 k, 2 pf 


0.35 nsec 


5-1 00 mv/cm 
1-2-5 sequence 


No 






External 


$2650 

(with probes) 


87 


*Type 564 with Types 
3S76 and 3T77 Units 


50 Q 


0.4 nsec 


Same features as Types 561 A, 3S76, 3T77 (above) plus SPLIT-SCREEN 
STORAGE of signal information. 


$2700 


91 


*Type 564 with Types 
3S3 and 3T77 Units 


100 k, 2 pf 


0.35 nsec 


Same features as Types 561 A, 3S3, 3T77 (above) plus SPLIT-SCREEN 
STORAGE of signal information. 


$3100 

(with probes) 


91 


*Type 567 with Types 
3S76, 3T77, and 6R1 A 
Units 


50 0 


0.4 nsec 


Same features as Types 561 A, 3S76, 3T77 (above) plus DIGITAL READ- 
OUT of pulse risetime, pulse amplitude, pulse width, time differences. 


$5050 


100 


ype 567 with Types 
3S3, 3T77, and 6R1A 
Units 


100 k, 2 pf 


0.35 nsec 


Same features as Types 561 A, 3S3, 3T77 (above) plus DIGITAL READOUT 
of pulse risetime, pulse amplitude, pulse width, time differences. 


$5450 

with probes) 


100 


The Type 3T4 Programmable Sampling Sweep is similar to the Type 3T77 except it can be programmed through a front-panel connec- 
tor. Programmable functions include sweep rate (1 nsec/cm to 200 /usec/cmj, 3 calibrated sweep delay ranges (1 p. sec to 1 msec), samples 
per sweep (100 or 1000), and single display for real-time measurements. Type 3T4 — $1300. 

* Rack Mount models are available 



SAMPLING SYSTEMS FOR TYPE 661 OSCILLOSCOPES 



Plug-In 


Input 

Impedance 


Risetime 


Calibrated 

Sensitivity 


Signal 

Delay 


Trigger 


Price 


Page 


4S1 


50 n 


0.1 nsec 




No 


External 


$1600 


145 


4S2 


50 0 


0.35 nsec 


2-200 mv/cm 
1-2-5 sequence 


Yes 


Internal 

or 

External 


$1430 


1 44 


4S3 


100 k, 2 pf 


0.35 nsec 


No 


External 


$1600 


146 



Plug-In 


Sweep 

Delay 


Equivalent 
Sweep Time 


Samples per 
Centimeter 


Price 


Page 


5T1 A 


Throuqh 

full 

time 

base 


1 nsec/cm to 
100 [isec/cm 
plus magnifier 


5, 10, 20, 
50, 100 or 
1000 


$75 0 


147 


5T3* 




1 0 nsec/cm to 
100 p.sec/cm 


$900 


148 



*Also real-time sampling from 0.2 nsec/cm to 5 sec/cm. 



SAMPLING SYSTEM ACCESSORIES 


Instrument 


Description 


Price 


Page 


Type 280 Trigger Countdown 


Allows timing systems to be synced up to 5 Gc. Output repetition rate 
variable from 15 to 45 Me. 


$ 265 


228 


Type 290 Transistor Switching-Time 
Tester 

— - . 


Measures fast transistors, short duty cycle measurements of delay time, 
risetime, storage time, and fall time. 


$ 290 


229 


ype 291 Diode Switching-Time Tester 


Measures fast-switching diodes, forward and reverse recovery. Response 
better than 0.35 nsec. 


$ 185 


230 


Type 292 Semiconductor Tester and 
Power Supply 


Furnishes dc power and provides sub-nanosecond environments for read- 
ing out time and charge information about fast semiconductor diodes 
and transistors. 


$325 


231 



11 




Reference Chart 




INDUCTANCE AND CAPACITANCE METER 



Instrument 


Ranges 


Accuracy 


Guard 

Voltage 


Price 


Page 


Type 130 


0 to 3, 10, 
30, 100, 

300 /xh 
0 to 3, 10, 
30, 100, 

300 jujuf 


within 3% 
of full scale 


Permits mea- 
suring an un- 
known ca- 
pacitance 
while elimin- 
ating effects 
of other ca- 
pacitances. 


$ 225 


218 



SQUARE-WAVE GENERATORS 



Instrument 


Risetime 


Frequency 

Range 


Output 

Voltage 


Price 


Page 


Type 105 


13 nsec 


25 cps 
to 1 Me 


1 0 v to 1 00 v 
across the in- 
ternal 600-Q 
load 


$ 435 


204 


Type 107 


3 nsec 


400 kc 
to 1 Me 


0.1 v to 0.5 v 
with 52-Q ter- 
mination 


$ 190 


205 



AMPLIFIERS 



Instrument 


Gain 


Frequency 
Response t 


Noise Level 


Differential 

Input 


Input 

Impedance 


Output 

Impedance 


Price 


Page 


*Type 122 


100X or 
1000X 


0.2 cps to 40 kc 


1 -5 juv, rms, 
grounded 


Yes 


10 megohms, 
50 pf. 


1 000 ohms 


$ 135 


210 


Type 123 


100X 


3 cps to 25 kc 


7.5 juv, rms, or 
less grounded 


No 


10 megohms 


31 kilohms 


$ 75 


212 


Type 1121 


100X 


5 cps to 17 Me 
21 -nsec risetime 


50 juv or less 
pk-to-pk, grounded 


No 


1 megohm, 
22 pf. 


93 ohms 


$ 465 


232 



^ Frequency Specifications are at 3-db down. 



* Rack-Mount models are available. 



PULSE GENERATORS 



Instrument Frequency 


Main Pulse 
Width 


Output 

Risetime Delay Amplitude Impedance 


Trigger 

Req. 


Price 


”131 

Page 


Type 109 


275 to 700 cps 


0.5 nsec to 300 nsec 


<0.25 nsec 


None 


0 to 50 v 


50 fi 


None 


$360 


206 


Type 1 1 1 


0 to 1 00 kc 


2 nsec to 0.1 /usee 


0.5 nsec 


30 to 
250 nsec 


±5 v 


50 a 


+ 5 v 


$365 


207 


Type 114 


1 /usee to 
10 msec 


Square Wave and 
100 nsec to 1 msec 


<10 nsec 


None 


±1 v to 
±10 v 


1 6—84 a 


+2v 

to 

+20 v 


$350 


209 


tType 161 


0 to 50 kc 


10 jusec to 0.1 sec 


0.5 jusec 


Variable 


0 to ±50 v 


1 — 5 kfi 


+3 v 


$130 


222 


tType 162 


0 to 1 0 kc 


1 00 jusec to 1 0 sec 


1 ju sec 


None 


50 v 


l ka 


+ 15 v 


$130 


223 


tType 163 


0 to 500 kc 


1 /x sec to 1 0 msec 


0.2 jusec 


Variable 


0 to +25 v 


l oo a— 3.5 ka 


+2 v 


$130 


224 



tType 160A Power Supply provides power for up to 7 Type 161 or 162 Generators, 5 Type 163 Generators, or 5 Type 360 Indicators. $190 



TIME-MARK GENERATORS 


Instrument 


Time-Mark Interval 


Sine-Wave Frequency 


Accuracy 


Stability tt 


Price 


Page 


l J 

Type 1 80A 


2 per decade from 1 /usee to 5 sec, 
separately or in timing combination. 


5 Me, 10 Me or 50 Me 


within 0.001 % 


3 parts per million 
for 24 hr. period 


$ 625 


225 


*Type 181 


1 per decade from 1 /usee to 10 msec. 


10 Me 


about 0.03% 


0.005% per hour 


$ 265 


234 


* Rack-Mount models are available. 

tt All outputs are derived from a 1 Me crystal-controlled oscillator. Type 1 80A uses temperature-stabilized oven which is also available 
as accessory for the Type 181, or as MOD110 installed in the instrument. This provides stability of 3 parts per million. 


CONSTANT AMPLITUDE SINE-WAVE GENERATOR 


Instrument 


Output Frequency 


Output Amplitude 


Harmonic 

Content 


Output 

Impedance 


Price 


Page 


Type 190B 


Continuously variable from 350 
kc to 50 Me. 


Continuously variable from 40 
mv to 10 volts, pk-to-pk. 


Typically less 
than 5%. 


Nominally 25 Q 


$ 330 


227 






12 




Reference Information 




DESCRIPTIONS AND SPECIFICATIONS 



All present regular-production Tektronix Instruments and 
Accessories are listed and described in this catalog. We hope 
that it contains the right kind and amount of information for 
you. 

The principal Tektronix instrument is the cathode-ray oscillo- 
scope, which is a three-dimensional display device. These 
three axes are designated: X (time-base or horizontal plane), 
Y (amplitude or vertical plane), and Z (brightness range of 
display). The X and Y axes convey precise quantitative in- 
formation and are usually specified as TIME per division 
and/or VOLTS per division. The Z axis is usually modulated 
by blanking or unblanking voltages in order to eliminate 
retrace time from the presentation. Time markers can also be 
used to modulate the trace in most Tektronix Oscilloscopes. 

Characteristics other than X-axis sweep rates and Y-axis sensi- 
tivities are usually not of primary importance in describing 
the accuracy of the display, but are often pertinent when 
selecting an oscilloscope for a particular application. While 
specifications on these other features are less stringent, relative 
values in areas such as trigger sensitivity, CRT accelerating 
potential, amplitudes of output waveforms, etc., are quite 
meaningful. 

We have tried to describe all of the more significant features, 
capabilities, and limitations of Tektronix instruments in a way 
that will be of the most value to most customers. This cannot 
be done without knowingly omitting some things meaningful 
to only a few. 

If you have specific questions about any instruments that are 
not answered here, you should consult your Tektronix Field 
Engineer or Engineering Representative; he can probably pro- 
vide a ready answer. Occasionally, however, questions are 
asked about specific performance limitations that we have 
never investigated. If the questions are of general interest 
to many customers, an investigation will be made. However, 
such questions usually imply a desire to use the instruments 
in applications for which they are not intended. When such 
is clearly the case, a special investigation can seldom be 
justified. The burden of testing or calibrating instruments to 
assure conformance to such a specification would not be one 
which we could, with clear conscience, pass on to all customers. 

Questions may arise about the exact meaning of such words 
as ''approximately", "typically", and our intent when using 
them to describe an instrument. For instance, the square-wave 
voltage calibrators in many Tektronix Oscilloscopes are typi- 
cally described as having a frequency of approximately 1 kc. 
The frequency is relatively unimportant. If we specified the 
acceptable frequency limits, it would be misleading; the pri- 
mary purpose of the calibrator in most cases is to provide 
an accurate voltage reference, not an accurate frequency 
reference. In other cases, a characteristic might be stated in 
what seems to be absolute values (for example, + Gate Out). 
In most instances, the accuracy of the value is unimportant, 
and the acceptable limits would again be misleading. The 
availability of the waveform at a front-panel connector is a 
characteristic of the instrument and does not contribute to the 
accuracy of X and Y measurements. 

Your Tektronix Field Engineer or Overseas Distributor will 
welcome your discussion on descriptions and specifications of 
Tektronix Oscilloscopes and associated instrumentation. 



PASSBAND AND RISETIME MEASUREMENTS 



Frequency-response quotations are at the 3-db-down points 
unless otherwise stated. 

Equipment for measuring frequency response (passband) must 
be carefully selected to assure accurate readings. A generator 
which is correct in amplitude at just the low frequency and 
high frequency check points could prove misleading. Uniform 
frequency response measurements require a generator with 
"flat" output amplitude characteristics over its entire frequency 
range. Loading placed on the generator must also be con- 
sidered. High frequency sine-wave generators must usually 
be terminated to match their output impedance. For oscil- 
loscopes having an upper frequency response in the area from 
350 kilocycles through 50 megacycles, Tektronix uses Type 
190B Constant Amplitude Sine-Wave Generator to check for 
high frequency roll-off characteristics. 

A characteristic of importance to the pulse-measurement field 
is risetime. This parameter is generally a good indication of 
relative passband. In short, faster risetime means greater 
passband (in the direction of higher frequencies). Several 
factors must be considered in making risetime measurements. 
For reasonably accurate readings of risetime, the oscilloscope 
should be approximately 5 times faster than the signal to be 
measured. When risetime of the signal approaches risetime 
of the oscilloscope, the true signal risetime can be computed. 
Risetime of cascaded signals is calculated by taking the square 
root of the sum of the squares (of signal and oscilloscope 
risetimes). For example, a signal with a risetime of one nano- 
second viewed on an oscilloscope with a risetime capability 
of one nanosecond will appear as approximately 1.414 nano- 
seconds. 

In order to measure actual risetime of the oscilloscope, the 
input pulse should be free of overshoot and ringing, since 
risetime is generally measured between the 10% and 90% 
amplitude points on a waveform. Proper termination of the 
input-pulse source must also be considered. Tektronix uses 
Type 105 Square-Wave Generator (approximately 13 nsec rise- 
time), Type 107 Square-Wave Generator (less than 3 nsec 
risetime), or Type 109 Pulse Generator (less than 0.25 nsec 
risetime) for checking risetime of general purpose oscilloscopes. 
For faster oscilloscopes, specially constructed generators are 
employed. 

In general, peak-to-peak input voltage ratings are for dc 
and low-frequency values. Because of possible damage to 
input components, especially solid-state devices, continuous 
derating is required as frequency is increased. This is especially 
true with rf at high-sensitiveity settings. 



MECHANICAL CONSIDERATIONS 



VENTILATION — In general, a standard oscilloscope using 250 
watts of power or more will have filtered forced-air cooling. 
CLEARANCE — Under normal conditions, at least two inches 
of unobstructed space around the oscilloscope should be main- 
tained to assure safe operating temperature. Should the 
chassis temperature become excessive, at typically 120°, a 
thermal-cutout switch will interrupt the power and keep it off 
until a safe operating temperature is reached. 

CONSTRUCTION — The oscilloscope chassis and cabinet are of 
aluminum alloy for lightweight durability. 

FINISH — The oscilloscope front panel is anodized and the 
cabinet has blue-vinyl finish. 

Specifications continued on next page. 
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Reference Information 



TEKTRONIX-MANUFACTURED COMPONENTS 



When standard commercially-available components do not 
meet rigid requirements of Tektronix Oscilloscopes and associ- 
ated instruments, and suppliers cannot fulfill adequately this 
demand for these specialized components, Tektronix manu- 
factures them. 

Some of these special components manufactured by Tektronix 
for exclusive use in its own equipment include cathode-ray 



The catalog description of each oscilloscope indicates 
the phosphor normally supplied. However, for specific 
applications, you may want to specify another phosphor. 
The phosphor data chart will help in your selection. 



tubes, transformers, ceramic terminal strips, and etched cir- 
cuitry — in addition to precision potentiometers, capacitors, wire- 
wound resistors, inductors, semiconductor and solid-state 
devices. 

Designed compactly for reliability and efficiency these Tek- 
tronix-manufactured components incorporate the highest stand- 
ards of craftsmanship in meeting the special needs of particular 
instruments. 



phor for any given application. For example. Type PI 1 is 
excellent for waveform photography but due to its short 
persistence, it is not well suited for applications requiring 
visual observation of low speed phenomena. 



CATHODE-RAY-TUBE PHOSPHOR DATA 



For more specific information regarding the best-suited 
phosphor for your particular application, please confer 
with your Tektronix Field Engineer. He will know the 
factors that must be considered in selection of a phos- 



Phosphors are rated in several parameters, such as color 
of fluorescence or phosphorescence, persistence, etc. The 
following table describes the more commonly used phos- 
phors. 



PHOSPHOR DATA CHART 



Phosphor 


Fluorescence 


Phosphorescence 


Relative ® 
Brightness 


Persistence ® 


Crystal © 
Size 


Principal Use 


Comments 


PI 


Yellowish- 

Green 


Yellowish- 

Green 


150 


Medium 


Fine 


Slow Repetition Rate 
Oscilloscope Displays 


Used to keep down flicker 
apparent at low rep. rates 
such as 60 cps. 


P2 


Blueish-Green 


Green 


230 


Medium Short* 


Coarse 


General Purpose 
Displays 


Good compromise for higi. 
and low speed applications. 


P4 


White 


White 


250 


Medium Short 


Coarse 


Television Pictures 
(Image Displays) 




P7 


Blue-White 


Yellow-Green 


128 


Medium Long* 


Coarse 


Slow Speed 
Displays 




PI 1 


Purplish-Blue 


Purplish-Blue 


100 


Medium Short 


Medium 


Oscilloscope 

Photography 


High blue light content and 
small spot size conducive 
to sharp photographs. 


PI 5 


Blueish-Green 


Blueish-Green 


50 


Short 


Fine 


Moving Film 
Photography 
Flying Spot Scanner 
Displays 


Poor for high-speed photog- 
raphy. 


P20 


Yellow-Green 


Yellow-Green 


250 


Medium 


Medium 


General Purpose 
Displays 




P31 


Green 


Green 


390 


Medium Short 


Coarse 


Oscilloscope Displays 
In High Ambient Light 


Bright sharp image. 



® Taken with a Spectra Brightness Spot Meter, which incorporates a C.I.E. standard 



eye filter. Representative of lOkv aluminized screens. 

® JEDEC classification (to 10% level). 

© FINE = up to 4.9 /x, MEDIUM = 5.0 /x to 9.9 /x, COARSE = 10.0/x and up. 
* Low-level persistence may last for minutes. 



UNITS and ABBREVIATIONS used in this Catalog 



Unit 


Name 


Abbreviation 


Unit 


Name 


Abbreviation 


Unit 


Name 


Abbreviation 




10 9 cycles 


qiqacycles 


Gc 


10~ 2 meter 


centimeter 


cm 


10~ 6 farad 


microfarad 


pf 


u 


10 6 cycles 


megacycles 


Me 


10~ 3 second 


millisecond 


msec 


10“ 9 second 


nanosecond 


nsec 




10 6 ohms 


megohms 


meg 


10~ 3 meter 


millimeter 


mm 


10-' 2 farad 


picofarad 


pf 




10 3 cycles 


kilocycles 


kc 


10 -6 second 


microsecond 


/xsec 


10~ 12 second 


picosecond 


psec 




10 3 ohms 


kilohms 


k 
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DC-to-4 MC OSCILLOSCOPE Type 



SMALL IN SIZE 
LOW IN WEIGHT 

ELECTRONICALLY-REGULATED DC SUPPLIES 



CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 

Dc-coupled, 0.1 v/div to 50 v/div. 

Ac-coupled only, 0.01 v/div to 0.05 v/div. 
PASSBAND — 0.1 v/div to 50 v/div, dc to 4 Me. 

0.01 v/div to 0.05 v/div, 2 cps to 3.5 Me. 
INPUT — 1 meghom, 40 pf 

HORIZONTAL 

CALIBRATED SWEEP RANGE — 0.5 /xsec/div to 0.2 sec/ 
div. 

SWEEP MAGNIFIER — 5X, extends sweep range to 0.1 








/x sec/ div. 

TRIGGER REQUIREMENTS — Internal: 0.5 div deflection 
at 1 kc, increasing to 2 div deflection at 5 Me. 
External: 0.2 v pk-to-pk at 1 kc, increasing to 2 v 
pk-to-pk at 5 Me. 

EXTERNAL INPUT— 1 .5 v/div. 

CRT 

DISPLAY AREA — 8 x 10 div. Each div equal to V 4 inch. 

ACCELERATING POTENTIAL— 1 .85 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 50 mv to 1 00 v, 1 -kc square 
wave. 

POWER REQUIREMENTS— 105 to 1 25 v or 2 1 0 to 250 v, 
175 watts. 



The Type 31 0A Oscilloscope is an instrument you can 
take with you — easily, comfortably. Small size and low 
weight combined with operation on 50 to 800-cycle line 
frequency make this an ideal instrument for maintenance 
and calibration of specialized measuring and recording 
instruments at their point of use. Accurate calibration and 
excellent linearity assure faithful displays and precise time 
and amplitude measurements either in the laboratory or 
in the field. Functional panel design and versatile con- 
trol systems contribute to operator convenience. 



VERTICAL-DEFLECTION SYSTEM 

Frequency specifications are at 3-db down 

DC-Coupled Vertical Amplifier — Main amplifier 
passband is dc to 4 Me. Vertical deflection is calibrated 
in steps of 0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50 v/div. 
When ac coupled, the low frequency 3-db point is 
2 cps direct or 0.2 cps with 1 OX Probe. An ac-coupled 
preamplifier switched in by the VOLTS/DIV control 
provides three additional calibrated steps of 0.01, 
0.02, and 0.05 v/div, at a frequency response of 2 
cycles to 3.5 me. In addition, a 2.5-to-l vernier (un- 
calibrated) control provides for continuously-variable 
adjustment from 0.01 v/div to 125 v/div. A light on 
the front panel indicates when the control is in the 
variable (uncalibrated) position. Vertical amplifier is 
factory-adjusted for optimum transient response. Rise- 
time is less than 90 nsec. Input impedance is 1 meg- 
ohm paralleled by approximately 40 pf. 

Calibration Accuracy — Internal adjustments are 
provided for setting the gain of the vertical amplifier. 
When these adjustments are accurately set with the 
VOLTS/DIV switch in the 0.1 and 0.01 v/div positions, the 
vertical deflection factor for any other position of the 
switch will be within 3% of the panel reading for that 
switch position. 

Probe — A low-capacitance probe ( 1 0-x atten.) is 
supplied with the instrument. Input capacitance with the 
probe is approximately 9.5 pf paralleled by 10 meg- 
ohms. 
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310A 



HORIZONTAL-DEFLECTION SYSTEM 

Wide Sweep Range — The Type 31 OA has 18 cali- 
brated sweep rates: 0.5, 1, 2, 5, 10, 20, 50, 100, 200, 
500 ,u sec/div, .... 1 , 2, 5, 1 0, 20, 50 millisec/div, 0.1 , 
0.2 sec/div. In addition, a vernier (uncalibrated) con- 
trol provides sweep rates continuously adjustable from 
0.5 /.isec/div to 0.6 sec/div. A light in the front panel 
indicates when the control is in the variable (uncali- 
brated) position. Calibration accuracy of the 18 fixed 
sweeps is within 3%. 

Sweep Magnifier — Sweep magnification is obtain- 
ed by increasing the gain of the sweep-output amplifier 
by a factor of 5. The center 2-division portion of the 
normal trace is expanded to 10 divisions. The HORI- 
ZONTAL POSITION control has sufficient range to dis- 
play any one-fifth of the magnified sweep. The 5-x 
magnifier applied to the 0.5-/<.sec/ div sweep extends 
the calibrated range to 0.1 /./.sec/div. Accuracy is within 
3% of the displayed portion of the magnified sweep 
on all ranges except the 0.5 /xsec/div range, where 
accuracy is within 5%. 

DC-Coupled Unblanking — The unblanking wave- 
form is dc-coupled to the control grid of the cathode- 
ray tube. This assures uniform bias for all sweep rates 
and repetition rates. 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. 

Amplitude-Level Selection — Adjustable amplitude- 
level and stability controls provide for triggering the 
sweep at a selected amplitude level on the triggering 
waveform. Trigger source can be internal, external, or 
the line frequency, either ac-coupled or dc-coupled. The 
triggering point can be on either the rising or falling 
slope of the triggering waveform. 

Automatic Triggering — Provided by an automatic 
level-seeking trigger circuit which is useful for trigger- 
ing between 60 cps and approx. 2 Me. In the absence 
of an input signal the sweep is automatically triggered 
at about a 50-cycle rate, providing a reference trace 
on the screen. 

Trigger Requirements — Internal triggering — a sig- 
nal large enough to produce a 0.5 div deflection at 1 kc, 
increasing to 2 div deflection at 5 Me. External Trigger- 
ing — 0.2 v pk-to-pk at 1 kc increasing to 2 v pk-to-pk 
at 5 Me. 

Horizontal Input — A back-panel terminal permits 
use of an external signal to drive the horizontal ampli- 
fier. Deflection factor is 1 .5 v/div. The gain can be 
reduced by a gain control on the back panel. 



OTHER CHARACTERISTICS 

Amplitude Calibrator — A square-wave voltage is 
available through a front-panel binding post. Eleven 
fixed voltages— 0.05, 0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50, 
and 100 volts peak-to-peak — are provided. Accuracy 
is within 3%. Square-wave frequency is about 1 kc. 

Illuminated Graticule — The edge-lighted graticule 
has 8 vertical and 10 horizontal -inch divisions. Illum- 
ination is controlled by a front-panel knob. An appro- 
priate filter is provided to increase contrast when view- 
ing in a brightly-lighted room. 

Cathode-Ray Tube — Flat-faced mono-accelerator 
ert operates at 1.85-kv accelerating potential. A P31 
phosphor is normally supplied. 

Power Requirement — Wired for 115-v, the elec- 
tronically-regulated power supplies permit a line-voltage 
variation between 103.5 and 126.5v ( 1 1 5 v ±10%). 
Changing transformer taps also permits regulated power 
supply operation at 108, 122, 216, 230, or 244 v 
±10%. The Type 310A requires 175 watts and will 
operate over the range of 50 to 800 cps, but requires 
about 4% higher line voltage at 800 cps. 

Hinged Chassis — The Type 31 0A opens up to per- 
mit easy accessibility to all tubes and components. 

Mechanical Specifications — Dimensions are 10%" 
high by 7 " wide by 17%" deep. Net weight is 23 
pounds. Shipping weight is 34 pounds, approx. 

TYPE 31 0A OSCILLOSCOPE $675 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — patch 

cord, 18", BNC-to-BNC (012-0087-00); 1— patch cord, 18", BNC- 

to-banana plug (012-0091-00); 1— post jack, BNC (012-0092-00); 

1 — 3-conductor power cord (161-0022-00); 1 — 3 to 2-wire adapter 

(103-0013-00); 1 — light filter (378-0509-00); 2— instruction manual 

(070-0244-00). 

FAN BASE 

A Fan Base is available to provide filtered forced-air 
ventilation. This will reduce operating temperature 
when the Type 310A is used continuously for prolonged 
periods of time or in a hot or limited-ventilation area. 
For convenience, the Fan Base tilts the oscilloscope to 



a convenient viewing angle. 

For use on 105-125 v, 50 to 60 cps only: 

Order Part Number 016-0012-00 $50 

For use on 210-250 v, 50 to 60 cps only: 

Order Part Number 016-0013-00 $50 

U. S. Sales Prices f.o.b. Beaverton, Oregon 



Please refer to Terms and Shipment, General Information page. 
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DC-to-10 MC — 9-KV OSCILLOSCOPE Type 
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BRIGHT TRACE 



ELECTRONICALLY-REGULATED DC SUPPLIES 



COMPACT CABINET OR RACK-MOUNT MODELS 




The Type 317 is an excellent oscilloscope for the day- 
light conditions often encountered in the field and at 
production test stations. Its brilliant trace, provided 
by 9-kv accelerating potential on a Tektronix 3-inch 
cathode-ray tube, is easily readable in bright areas. . . 
even at low sweep-repetition rates. And its dc-to-10 
me vertical response and wide sweep range easily take 
care of most of today's complex field and test station 
applications. Of course, these fine characteristics make 
it an excellent laboratory oscilloscope, too. 
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CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 

Dc-coupled, 0.1 v/div to 50 v/div. 

Ac-coupled, 0.01 v/div to 50 v/div. 

PASSBAND — DC-coupled, dc to 1 0 Me. 

AC-coupled, 2 cps to 1 0 Me. 

RISETIME— 35 nsec. 

INPUT — 1 megohm, 40 pf. 

HORIZONTAL 

CALIBRATED SWEEP RANGE — 0.2 jusec/div to 2 sec/div. 

SWEEP MAGNIFIER — 5X, extends sweep range to 0.04 
^sec/div. 

TRIGGER REQUIREMENTS — Internal: 0.5-div deflection. 

External: 0.5 to 20 v. 

EXTERNAL INPUT — 1 .4 v/div maximum sensitivity, dc 
to 400 kc. 

CRT 

DISPLAY AREA — 8 x 10 div. Each div equal to !A inch. 

ACCELERATING POTENTIAL— 9 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 50 mv to 100 v, 1-kc square 
wave. 

POWER REQUIREMENTS — 105 to 125 v or 210 to 250 v, 
260 watts. 
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VERTICAL-DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 

DC-Coupled Vertical Amplifier — Main amplifier 
passband is dc to 10 Me, risetime is 35 nsec. Vertical 
deflection is calibrated in steps of 0.1, 0.2, 0.5, 1, 2, 5, 
10, 20, 50 v/div. When ac coupled, the low frequency 
3-db point is 2 cps direct or 0.2 cps with 1 OX Probe. 
An ac-coupled preamplifier switched in by the VOLTS/ 
DIV control provides three additional calibrated steps 
of 0.01, 0.02 and 0.05 v/div at a frequency response 
of 2 cycles to 1 0 Me, risetime 35 nsec. In addition, 
a 2V 2 -to-l vernier (uncalibrated) control provides for 
continuous adjustment from 0.01 v/div to 125 v/div. 

Calibration Accuracy — Internal adjustments are 
provided for setting the gain of the vertical amplifier. 
When these adjustments are accurately set with the 
VOLTS/DIV switch in the 0.1 v/div and 0.01 v/div posi- 
tions, the vertical deflection factor for any other posi- 
tion of the switch will be within 3% of the panel read- 
ing for that position. 

Input Impedance — 1 megohm paralleled by ap- 
proximately 40 pf. 

Delay Network — A signal delay of 0.25 /nsec is in- 
troduced by the balanced delay network. Permits ob- 
servation of the leading edge of the waveform that 
triggers the sweep. 

Probe — The vertical sensitivity of the Type 317 is re- 
duced by a factor of ten by use of the 10-x attenuator 
probe supplied with the instrument. The probe presents 
an input impedance of 10 megohms paralleled by ap- 
proximately 9.5 pf. 



HORIZONTAL-DEFLECTION SYSTEM 




Wide Sweep Range — A single knob is used to se- 
lect any of 22 calibrated sweep rates: 0.2, 0.5, 1, 2, 5, 
10, 20, 50 /xsec/div, 0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50 
msec/div, 0.1, 0.2, 0.5, 1, and 2 sec/div. In addition, 
a vernier (uncalibrated) control provides for continuous 
adjustment from 0.2 /xsec/div to 6 sec/div. Calibration 
accuracy of the 22 fixed sweep rates is within 3%. 

Sweep Magnifier — When the 5-x magnifier is 
switched in, calibrated sweep rates are read from the 
outer ring of numbers circling the TIME/DIV knob. The 
magnifier expands the normal sweep to fifty divisions, 
and the HORIZONTAL positioning control has sufficient 
range to display any ten divisions of the magnified 
sweep. Calibration accuracy is within 5% of the dis- 
played portion of the magnified sweep. 

DC-Coupled Unblanking — The unblanking wave- 
form is dc-coupled to the grid of the ert, assuring uni- 
form grid bias for all sweep and repetition rates. 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. 

Amplitude-Level Selection — Adjustable amplitude- 
level and stability controls provide for triggering the 
sweep at a selected amplitude level on the triggering 
waveform. Trigger source can be internal, external, or 
the line frequency, either ac-coupled or dc-coupled. The 
triggering point can be on either the rising or falling 
slope of the triggering waveform. 




Under daylight conditions, the trace is 
easily readable . . . even at low sweep- 
repetition rates on this portable Type 317. 



Preset Stability — Same as above, except the stabil- 
ity control is preset to the optimum triggering point and 
requires no readjustment. 
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Automatic Triggering Automatic level - seeking 

trigger circuit provides dependable triggering for most 
applications. One simple setting assures positive sweep- 
triggering by signals of widely differing amplitudes, 
shapes, and repetition rates. No trigger controls need 
be touched until a different type of operation is desired. 
Range of automatic operation is between 60 cycles and 
2 megacycles, approximately. In the absence of an in- 
put signal the sweep is automatically triggered at about 
a 50-cycle rate, providing a reference trace on the 
screen. 



High-Frequency Sync-^— Assures a steady display of 
sine-wave signals up to approximately 1 5 Me. Requires 
a signal large enough to cause a deflection of 0.2 div 
at 5 Me, 2 div at 15 Me, or an external signal of about 
2 v. 



Trigger Requirements An internal signal causing 

deflections of 0.2 div increasing to 2 div at 5 Me in AC 
MODE, 0.3 div increasing to 2 div at 5 Me in DC MODE, 
and 0.5 div increasing to 2 div at 2 Me in AUTO MODE, 
or an external signal of 0.5 v to 20 v. 



Horizontal Input Amplifier — DC-coupled external 
connection to the sweep amplifier is through a front- 
panel connector. Deflection factor is approximately 1 .4 
v/div. Frequency response is dc to 500 kc. 

OTHER CHARACTERISTICS 

Calibrator — A square wave calibration volfage is 
available through a front-panel coaxial connector. Elev- 
en fixed peak-to-peak voltages are provided: 0.05, 0.1, 
0.2, 0.5, 1, 2, 5, 10, 20, 50 and 100 volts. Accuracy is 
within 3%. Square-wave frequency is about 1 kc. 



Cathode-Ray Tube — A new Tektronix flat-faced 3 " 
cathode-ray tube with helical post-accelerating anode 
is used in the Type 317. Accelerating potential is 9 kv. 
A P31 phosphor is normally supplied. 



Illuminated Graticule — The edge-lighted graticule 
is divided into 8 vertical and 10 horizontal % " divi- 
sions. Illumination is controlled by a front-panel knob. 



Output Waveforms — A 20 v (approx.) positive- 
gate waveform of the same duration as the sweep, and 
a 1 50 v (approx.) positive-going sweep sawtooth 
waveform are available at front-panel connectors. 



Warning Indicators for Uncalibrated Settings — 

Separate front-panel neon lights indicate when the ver- 
tical-attenuator and sweep-rate controls are not in their 
calibrated positions. 



Regulated Power Supplies — Electronic regulation 
compensates for line-voltage and load variations be- 
tween 1 05 and 1 25 v, or 21 0 and 250 v. 




Power Requirement — 105v to 1 25 v or 210 v to 
250 v, 50 to 60.eps, typically 260 watts. Type 317 
MODI 01 operates on 50 to 400 cps supply, uses dc 
fan motor. 
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Unless otherwise specified, the instrument will be 
shipped wired for operation within the line-voltage 
range of 105 v to 125 v. The Type 317 can be ordered 
wired for operation on several nominal line voltages as 
follows: 



Nominal Line Voltage Operating Range 

(Figures taken at 60 cps) 





1 10 




99 


to 


117 


volts 




117 




105 


to 


125 


volts 




124 




1 1 1 


to 


132 


volts 




220 




198 


to 


235 


volts 




234 




210 


to 


250 


volts 




248 




223 


to 


265 


volts 


A decal 


on the 


transformer 


gives 


CO 


mplete instruc- 


tions for chc 


inging th 


e operating 


range 


• 






Cabinet 


Model 


— Dimensions are 


1 


2 % ,J 


high by 



8 5 /s " wide by 1 9 V 2 " deep. Net weight is 33 % pounds. 
Shipping weight is 47 pounds, approx. 

TYPE 317 (50 to 60 cps operation) $875 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — patch 
cord, 18 , BNC-to-BNC (012-0087-00); 1 — patch cord, 18", BNC- 
to-banana plug (012-0091-00); 1— post jack, BNC (01 2-0092-00); 

1 — 3-conductor power cord (161-0010-00); 1 — 3 to 2-wire adapter 
(103-0013-00); 1 — light filter (378-0509-00); 2 — instruction manual 
(070-0297-00). 

TYPE 317MOD101 (50 to 400 cps operation) .. $935 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — patch 
cord, 18", BNC-to-BNC (012-0087-00); 1— patch cord, 18", BNC- 
to-banana plug (012-0091-00); 1— post jack, BNC (012-0092-00); 

1 — -3-conductor power cord (161-0010-00); 1 — 3 to 2-wire adapter 
(103-0013-00); 1 — light filter (378-0509-00); 2 — instruction manual 
(070-0297-00). 

Rack-Mount Model — Dimensions are 7 " high by 
19" wide by 17-5/8" deep. The instrument mounts 
to the standard 19" rack on slide-out tracks and can be 
pulled forward, tilted, and locked in any of 7 positions 
for easy servicing. Net weight is 35 pounds. Shipping 
weight is 66 pounds, approx. 

For more mounting information, please refer to the 
catalog Mounting Dimension page. 

TYPE RM17 (50 to 60 cps operation) $950 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — patch 
cord, 18", BNC-to-BNC (012-0087-00); 1— patch cord, 18", BNC- 
to-banana plug (012-0091-00); 1— post jack, BNC (012-0092-00); 

1 — 3-conductor power cord (161-0010-00); 1 — 3 to 2-wire adapter 
(103-0013-00); 1 — light filter (378-0509-00); 1 — pair mounting tracks 
(351-0083-00); 2 — instruction manual (070-0297-00). 

TYPE RM 1 7MOD 1 0 1 ( 50 to 400 cps operation ) . $1010 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — patch 
cord, 18 ', BNC-to-BNC (012-0087-00); 1 — patch cord, 18", BNC- 
to-banana plug (012-0091-00); 1 — post jack, BNC (012-0092-00); 

1 — 3-conductor power cord (161-0010-00); 1 — 3 to 2-wire adapter 
(103-0013-00); 1 — light filter (378-0509-00); 1 — pair mounting tracks 
(351-0083-00); 2 — instruction manual (070-0297-00). 

SUPPORTING CRADLES 

When the RM17 or RM17MOD101 is mounted in a 
backless rack, these supporting cradles are necessary for 
rear-slide support. 

Order Part Number 040-0345-00 $11.45 

U. S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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The Type 321 A is an improved model of the Type 321, 
and is intended for applications where a completely port- 
able instrument is desired. 

The “A" version has extended the vertical amplifier 
passband from 5 Me to 6 Me, increased the trigger am- 
plifier passband, improved both vertical and horizontal 
linearity, changed the CRT filament to a lower power type 
for added operating time on batteries, and provided a 
power switch compatible with the power source versatility of 
the instrument. For the operator's convenience a low-battery 
indicator light has been added to the front panel. This light 
will also indicate if an external dc source voltage or line 
voltage is too low. 

Small size and low weight make the Type 321 A Oscil- 
loscope truly portable. It is capable of operating on its own 
internal battery pack, on the dc systems on boats, airplanes, 
cars, etc., or from an ac line. 



CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY — 0.01 v/div to 20 v/div, DC 

coupled. 

PASSBAND — DC to at least 6 Me. 

INPUT IMPEDANCE — 1 megohm paralleled by approx. 

35 pf. 

HORIZONTAL 

CALIBRATED SWEEP RATES — 0.5 /xsec/div to 0.5 sec/div. 

SWEEP MAGNIFIER — 5X, extends sweep rate to 0.1 /x sec/ 

div. 

TRIGGER REQUIREMENTS — Internal: AC, DC, Auto — 0.2 

major div. display at 1 kc 
increasing to 1 major div. 
display at 6 Me. 

External: AC, DC, Auto — 1 v 
peak-to-peak at 1 kc in- 
creasing to 3 v peak-to- 
peak at 6 Me. 

EXTERNAL INPUT— Sensitivity: With 5X MAG on, 1 v/div 

±10%. 

Bandwidth: DC to at least 1 Me. 

Impedance: 100 k paralleled by ap- 
prox. 30 pf. 



( a in °) 
\$rs£/ 
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CRT 

DISPLAY AREA — 6x 10 div. Each div equal to V 4 inch. 

ACCELERATING POTENTIAL — 4 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 500-mv square wave peak- 
to-peak and internal 40-mv square wave peak-to-peak 
at approx. 2 kc. 

POWER REQUIREMENTS— Approx. 700 ma from 10 size 
D batteries or a dc supply of 1 1 .5 v to 35 v. Approx. 
20 watts from an ac supply of 1 1 5 v ±10% or 230 v 
±10%, 50-800 cycles. 



VERTICAL-DEFLECTION SYSTEM 

FREQUENCY SPECIFICATIONS are at 3-db down. 

DC COUPLED VERTICAL AMPLIFIER has a main vertical 
passband of dc to 6 Me. Vertical deflection is calibrated in 
11 steps from 0.01 to 20v/div in a 1, 2, 5, sequence. A vernier 
control provides for continuously variable adjustment from 
0.01 v/div to 50v/div, uncalibrated. In addition, the fully- 
clockwise position of the VOLTS/DIV switch marked CAL 4 
DIV, allows observation of an internally-coupled 40-mv peak- 
to-peak square-wave signal. 

CALIBRATION ACCURACY is adjusted internally for set- 
ting the gain of the vertical amplifier. When this adjustment 
is set, the vertical deflection factor is within 3% for any v/div 
switch position. 

INPUT IMPEDANCE is 1 megohm paralleled by approxi- 
mately 35 pf. 

MAXIMUM INPUT VOLTAGE RATING is 600 volts com- 
bined dc and ac peak. 

PROBE providing 10X attenuation is supplied with the in- 
strument and presents an input impedance of 10 megohms 
paralleled by approximately 8.5 pf. The probe reduces the 
vertical sensitivity by a factor of ten. 

HORIZONTAL-DEFLECTION SYSTEM 

SWEEP RATE is calibrated in 19 steps from 0.5 /xsec/div 
to 0.5 sec/div in a 1, 2, 5, sequence. A vernier control pro- 
vides for continuously variable adjustment from 0.5 /xsec/div 
to approximately 1.5 sec/div, uncalibrated. Accuracy of 19 
fixed sweep rates is within 3%. 

DC COUPLED UNBLANKING provides uniform brightness 
at all sweep rates. 

TRIGGERING FACILITIES provide for complete manual con- 
trol or fully-automatic triggering. 

AMPLITUDE-LEVEL SELECTION is accomplished with ad- 
justable amplitude-level and stability controls for triggering 
the sweep at a selected amplitude level on the triggering 
waveform. Trigger source can. be internal or external, ac- 
coupled or dc-coupled. Trigger point can occur anywhere on 
the rising slope or falling slope of the triggering waveform. 



321A 

AUTOMATIC TRIGGERING is provided by an automatic 
level-seeking trigger circuit which is useful for triggering above 
50 cycles. The sweep is triggered automatically at about a 
50-cycle rate in the absence of an input signal to provide 
a convenient reference trace on the screen. 

TRIGGER REQUIREMENTS for internal triggering: a signal 
large enough to produce 0.2 major divisions of vertical de- 
flection at 1 kc is required, increasing to 1 major division of 
vertical deflection at 6 Me. For external triggering: a signal 
of 1 v peak-to-peak at 1 kc is required, increasing to 3 v peak- 
to-peak at 6 Me. 

HORIZONTAL INPUT is provided by a dc-coupled external 
connection to the sweep amplifier through a front-panel con- 
nector. Passband is dc to at least 1 Me. The horizontal de- 
flection factor is 1 v/div ±10% with the 5X MAG on. Input 
impedance is 100 kilohms ±10% paralleled by approximately 
30 pf. 



OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides a 500 mv peak-to-peak 
square-wave voltage through a front-panel connector, in ad- 
dition, an internally coupled 40-mv peak-to-peak square-wave 
voltage is available in the fully clockwise position (CAL 4 DIV) 
of the VOLTS/DIV switch. Accuracy is within 3%. Frequency 
of the square wave is approximately 2 kc. 

INTENSITY MODULATION of the cathode-ray tube dis- 
play is provided by an external signal connected to the ert 
grid terminal on the back panel of the oscilloscope. A neg- 
ative signal of approximately 30 volts peak is required to 
cut off the beam from maximum brightness. Less voltage is 
required with low intensity settings. 

CATHODE-RAY TUBE is a Tektronix flat-faced, 3-inch post 
accelerator cathode-ray tube which provides a bright trace and 
utilizes low heater power. Accelerating potential is 4 kv. De- 
flection blanking of the beam is used. A P31 phosphor is 
normally supplied. 

ILLUMINATED GRATICULE is edge lighted. Adjustment 
is provided by the SCALE ILLUM control when operating from 
an ac line only. Display area of the graticule is marked 
in six vertical and ten horizontal one-fourth inch major divi- 
sions. Centerlines are marked in five minor divisions per major 
division. 

ELECTRONICALLY REGULATED DC POWER SUPPLY insures 
stable operation over line variations between 11.5 to 35 volts 
dc or 115 volts ±10% or 230 volts rms ±10%, 50 to 800 
cycles. 

POWER REQUIREMENTS are satisfied either from ten size 
D flashlight cells (approximately y 2 hour continuous operation, 
more on intermittent operation); from ten size D alkaline cells, 
such as Eveready E95, Burgess Al-2, or Mallory MN-1300 
(approximately 2y 2 hours continuous operation), or from ten 
size D NiCd rechargeable cells (up to 5 hours continuous 
operation depending on type used). 

The current drain on external dc or on internal batteries 
is approximately 700 ma regardless of supply voltage. The 
power consumption from any ac source is approximately 20 
watts. A thermal cutout protects the instrument against opera- 
tion at temperatures in excess of about 55°C. 
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BATTERY CHARGER is built-in and provides two different 
charging currents to the internal batteries, or no charging 
current in the case of dry cells. The mode is selected with an 
internal switch. A 4-position front-panel switch provides for 
operation from external ac or dc, or from the internal bat- 
teries. It also provides a trickle charge or a full charge to 
the internal batteries when the instrument is turned off but 
is connected to the ac line. 

DIMENSIONS are 8 V 4 " high by 5 3 / 4 " wide by 16" deep. 

NET WEIGHT is 14 pounds without batteries, 16 pounds 
with batteries. 

SHIPPING WEIGHTS are approx. 22 pounds without bat- 
teries and 26 pounds with batteries. 

TYPE 321 A OSCILLOSCOPE (without batteries) $900 

Each instrument includes: 1 — P6006 probe (010-0127-00); 2 — patch 
cord, 18”, BNC-to-banana plug (012-0091-00); 1 — dc power cord (161- 
0016-00); 1 — 3-conductor ac power cord (161-0015-00); 1 — 3 to 2- 
wire adapter (103-0013-00); 1 — light filter (378-0547-00); 2 — instruction 
manual (070-0425-00). 



Set of ten rechargeable NiCd cells will operate the Type 
321 A for approximately 5 hours. 

Order 10 — Part Number 146-0005-00, $9.15 each 

Total $91.50 

CARRYING CASE 

Attractive carrying case for the Type 321 A provides in- 
transit protection as well as a convenient accessory storage 
compartment. 

Order Part Number 016-0026-00 $30 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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INDICATOR UNIT Type 










Vertical-Deflection System 

Frequency Response — dc to 500 kc. 

Sensitivity — 

0.05 volts/div to 50 volts/div. 

4 calibrated steps. 

Continuously variable between steps, and to ap- 
proximately 500 volts/div. 

Maximum Input Voltage — 

600 volts (dc plus peak ac). 

Horizontal-Deflection System 

Waveforms Required — 

Positive or negative-going sawtooth, 110 to 150 
volts excursion within the limits of — 95 volts to 
+ 1 70 volts. 

Gate, 45 to 75 volts positive same duration as the 
sawtooth. 

Frequency Response — dc to 100 kc. 

Power Requirements — 

DC Power 

+ 300 volts at 20 ma (unregulated) 

+ 225 volts at 35 ma (regulated) 

— 170 volts at 23 ma (regulated). 

AC Power 

6.3 volts at 3.5 amps. 





The Type 360 Indicator Unit in combination with the 
Type 160-Series Instruments becomes an integral build- 
ing block in a complex sequence control and monitor- 
ing system. 



The compact indicator contains a flat-faced, 3-inch 
cathode-ray tube, accelerating-voltage supply, hori- 
zontal amplifier, vertical amplifier and a calibrated 
vertical attenuator, among other features. It is designed 
to receive its sweep and unblanking voltages from a 
Type 162 Waveform Generator. 



Any source of proper voltage and waveforms can 
power the indicator. The Type 1 60A Power Supply is 
recommended for applications that require a compact 
rack-mounted combination. In system use, up to 5 
Type 360 Indicator Units can operate from a single 
Type 1 60A Power Supply. 




VERTICAL-DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 



DC-Coupled Amplifier — Main vertical passband is 
dc to 500 kc. Frequency-compensated rc attenuators 
are switched into the amplifier input circuit by the 
VOLTS/DIV switch. Two attenuators are used singly or 
cascaded to produce four calibrated sensitivities in 
steps of 0.05, 0.5, 5, and 50 volts/div. A vernier con- 
trol provides for continuously variable adjustment be- 
tween steps, and to approximately 500 volts/div. 



Signal Input — A front-panel coaxial connector is 
provided for the input signal. Input impedance is 1 
megohm paralleled by approximately 40 pf. 

AC-DC Switches — A toggle switch is provided to 
insert or remove coupling capacitor for ac-coupled or 
dc-coupled operation. 

Probe — One low-capacitance probe is supplied with 
the indicator. It provides an additional ten-times at- 
tenuation and reduces the loading on the circuit under 
test. 



Vertical Gain — A screwdriver front-panel adjust- 
ment is provided to calibrate the gain of the vertical 
amplifier. 



(°- IN O) 
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HORIZONTAL-DEFLECTION SYSTEM 

The Type 162 Waveform Generator, any Tektronix 
oscilloscope that has gate and sweep voltages avail- 
able at the front panel, or any other source of proper 
waveforms at the necessary dc levels, is required to 
supply the waveforms for the horizontal deflection 
system. 

Input Waveforms — The horizontal amplifier will 
accommodate either a positive-going or a negative- 
going sawtooth and the total sawtooth excursion and 
dc level can vary within limits. The minimum sawtooth 
excursion is about 110 volts, and the excursion must be 
within the range of — 95 volts to +170 volts. The 
maximum practical sawtooth excursion is about 150 
volts, and the excursion must be within the range of 
— 90 volts to +160 volts. Necessary for unblanking 
is a 50-volt positive pulse with the same duration as the 
sweep waveform. 

Horizontal Calibration — A screwdriver front-panel 
adjustment is provided to calibrate the sweep. 

OTHER CHARACTERISTICS 

Cathode-Ray Tube — A flat-faced, 3-inch cathode- 
ray tube provides a bright trace. Accelerating potential 
is 1.5 kv. A P2 phosphor is normally supplied. 



DC-Coupled Unblanking — The external unblank- 
ing waveform, dc-coupled to the grid of the crt, as- 
sures uniform bias for all sweep speeds and repetition 
rates at any setting of the intensity control. 

Illuminated Graticule — Edge-lighting of the grati- 
cule is adjusted by the SCALE ILLUM. control. Display 
area of the graticule is marked in eight vertical and ten 
horizontal one-fourth inch major divisions. Centerlines 
are further marked in five minor divisions per major 
division. 

Positioning Controls — Separate knobs for verti- 
cal and horizontal positioning are provided on con- 
centric controls. 

Mounting — The Type 360 Indicator Unit and up to 
3 Type 160 Series Instruments can be secured quickly 
and easily to a Mounting Frame which bolts directly to 
a standard 1 9" rack. 

Mechanical Specifications — Dimensions are 1 2 Vt " 

high by 4 Vs " wide by 14" deep. Net weight is 10 
pounds. Shipping weight is 17 pounds, approx. 



TYPE 360 INDICATOR $270 

Each instrument includes: 1 — P6006 probe (010-0125-00), 1 — inter- 
unit power cable (012-0016-00), 1 — green filter (378-0509-00), 

1 set — mounting hardware, 1 — instruction manual (070-0220-00). 




SEQUENCE CONTROL and MONITORING SYSTEM 




This system consists of the Tektronix Type 160-Series 
Instruments. In conjunction with the Type 360 Indicator 
Unit, the system fits a wide variety of applications, in- 
cluding nerve stimulation, component testing, and data 
recording. 

The Type 360 Indicator Unit and Type 160-Series In- 
struments can be secured quickly and easily to a Mount- 
ing Frame which bolts to a standard 19" rack. 



TYPE 1 60A POWER SUPPLY $190 

TYPE 161 PULSE GENERATOR $130 

TYPE 162 WAVEFORM GENERATOR $130 

TYPE 163 FAST-RISE PULSE GENERATOR $130 



MOUNTING FRAME (Order Part Number 014-0002-00) $7 

See appropriate catalog pages for complete informa- 
tion on Type 160-Series Instruments. 

U. S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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The Type 422 is a HIGH-PERFORMANCE, dual-trace instru- 
ment especially designed for operating convenience. It packs 
more all-around performance in less space than any comparable 
oscilloscope. It WEIGHS LESS THAN 21 POUNDS, including 
covers and accessories, and its SMALL SIZE permits easy carry- 
ing. It also requires very little storage space, facilitating 
transportation. It's a HARD-TO-BEAT instrument in an EASY- 
TO-CARRY package! 

This instrument is RUGGEDLY CONSTRUCTED and will handle 
shocks, vibrations, and extreme temperatures often encountered 
in industrial environments, transit and storage. It is ideally 
suited for use in crowded areas such as might be found in labo- 
ratories, computer rooms and others. Its PORTABILITY enhances 
its use on shipboard, aviation flight lines and at remote com- 
munication repeater stalions. It finds application in research 
under adverse field conditions, such as geophysics, meteorology 
and oceanography. 

The Type 422 is constructed to the same high quality stand- 
ards built into all Tektronix Oscilloscopes. Advanced design, 
careful manufacture and world-wide field engineering support 
assure top value in this widely versatile instrument. 

The Type 422 features a 15-Mc, 23-NSEC RISETIME for both 
channels. There are 11 CALIBRATED INPUT SENSITIVITIES, 
ranging from lOmv/div to 20 v/div. Accuracy is ±3%. Chan- 
nel 2 has 10X gain (AC only) for 1 mv/div sensitivity at a 
bandwidth of 5 cps to 5 Me, 70-nsec risetime. 




The horizontal sweep system covers a range of 0.5 ^aSEC/DIV 
TO 0.5 SEC/DIV, in 19 calibrated rates. Accuracy is ±3% (5% 
on 10X magnifier). Full-range triggering to 15 Me is featured. 
An AMPLIFIER FOR EXTERNAL HORIZONTAL INPUTS is incor- 
porated into the instrument. 

The new Tektronix 4-inch ert is rectangular and gives an 
8 x 1 0-div display area. It has an ILLUMINATED INTERNAL 
GRATICULE. The display is sharp and bright, even under high 
ambient light conditions. 

There are two models available. One operates on AC; the 
other on AC or DC, with an optional battery pack for com- 
pletely portable operation. The power-on light blinks when 
batteries are low. The CARRYING HANDLE ADJUSTS for 
various tilt positions. The front cover serves as an accessory and 
storage case. 
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VERTICAL DEFLECTION SYSTEM 




FREQUENCY RESPONSE AND RISETIME 

DC to 15 Me, each channel; 23-nsec risetime. AC or de- 
coupled. 5 cps to 5 Me, 70-nsec risetime, on 10X gain (chan- 
nel 2). 

SENSITIVITY 

lOmv/div to 20 v/div in 11 calibrated steps (each channel). 
Sensitivity extended to 1 mv/div in 10X position. 2.5:1 vernier 
allows continuous range (uncalibrated) between steps and 
extends range (uncalibrated) to 50 v/div. Neon light indicates 
uncalibrated setting of sensitivity. Accuracy is within ±3% 
of indicated deflection; within ±7.5% on 10X ac gain. 

INPUT RC 

1 megohm paralleled by approx. 30 pf. Channel 1 and 2 
time constants matched to within 1%. 

MAXIMUM INPUT VOLTAGE 

300 v combined dc and peak ac. 

OPERATING MODES 

Channel 1 only; Channel 2 only; Channels 1 and 2 added 
algebraically; dual-trace chopped; dual-trace alternate. Chop- 
ping rate is lOOkc. Channel 2 has polarity inversion. Com- 
mon-mode rejection ratio is 100:1 at 50 kc, with optimized 
gain setting. Between channel isolation is 100,000 to 1, or 
greater, at 1 kc, with a 500-v test signal. 

DELAY LINE 

Approx. 150 nsec. 

HORIZONTAL DEFLECTION SYSTEM 

SWEEP RATES 

0.5 /xsec/div to 0.5 sec/div, in 19 calibrated rates. Accuracy 
is within ±3%. 2.5:1 vernier gives variable and continuous 
sweep rates, uncalibrated, between steps. It also extends 
slowest sweep rates to 1.25 sec/div, uncalibrated. Neon light 
indicates uncalibrated sweep settings. 10X magnifier extends 
all sweep rates, with fastest extended to 0.005 ^isec/div; 
accuracy is within ±5%. 
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EXTERNAL HORIZONTAL INPUTS 

lOv/div (1 v/div on 10X mag); uncalibrated. 10:1 attenuator; 
uncalibrated. DC to 500 kc (10X mag). Input RC is 300 k 
paralleled by approx. 35 pf. 



TRIGGERING SYSTEM 



MODE 


TRIGGER SENSITIVITY 
INTERNAL 


DC 


0.2 div up to 5 Me, increasing to 1 div at 
15 Me. 


AC 


0.2 div up to 5 Me, increasing to 1 div at 
15 Me. Low frequency response 30% 
down at approx. 25 cps. 


AUTOMATIC 


0.8 div from 50 cps to 4 Me, increasing to 
2.5 div at 1 5 Me. 


AC LOW FREQ 
REJECT 


0.2 div up to 5 Me, increasing to 1 div at 
15 Me. Low frequency response 30% 
down at approx. 25 cps. 




EXTERNAL 


DC 


1 25 mv up to 5 Me, increasinq to 0.6 v at 
15 Me. 


AC 


1 25 mv up to 5 Me, increasing to 0.6 v at 
15 Me. Low frequency response 30% 
down at approx. 25 cps. 


AUTOMATIC 


0.6 v from 50 cps to 7 Me, increasing to 
1 .2 v at 15 Me. 


AC LOW FREQ 
REJECT 


0.2 div up to 5 Me, increasing to 1 div at 
15 Me. Low frequency response 30% 
down at approx. 25 cps. 



MISCELLANEOUS 

FRONT-PANEL OUTPUTS 

Amplitude Calibrator: 1 -kc square wave, negative-going. 

Provides 0.2 v, internally, ±0.7%, and 2 v, ±2.7%, at Probe 
Cal jack on front panel. 

Gate Signal: Rectangular pulse, negative-going; 0.5 v mini- 
mum, duration same as sweep. Approx. 600-ohm source re- 
sistance. 



TEKTRONIX CRT 

Rectangular, 4-inch, with 0.8-cm divisions; 8xl0-div display 
area. Illuminated internal graticule. 6-kv accelerating 
potential. External blanking, dc-coupled. Phosphor is P31. 

MECHANICAL 

NET WEIGHT: ac model — 22 lbs; ac-dc model — 22 lbs, 6 oz. 
Shipping Weight: (Including accessories, manuals, and pack- 
aging) ac model — 28 lbs; ac-dc model — 28 lbs, 6 oz., with- 
out batteries (with batteries: 35 lbs, 12 oz). Overall height, 
including feet: 7 Vs ,7 . Overall width, including handle: 10". 
Length, including rear feet and front-panel knobs: 14". (To 
front of panel cover: 16".) To front edge of carrying handle, 
in forward position: 17 4/5”. (With ac/dc Power Supply, 
add 2.5" to length measurements.) 




ENVIRONMENTAL FEATURES— AC MODEL 



Temperature: 

Altitude: 

Humidity: 



Operating: — 15°C to +55°C. 
Non-operating: — 55°C to +75°C. 
Operating: 15,000 ft., maximum. 
Non-operating: 50,000 ft., maximum. 
Non-operating: Meets electrical performance 
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specification after exposure to five cycles 
(120 hrs.) of MIL-STD-202B, Method 106A 
(omit freezing and vibration, and allow a 
24-hr. post-test drying period at room am- 
bient conditions of 25, ±5°C and 20 to 80% 
relative humidity). 

Vibration: Operating: 0.025" pk-to-pk displacement 

(3.9 g's at 55 cps) 10-55-10 cps. 

Shock: Operating: 20 g's, V 2 sine, 1 1 -msec duration, 

12 shocks total. 

Non-operating: 60 g’s, V 2 sine, 11 -msec 

duration, 6 shocks total. 

RFI Test: Radiated broadband 14kc-1000 Mc. Con- 

ducted broadband 1 50 kc- 25 Me. Per Mil-I- 
61 81 D and Mil-l-1 691 0A. (All tests with Mesh 
filter installed). 

Transportation: Nat'l Safe Transit, 1 hour at 1 g. Package 
drop test: 30" drops on all corners, edges, 
flat surfaces; total of 10 drops. 

ENVIRONMENTAL FEATURES— AC/DC MODEL, with bat- 
teries 

Same as AC MODEL, except, 

Temperature: Operating: — 15°C to ±40°C 

Non-operating: — 40°C to +60°C 
Humidity: With batteries, derate temperature to 60° C. 

POWER REQUIREMENTS 

AC Model: 1 1 5 v or 230 v ±10%, 50 to 400 cps, ±10%. 
Requires approx. 40 watts. 

AC/DC Model: AC mode: 1 1 5 v or 230 v ±20% 50-60 cps. 
DC mode: 1 1 .5 v — 35 v, approx. 23 watts (CONSTANT 
POWER — 2 amps max, 650 ma min). Accepts 24 v battery 
pack, listed below. 

TYPE 422 OSCILLOSCOPE (AC MODEL) $1325 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — patch 

cord, BNC to BNC (01 2-0084-00); 1— jack, BNC to post (01 2-0092-00); 

1 — ring, ornamental (354-0248-00); 1 — filter, light, graticule, smoke 
gray (378-0549-00); 1 — plate, protector, clear, CRT (386-0118-00); 1 — 
mesh filter, installed (378-0571-00); 1 — ac power supply (01 6-0072-00); 

1 — adapter, 3 to 2-wire (103-0013-00); 1 — power cord, 117 v, 3 con- 
ductor right-angle, female w/straight male plug (161-0024-00); 2 — 
instruction manual, for ac supply (070-0471 -00); 2 — instruction manual, 
for Type 422 (070-0434-00). 

TYPE 422 OSCILLOSCOPE (AC/DC MODEL) .... $1625 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — patch 

cord, BNC to BNC (012-0084-00); 1— jack, BNC to post (01 2-0092-00); 

1 — ring, ornamental (354-0248-00); 1 — filter, light, graticule, smoke 
gray (378-0549-00); 1 — plate, protector, clear, CRT (386-0118-00); 1 — 
mesh filter installed (378-0571 -00); 1 — ac/dc power supply (016-0073- 
00; 1 — adapter, 3 to 2-wire (103-0013-00); 1 — power cord, 3-wire ac 
w/female connector and male plug (161-0015-00); 1 — power cord, 
3-wire dc w/female connector (161-0016-00); 2— instruction manual 
for ac/dc power supply (070-0471 -00); 2 — instruction manual, for Type 
422 (070-0434-00). 

BATTERY PACK for Type 422 AC/DC POWER SUPPLY . . . 

$125 

Order Part No. 016-0066-00. Provides 24 volts; rechargeable 
internally from ac line. Powers the Type 422 Oscilloscope for 
approximately 4 hours. 

AC/DC POWER SUPPLY. Order Part No. 016-0073-00 . . 

$525 

Each supply includes: 1 — adapter, 3-wire to 2-wire ( 1 03-001 3-00); 

1 — power cord, 3-wire AC w/female connector and male plug (161- 
0015-00); 1 — power cord, 3-wire DC w/female connector (161-0016- 
00); 2 — instruction manual (070-0471 -00) . 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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2 IDENTICAL VERTICAL AMPLIFIERS 

DIFFERENTIAL INPUT AT ALL SENSITIVITIES 

X-Y CURVE TRACING WITH 1 OR 2 BEAMS 

SINGLE SWEEP OPERATION 
BEAM FINDERS 

The new Tektronix Type 502A and RM 502A retains the 
popular dual-beam design of the Type 502, and adds these 
extremely useful features: 100/xv/cm sensitivity, single- 

sweep operation, variable sensitivity and sweep-time con- 
trols, intensity balance, beam finders, and other refine- 
ments. 



CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 1 00 /xv/cm to 20 v/cm. 
PASSBAND — DC to 50 kc thru 1 Me. 

COMMON-MODE REJECTION — Up to 40,000 to 1. 
PHASE DIFFERENCE— Less than 5 degrees, at — 3 db. 
INPUT — 1 megohm, 47 pf. 

HORIZONTAL 

CALIBRATED SWEEP RANGE — 1 ^sec/cm to 5 sec/cm. 
SWEEP MAGNIFIER— X2, X5, X10, X20; 3% accuracy 
to 1 jiisec/cm. 

TRIGGER REQUIREMENTS — Internal: 2 mm or greater. 

External: 0.2 to 1 0 v. 

EXTERNAL INPUT— 0.1, 0.2, 0.5, 1 and 2 v/cm. 

CRT 

DISPLAY AREA — 8x10 cm (each beam). 

ACCELERATING VOLTAGE— 3 kv. 

OTHER CHARACTERISTICS 
AMPLITUDE CALIBRATOR — 0.5 mv to 50 v, 1-kc square 
wave. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
305 watts, maximum. 
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APPLICATIONS 

Here are just a few of the many possible uses for this 
versatile new oscilloscope-. 

1. Compare and measure the waveforms at two points in a 
circuit simultaneously. 

2. Compare and measure the outputs of two transducers on 
the same time base. 

3. Display X-Y curves with one or both beams in a variety 
of applications. 

4. Plot one transducer output against another — pressure 
against volume or temperature, for instance. 

5. Compare and measure stimulus and reaction on the 
same time base. 

6. Use the differential-input feature for cancellation of 
common-mode signals, and to eliminate the need for a 
common terminal, in both single and dual displays. 

7. Measure phase angles and frequency differences. 



VERTICAL DEFLECTION SYSTEMS 

IDENTICAL VERTICAL AMPLIFIERS provide an accurate 
means of displaying dual-beam waveforms on a linear time 
base, single-beam X-Y curves at up to 100 /xv/cm sensitivity, 
or dual-beam X-Y curves at up to 0.1 v/cm sensitivity. 

CALIBRATED SENSITIVITY from 100 /xv/cm to 20 v/cm is 
in 17 calibrated steps with 1-2-5 sequence, and accurate 
within 3% of panel reading. Variable controls permit con- 
tinuous adjustment uncalibrated from 100 /xv/cm to approxi- 
mately 50 v/cm. 

PASSBANDS are dc to 50 kc at 100 /xv/cm, increasing to 
dc to 100 kc at 200 /xv/cm, dc to 200 kc at 1 mv/cm, dc to 
400 kc at 50 mv/cm, and dc to 1 Me at 0.2 v/cm. Passbands 
at lower sensitivities are dc to 300 kc at 0.5 v/cm and 5 v/cm, 
dc to 500 kc at 1 v/cm and 10 v/cm, dc to 1 Me at 2 v/cm 
and 20 v/ cm. 

DIFFERENTIAL INPUT provides an effective means of elim- 
inating unwanted common-mode signals. Common-mode re- 
jection ratios vary according to sensitivity and frequency, and 
are measured using a direct-coupled sinewave. Common-mode 
signals should not exceed 2 v pk-to-pk at the input grid. With 
a 1 -kc sinewave, rejection ratios are 40,000:1 at 0.1 mv/cm, 
20,000:1 at 0.2 mv/cm, 100:1 at 0.2 v/cm, and 50:1 at 5 v/cm. 
Rejection ratios at higher frequencies are 2000:1 at 50 kc with 
0.1 mv/cm sensitivity, 1000:1 at 100 kc with 0.2 mv/cm sensitiv- 
ity, and 50.1 at 400 kc with 0.2 v/cm sensitivity. Measurements 
are made with a common signal applied to both A and B 
inputs. 
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AC or DC COUPLING, or inversion of the signal to the 
oscilloscope, is controlled from the front panel. An inverted 
display on one beam is sometimes desirable in comparison 
measurements. With ac-coupling, the low-frequency 3-db point 
is 2 cps direct or 0.2 cps with 1 OX probe. 

INPUT IMPEDANCE is 1 megohm paralleled by 47 pf. 

PASSIVE PROBES supplied with the Type 502A and RM502A 
reduce loading on the circuit under test and attenuate the signal 
by a factor of 10. Input impedance becomes 10 megohms 
paralleled by approximately 9.5 pf. 

HORIZONTAL-DEFLECTION SYSTEM 

SWEEP RANGE from 1 /xsec/cm to 5 sec/cm is in 21 cali- 
brated steps with 1-2-5 sequence and is accurate within 3% 
of panel reading. Sweep rate is continuously variable un- 
calibrated from 1 /xsec/cm to over 12 sec/cm. Sweep rate se- 
lected deflects both beams simultaneously. 

SWEEP MAGNIFIER expands the center portion of the 
normal sweep to fill 10 cm. X2, X5, XI 0, or X20 magnifica- 
tion is available. When the magnified sweep does not ex- 
ceed the maximum calibrated rate of 1 /xsec/cm, accuracy 
is within 5% of the displayed portion of the magnified sweep. 

A panel light indicates when the maximum calibrated rate is 
being exceeded, or sweep rate variable is in use. 

SINGLE SWEEP OPERATION facilitates photographic re- 
cording of waveforms. Lockout-reset circuitry provides for one- 
shot recording. After a single sweep is triggered, the sweep 
circuit is automatically locked out until manually reset. When 
reset, the sweep will fire on the next trigger received, then 
automatically lock out until reset or returned to normal opera- 
tion. 



Dual-beam presentation of electrocardiograni 
vs. heart sounds (upper beam is ECG, lower 
beam is heart sound). Heart sound was picked 
up by microphone taped to chest. 
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Comparison of input and output waveforms. 
Lower trace is result of passing upper wave- 
form through an integrating network. Lower 
trace is inverted. 



X-Y OPERATION 

SINGLE BEAM X-Y CURVE TRACING at equal horizontal 
and vertical sensitivities can be accomplished when the upper- 
beam vertical amplifier is switched to the crt horizontal-deflec- 
tion plates. A panel light indicates when the upper-beam 
amplifier is connected in this manner. The full lOO/xv/cm 
sensitivity can be used with either single-ended or differential 
input. 

PHASE DIFFERENCE between vertical amplifiers, when both 
are set at equal sensitivities, is typically less than 5 degrees 
up to the specified 3-db point. 

DUAL-BEAM X-Y CURVE TRACING can be accomplished 
when a signal source is applied to the external horizontal 
amplifier. Horizontal deflection is calibrated in steps of 0.1, 
0.2, 0.5, 1, and 2 v/cm, and is accurate within 5%. 

TRIGGER 

AUTOMATIC OPERATION assures positive sweep trig- 
gering by signals of different amplitudes, shapes, and repeti- 
tion rates. In the absence of an input signal, automatic trig- 
gering occurs at about a 50-cps rate to provide a convenient 
reference trace. 

RECURRENT OPERATION provides a convenient reference 
at a frequency dependent on the sweep time per centimeter. 

TRIGGER LEVEL is adjustable to allow sweep triggering at 
any selected point on either the rising or falling portion of the 
waveform. 

SOURCE can be internal from either amplifier (2-mm deflec- 
tion), external (0.2 v to 10 v), or line, and can be ac or dc 
coupled. 



CRT AND DISPLAY FEATURES 

TEKTRONIX 5" CRT is a dual-gun tube with two pairs of 
vertical and one pair of horizontal-deflection plates. A P2 
phosphor is normally supplied. Accelerating potential is 3 kv. 
Display area for each beam is 8 cm by 10 cm. Beams overlap 
in the center 6-cm vertical area. 

CRT CONTROLS include a separate focus adjustment for 
each beam, a common intensity control, and an intensity 
balance. The balance control provides an effective method of 
identifying upper and lower beams, especially when they are 
superimposed for comparison. 

PUSH-BUTTON BEAM FINDERS indicate the relative posi- 
tion of the trace when it is deflected off the crt screen. This 
feature is especially useful at the higher sensitivities. 

ILLUMINATED GRATICULE with variable edge lighting is 
accurately ruled in centimeter squares. Viewing area is 10 by 
10 centimeters. Vertical centerline and horizontal centerlines 
for each beam are further marked in 5 minor divisions per cm. 



OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides 6 square-wave voltages 
at the front panel. Peak-to-peak amplitude is 0.5 mv, 5 mv, 
50 mv, 0.5 v, 5 v or 50 v, and is accurate within 3%. Frequency 
is about 1 kc. 

ELECTRONICALLY-REGULATED DC SUPPLIES insure stable 
operation between 105 and 125 volts, or 210 and 250 volts. 
Input stage dc heaters of both vertical amplifiers are transistor 
regulated. 

POWER REQUIREMENT is 105 to 125 volts, or 210 to 250 
volts, 50 to 60 cps, typically 280 watts. 

CABINET MODEL dimensions are IS 3 //' high by 1 1 V 2 7/ 
wide by 23 3 / 4 " deep. Net weight is 60 pounds. Shipping 
weight is 65 pounds, approximately. 

RACK MOUNT MODEL dimensions are 12 1 /," high by 
19" wide by 22 3 / 4 " deep. Net weight is 58 V 2 pounds. Ship- 
ping weight is 86 pounds approximately. Instrument mounts 
on tilt-lock slide-out tracks to a standard 19" rack. 

TYPE 502A OSCILLOSCOPE $1050 

Each instrument includes: 2 — P6006 probe (010-0125-00); 1 — Test lead 
(012-0031-00); 2 — A510 binding post adapter (013-0004-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161-0010- 
00); 1 — Polarized light filter (378-0539-00); 2 — Instruction Manual (070- 
0382-00). 

TYPE RM502A OSCILLOSCOPE $1150 

Each instrument includes: 2 — P6006 probe (010-0125-00); 1 — Test lead 
(012-0031-00); 2 — A510 binding post adapter (013-0004-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conducfor power cord (161-0010- 
00); 1 — Polarized light filter (378-0539-00); 1 — Pr. Mounting tracks 
351-0085-00); 1 — Set mounting hardware; 2 — Instruction Manual 
(070-0382-00). 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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IDENTICAL VERTICAL & HORIZONTAL AMPLIFIERS 
DIFFERENTIAL INPUT AT ALL SENSITIVITIES 
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ELECTRONICALLY-REGULATED DC SUPPLIES 
COMPACT CABINET OR RACK-MOUNT MODELS 



CHARACTERISTIC SUMMARY 

VERTICAL & HORIZONTAL 
CALIBRATED SENSITIVITY— 1 mv/cm to 20 v/cm. 
PASSBAND— DC to 450 kc. 

COMMON-MODE REJECTION — 100:1 at 1 mv/cm sen- 
sitivity. Up to 50 kc, 4 v p-p, max. 

INPUT — 1 megohm, 47 pf. 

SWEEP GENERATOR 

CALIBRATED SWEEP RANGE — 1 ( asec/cm to 5 sec/cm. 
SWEEP MAGNIFIER — X2, X5, XI 0, X20 X50. 

TRIGGER REQUIREMENTS — Internal: 0.5-cm deflection. 

External: 0.5 to 1 0 v. 

CRT 

DISPLAY AREA— 8 x 10 cm. 

ACCELERATING VOLTAGE— 3 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 5 mv and 0.5 v, 300 to 500- 
cps square wave. 

POWER REQUIREMENTS— 105 to 1 25 v or 2 1 0 to 250 v, 
1 1 0 watts, max. 
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VERTICAL AND HORIZONTAL AMPLIFIERS 

PASSBAND of the dc-coupled amplifiers extends to 450 kc 
at 3-db down. 

SENSITIVITY from 1 mv/cm to 20v/cm is in 14 calibrated 
steps with 1-2-5 sequence, and is accurate within 3%. A 
variable control permits continuous adjustment uncalibrated 
from 1 mv/cm to approximately 50 v/cm. 



COMMON-MODE REJECTION 



REJECTION 

RATIO 


SENSITIVITY 


CMR 


SIGNAL 


FRE- 

QUENCY 


At 


least 100:1 


1 mv to 0.2 v/cm 


4 v 


P-P, 


max 


dc to 50 kc 


At 


least 30:1 


0.5 v to 2 v/cm 


> 

o 

'sf 


P-P, 


max 


dc to 50 kc 


At 


least 30:1 


5 v to 20 v/cm 


400 v 


P-P, 


max 


dc to 50 kc 



AC or DC COUPLING of the signal to the oscilloscope, 
or grounding of the input stage grid is controlled from the 
front panel. With ac coupling, the low-frequency 3-db point 
is lOcps direct or 1 cps with optional 10X probe. 

INPUT IMPEDANCE is 1 megohm paralleled by 47 pf, and 
remains constant with varying sensitivities. 

X-Y OPERATION 

IDENTICAL VERTICAL and HORIZONTAL AMPLIFIERS 

provide an accurate means of displaying X-Y curves at up 
to 1 mv/cm sensitivity. 

PHASE SHIFT is 1°, or less, at a sensitivity of 1 mv to 0.2 v/ 
cm, up to a frequency of 450 kc. It is 2°, or less, at a sensitivity 
of 0.5 v to 20 v/cm, up to a frequency of 50 kc. 

SWEEP GENERATOR 

SWEEP RANGE from 1 /xsec/cm to 5 sec/cm is in 21 cali- 
brated steps with 1-2-5 sequence, and accurate within 3%. 
Sweep speed is variable between steps uncalibrated from 1 
fx sec/cm to over 12 sec/cm. 

SWEEP MAGNIFIER expands any portion of the normal 
sweep. Magnification of 2X, 5X, 10X, 20X, or 50X is available. 
When the magnified sweep does not exceed the maximum 
calibrated rate of 0.1 /xsec/cm, accuracy is within 5% of the 
displayed portion of the magnified sweep. 

TRIGGER 

AUTOMATIC OPERATION assures positive sweep trigger- 
ing by signals of different amplitudes, shapes, and repetition 
rates. In the absence of an input signal, automatic triggering 
occurs at about a 50-cps rate to provide a convenient refer- 
ence trace. 

FREE-RUNNING OPERATION provides a convenient refer- 
ence trace at a frequency dependent on the sweep time per 
centimeter. 

TRIGGER LEVEL is adjustable to allow sweep triggering 
at any selected point on either the rising or falling portion of 
the waveform. When signal risetimes are faster than 20/xs/cm, 
it becomes difficult to select a triggering point with the trigger 
level control.) 

SOURCE can be internal (y 2 -cm deflection), external (y 2 - 
volt), or line, and can be ac or dc coupled. 

CRT & DISPLAY FEATURES 

TEKTRONIX 5" CRT provides a high-contrast trace for 
easy reading under high ambient light conditions. An im- 
proved P2 phosphor is normally supplied with the instrument, 
and offers distinct advantages for oscilloscope photography. 
Accelerating potential is 3 kv. 

DEFLECTION BLANKING assures uniform beam current 
for all sweep and repetition rates. The system consists in part 



of two pairs of cross-connected deflection plates which inte 
cept the beam current, and blank the crt screen except durin 
sweep time. 

INTENSITY MODULATION can be accomplished by using 
the crt grid-input terminal at the rear of the oscilloscope. 

ILLUMINATED GRATICULE with variable edge lighting is 
accurately ruled in centimeter squares. Viewing area is 8x10 
centimeters. Vertical and horizontal centerlines are marked 
in 5 minor divisions per centimeter. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides 2 square-wave volt- 
ages at the front panel. Peak-to-peak amplitudes are 500 mv 
and 5 mv, accurate within 3%. Frequency is between 300 
and 500 cps. 

ELECTRONICALLY-REGULATED DC SUPPLIES insure stable 
operation between 105 and 125 volts, or 210 and 250 volts. 
Input stage heaters of the vertical and horizontal amplifiers 
are supplied with regulated dc. 

POWER REQUIREMENT is 105 to 125 volts, or 210 to 
250 volts, 50 to 800 cps, typically 107 watts at 117 volts. The 
low-line voltage requirement increases about 10% at 400 cps, 
and about 15% at 800 cps. 

CABINET MODEL dimensions are 14 3 / 4 " high by 10" wide 
by 21 5 / 8 " deep. Net weight is 29y 2 pounds. Shipping weight 
is approximately 38 pounds. 

RACK MOUNT MODEL di mensions are 7" high by 19" 
wide by 17" deep. The instrument mounts directly to a stand- 
ard 19" rack. Optional rack slides are available. Net weight 
is 27 pounds. Shipping weight is approximately 51 pounds. 

TYPE 503 OSCILLOSCOPE $64c 

Each instrument includes: 2 — A510 binding-post adapter (01 3-0004-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — Green filter (378-0514-00); 

2 — Instruction Manual (070-0218-00). 

TYPE RM503 OSCILLOSCOPE $655 

Each instrument includes: 2 — A510 binding post adapter (01 3-0004-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0022-00); 1 — Set mounting hardware; 1 — Green filter (378-051 4-00); 

2 — Instruction Manual (070-0314-00). 

SLIDE-OUT TRACKS FOR TYPE RM503 

Slide-out tracks can be used to mount the Type RM503 
Oscilloscope to a standard 19" rack. These tracks provide 
tilting and locking convenience in any of 7 positions. Slide-out 
tracks can be ordered separately, or as MOD 171 installed at 
the factory. 

TYPE RM503 MOD 171 $705 

Each instrument includes: 2 — A510 binding post adapter (013-0004-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1—3-conductor power cord (161- 
0022-00); 1 — Set mounting hardware; 1 — Green filter (378-0514-00); 

2 — Instruction Manual (070-0314-00). 

SLIDE-OUT TRACK KIT (Part No. 351-0050-00) $45 

PROBES 

For minimum loading on the circuit under test, RC attenuator 
probes are recommended. These probes, each with a 42" 
cable, are ideally suited for use with the Type 503 or RM503 
Oscilloscope. 



Probe 


Atten. 

Ratio 


Input Impedance 
Resist- Capaci- 

ance tance 


Voltage 

Rating 


Part No. 


Price 


P6006 


10:1 


10 meg 


9.5 pf 


600 v 


010-0125-00 


$22.00 


P6023 


10:1 


8 meg £2 


12 pf 


1000 v 


010-0065-00 


$40.00 


P6027 


1:1 


1 meg 0 


87 pf 


> 

o 

o 


010-0070-00 


$12.50 



U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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CONSTANT INPUT IMPEDANCE 
ELECTRONICALLY-REGULATED DC SUPPLIES 
COMPACT CABINET OR RACK-MOUNT MODELS 

CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 5 mv/cm to 20 v/cm. 
PASSBAND— DC to 450 kc. 

INPUT — 1 megohm, 47 pf. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 1 M sec/cm to 0.5 sec/cm. 

TRIGGER REQUIREMENTS— Internal: 0.5-cm deflection. 

External: 0.5 to 1 0 v. 

EXTERNAL INPUT — 0.5 v/cm maximum sensitivity. 

CRT 

DISPLAY AREA— 8 x 10 cm. 

ACCELERATING VOLTAGE— 3 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 25 mv and 0.5 v, 300 to 500- 
cps square wave. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
93 watts. 



VERTICAL-DEFLECTION SYSTEM 

PASSBAND of the dc-coupled amplifier extends to 450 kc 
at 3-db down. 

SENSITIVITY from 5 mv/cm to 20 v/cm is in 12 calibrated 
steps with 1-2-5 sequence, and is accurate within 3%. A 
variable control permits continuous adjustment uncalibrated 
from 5 mv/cm to approximately 50 v/cm. 

AC or DC COUPLING of the signal to the oscilloscope, or 
grounding of the input stage grid is controlled from the front 
panel. With ac coupling, the low-frequency 3-db point is 
lOcps direct or 1 cps with optional 10X probe. 

INPUT IMPEDANCE is 1 megohm paralleled by about 47 pf, 
and remains constant with varying sensitivities. 

HORIZONTAL-DEFLECTION SYSTEM 

SWEEP RANGE from 1 /usec/cm to 0.5 sec/cm is in 18 cali- 
brated steps with 1-2-5 sequence, and is accurate within 3%. 
Sweep rate is variable between steps uncalibrated from 
1 fxsec/c m to over 1.2 sec/cm. 

EXTERNAL HORIZONTAL INPUT provides for horizontal 
deflection using an external source. Sensitivity is variable 
from a maximum of 0.5 v/cm. 
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TRIGGER 

AUTOMATIC OPERATION assures positive sweep trigger- 
ing by signals of different amplitudes, shapes, and repetition 
rates. In absence of an input signal, automatic triggering 
occurs at about a 50-cps rate to provide a convenient reference 
trace. 

FREE-RUNNING OPERATION provides a convenient refer- 
ence trace at a frequency dependent on the sweep time per 
centimeter. 

TRIGGER LEVEL is adjustable to allow sweep triggering at 
any selected point on either the rising or falling portion of the 
waveform. 

SOURCE can be internal (y 2 -cm deflection), external (%- 
volt), or line, and can be ac or dc coupled. 

CRT & DISPLAY FEATURES 

TEKTRONIX 5" CRT provides a high-contrast trace for 
easy reading under high ambient light conditions. An im- 
proved P2 phosphor is normally supplied with the instrument, 
and offers distinct advantages for oscilloscope photography. 
Accelerating potential is 3 kv. 

DEFLECTION BLANKING assures uniform beam current 
for all sweep and repetition rates. The system consists in 
part of two pairs of cross-connected deflection plates which 
intercept the beam current, and blank the crt screen except 
during sweep time. 

INTENSITY MODULATION can be accomplished by using 
the crt grid-input terminal at the rear of the oscilloscope. 

ILLUMINATED GRATICULE with variable edge lighting is 
accurately ruled in centimeter squares. Viewing area is 8x10 
centimeters. Vertical and horizontal centerlines are marked 
in 5 minor divisions per centimeter. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides 2 square-wave volt- 
ages at the front panel. Peak-to-peak amplitudes are 500 mv 
and 25 mv, accurate within 3%. Frequency is between 300 
and 500 cps. 

ELECTRONICALLY-REGULATED DC SUPPLIES insure stable 
operation between 105 and 125 volts, or 210 and 250 volts. 
Input stage heaters are supplied with regulated dc. 



POWER REQUIREMENT is 105 to 125 volts, or 210 to 250 
volts, 50 to 800 cps, typically 93 watts at 117 volts. The low- 
line voltage requirement increases about 10% at 400 cps, and 
about 15% at 800 cps. 

CABINET MODEL dimensions are 14 3 / 4 " high by 10" wide 
by 21 5 / 8 " deep. Net weight is 2 7 ] / 4 pounds. Shipping weight 
is approximately 43 pounds. 

RACK MOUNT MODEL dimensions are 7" high by 19" 
wide by 17" deep. The instrument mounts directly to a stand- 
ard 19" rack. Optional rack slides are available. Net weight 
is 25% pounds. Shipping weight is approximately 48 pounds. 

TYPE 504 OSCILLOSCOPE $540 

Each instrument includes: 1 — A510 binding-post adapter (01 3-0004-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — Green filter (378-0514-00); 

2 — Instruction Manual (070-0224-00). 

TYPE RM504 OSCILLOSCOPE > $550 

Each instrument includes: 1 — A510 binding-post adapter (013-0004-00); 

1 — 3- to 2-wire adapter (103-0013-00); 1 — 3-conductor power cord 
(161-0022-00); 1 — Set mounting hardware; 1 — Green filter (378-051 4- 
00); 2 — Instruction Manual (070-0315-00). 

SLIDE-OUT TRACKS FOR TYPE RM504 

Slide-out tracks can be used to mount the Type RM504 
Oscilloscope to a standard 19" rack. These tracks pro- 
vide tilting and locking convenience in any of 7 posi- 
tions. Slide-out tracks can be ordered separately, or 
as MOD 171 installed at the factory. 

TYPE RM504 MOD 171 $600 

Each instrument includes: 1 — A510 binding-post adapter (01 3-0004-00); 

1 — 3- to 2-wire adapter (103-0013-00); 1 — 3-conductor power cord 
(161-0022-00); 1 — Set mounting hardware; 1 — Green filter (378-051 4- 
00); 2 — Instruction Manual (070-0315-00). 

SLIDE-OUT TRACK KIT (Part No. 351-0050-00) ... $45 

PROBES 

For minimum loading on the circuit under test, RC attenuator 
probes are recommended. These probes, each with a 42" 
cable, are ideally suited for use with the Type 504 or RM504 
Oscilloscope. 

Input Impedance 



Probe 


Atten. 

Ratio 


Resist- 

ance 


Capaci- 

tance 


Voltage 

Rating 


Part No. 


Price 


P6006 


10:1 


10 meg Cl 


9.5 pf 


600 v 


010-0125-00 


$22.00 


P6027 


1:1 


1 meg £2 


94 pf 


600 v 


010-0070-00 


$12.50 



U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and shipment, General information page. 
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SURGE GROUND-CURRENT EFFECTS 

ON DISPLAY MINIMIZED 

BRIGHT SINGLE TRANSIENT DISPLAYS 

The Tektronix Type 507 is a specialized oscilloscope, 
designed primarily for high-voltage surge testing as ap- 
plied to power transformers, high-voltage insulators, 
lightning arresters, and their associated design and ac- 
ceptance tests. 



CHARACTERISTIC SUMMARY 
VERTICAL 

SENSITIVITY — Approximately 50 v/cm to 500v/cm. 

INPUT STEP-ATTENUATOR— 10% steps from 10% to 

100%. 

INPUT — 72 ohms (optional down to 50 ohms). 

CALIBRATED POSITIONING— At 50 v steps from —150 
v to + 1 50 v. 

CREST VOLTAGE INPUT— Up to 3 kv. 



HORIZONTAL 

CALIBRATED SWEEP RANGE — 20 nsec/cm to 50 /xsec/ 
cm. 

TRIGGER REQUIREMENTS — Internal and external: 100 
v to 3 kv. 

SINGLE SWEEP CAPABILITY 

CRT 

DISPLAY AREA— 6 x 10 cm. 

ACCELERATING VOLTAGE— 24 kv. 

OTHER CHARACTERISTICS 

TIME MARKERS — 0.05 /xsec to 10 /xsec. 

POWER REQUIREMENTS— 105 v to 125v or 210 v to 
250 v; 50 to 60 cps; typically 600 watts. 

VERTICAL-DEFLECTION SYSTEM 

Risetime — 10 nsec. 

Sensitivity — Approximately 50 v/cm to 500 v/cm. 




507 

Step Attenuator — The input signal is connected to 
a series voltage-divider chain of ten equal resistors 
(normally 7.2 ohms each) mounted on a tap switch. 
The ratio of signal applied to the deflection plates can 
be selected by the tap switch from 10% to 100% in 
10% steps. The 72-ohm input impedance presented by 
the divider chain properly terminates Amphenol Type 
21-025 coaxial cable. Step attenuator impedances de- 
signed to properly terminate other cable impedances as 
low as 50 ohms can be provided on request. 

The vertical-input system will withstand crest voltages 
of 3 kv of the standard 1 .5 x 40 ^sec surge-testing 
waveform. Voltage-breakdown and heat-dissipation 
limitations must be considered before impressing signals 
greater than 3 kv and/or longer than 40 /isec. 

Vertical Input — A standard UHF signal-input con- 
nector is located on the rear of the instrument. 

Connectors — Standard UHF connectors for Signal In, 
Signal Out To Delay Line, Signal In From Delay Line, 
Trip Pulse Out, and External Trigger In are located at 
the rear of the instrument. 6.3 v ac at 1 amp is avail- 
able through a front-panel pin jack. 

Signal Delay — Two standard UHF connectors are 
provided on the rear of the Type 507 for insertion of an 
external length of delay cable into the vertical-input 
signal circuit. Choice of the appropriate length and 
type of cable is at the discretion of the user. No delay 
cable is furnished with the Type 507. 

Polarity Switch — A three-position switch reverses 
the deflection-plate polarity. The center position is used 
to apply markers for photographing time references. 

Positioning Switch — The Type 507 has a seven-step 
vertical-position switch with 50 v steps of — 150v, 
— 1 00 v, — 50 v, 0, +50v, -flOOv, and +150v. A 
two-position switch selects either 50 v steps or continu- 
ously variable adjustment. 

External Voltmeter Connectors — Terminals are 
provided for a high-impedance (5000 Q/volt) dc volt- 
meter, permitting vertical calibration when using the 
variable positioning. 

HORIZONTAL DEFLECTION SYSTEM 

Calibrated Linear Sweep Rates — The sweep 
waveform is generated by a boot-strap circuit and an 
inverter stage for balanced deflection. Eleven fixed, 
calibrated sweep rates. . .20, 50, 100, 200, 500, nano- 
seconds/cm, 1, 2, 5, 10, 20, and 50 /xsec/cm are 

provided. 

Trigger Selection — A five-position front-panel 
switch selects a trigger, external or internal of either 
positive or negative polarity. The marker position is 
used when time markers are desired. 

Trigger Amplitude — A signal of 100 v to 3 kv am- 
plitude is required for both internal triggering and trig- 
gering with an external signal. 







QUALITY CONTROL TEST ON FLASH X-RAY SYSTEM 

using x-ray tube with T-F emission cathode. 

One-shot waveform depicts one of many photographs re- 
corded— in adjusting for impedance match of high-current 
T-F emission tube to square-wave pulse of Flash X-Ray Sys- 
tem. In testing the System, the Type 507 was used to mon- 
itor the output from a 1200 Megawatt Pulser to the x-ray 
tube. The Tektronix C-12 Camera was used to record criti- 
cal timing and amplitude measurements of pulses up to 600 
kilovolts at 2000 amperes, 0.2-microsecond duration. 




Sweep Mode — When the switch is in the single- 
sweep position, pressing the RESET button arms the 
sweep circuit. The sweep then can be triggered inter- 
nally, by MANUAL TRIGGER, or by an external trigger. 

POWER SUPPLY 

Low Voltage — The low-voltage power supply is 
separate from the indicator unit, supplying power to it 
by an interconnecting cable. All dc supplies are elec- 
tronically regulated. 

High Voltage — Accelerating potentials for the crt 
are obtained from an oil-filled oscillator-type supply, 
all voltages are electronically regulated. 

Power Requirement — 105v to 125v or 210 v to 
250 v, 50 to 60 cps, typically 600 watts. 







OTHER CHARACTERISTICS 



Cathode-Ray Tube — The Type 507 uses a 5-inch 
flat-faced tube. A PI 1 phosphor is normally furnished. 

Accelerating Potential — With its 24 kv accelerat- 
ing potential and high-speed sweeps, the Type 507 is 
well suited to single-sweep applications involving tran- 
sients of very short duration. 



Time Markers — Markers are available as a function 
of the MICROSECONDS/CM switch for convenient cali- 
bration of the sweep. The 0.05-/isec time mark is avail- 
able at sweep speeds from 0.02 /j.sec/cm to 0.2 ju. sec/ 
cm; 0.5 /msec, from 0.5 /xsec/cm to 2 ju sec/cm; 5 /msec, 
from 5 /isec/cm to 20 /xsec/cm; and 1 0 /msec, at 50 
/.(.sec/cm. These are useful as references when photo- 
graphing pulses. 
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Trip Pulse For Manual Triggering — This is in- 
tended for use in triggering a trip-pulse generator. A 
pulse of approximately 700 v amplitude and 5 /xsec 
width is available at the output connector. Pulse ampli- 
tude and width may be affected somewhat by the 
length of the cable used. 



Ill uminated Graticule — An edge-lighted graticule 
is marked in centimeter squares, 6 vertical and 10 hori- 
zontal, for convenience in making time and amplitude 
measurements. This graticule is removable. Illumination 
is controlled by a front-panel knob. 



Tektronix Type C-12 Camera 

Used with a Type 507 Oscilloscope for high-current 
and high-voltage applications , the Type C-12 Camera 
enables convenient recording of power-surge measure- 
ments — such as high-voltage breakdown tests of power 
transformers , insulators , allied components . . .pinch-effect 
studies . . . other experiments in plasma research. See 
Camera Section for complete description. 

Rack Mount Adapter 



Mechanical Specifications — Dimensions are 1 6 % " 

high by 1 3 Vs " wide by 23%" deep for the indicator 
unit and 1 0 % " high by 1 3 V 2 " wide by 17%" deep 
for the power-supply unit. Net weight of the indicator 
unit is 54 pounds, and of the power-supply unit is 
40 V 2 pounds. Total shipping weight is 120 pounds 
approx, (with indicator unit weighing 72 pounds ap- 
prox., with power-supply unit weighing 48 pounds 
approx.) 

TYPE 507 OSCILLOSCOPE $2900 

Each instrument includes: 1 — Interconnecting cable (01 2-0032-00); 

1 — Power Supply tor Type 50 7; 1 — 507 ground connector (013- 
0011-00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — 3-conductor 
power cord (161-0010-00); 1— Blue filter (378-0515-00); 2— Instruc- 
tion Manual (070-0091 -00). 



SCOPE-MOBILE® CART 

Tektronix Scope-Mobile carts are available for the 
Type 507 Oscilloscope to provide convenient moving 
in your work area. Two carts are available: The Type 
500A with stationary tray, and the Type 202-1 with 
a tray that tilts and locks in any of 9 positions. 



TYPE 500A CART $ 99.50 

TYPE 202-1 TILT-LOCK CART 120.00 





A cradle mount to adapt the Type 507 Oscilloscope 
and its power supply for rack mounting is available. It 
consists of two cradles and two masks. The cradles, 
one each for the indicator and power supply units, sup- 
port the instruments in any standard 19" relay rack. 
The two masks fit around the regular instrument panels 
of the two units. Rack height requirements: Indicator 
mask 17 Vi", Power Supply mask 12%". 

Order Part Number 040-0279-00 $72.80 

U. S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 



GROUND CIRCUIT TRANSIENTS 



Due to the physical configurations and electrical param- 
eters of apparatus used in surge testing, large voltage 
transients are often induced into the grounding system. 
Since the oscilloscope signal-cable shield must be connected 
to some point in this ground system for potential and cur- 
rent measurements, the ground-voltage transients will be 
impressed upon the oscilloscope chassis. 

Two undesirable consequences may arise from these 
ground transients. The oscilloscope power-transformer in- 
sulation may be overstressed, causing break-down. Current 
flow set up through chassis capacity to earth, power source, 
and any ground conductor connected to the instrument may 
affect proper operation of sweep circuitry, crt-unblanking 
circuitry, other circuitry. 

The Type 507 has been designed to ensure minimum sensi- 
tivity to extraneous disturbances and can withstand a limit 
of 2000 crest volts to ground for transformer break-down. 

However, once the ground-voltage limit is approached 
in a particular surge-testing apparatus, the engineer must 
employ means exterior to the Type 507 to reduce the im- 
pressed voltages. Techniques in use for isolating the oscillo- 
scope from circulating ground currents range from power 
line isolation with motor generators to multiple-shielded 
enclosures that surround the oscilloscope, operator, and 
60-cps power generator. 

To arrange a demonstration of this specialized oscillo- 
scope in your application, please call your Tektronix Field 
Engineer. 
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The Tektronix Type 51 5A is a dc-coupled general-pur- 
pose cathode-ray oscilloscope combining reliable Tek- 
tronix oscilloscope circuitry in a compact instrument. 
Wide sweep range of 0.04 jasec/cm to 6 sec/cm, dc to 
1 5 Me passband, and calibrated sensitivity to 0.05 
v/cm qualify the Type 515A for general-purpose 
laboratory work and for many field applications. 

Accurate calibration of both sweep and vertical 
amplifiers permit reliable quantitative measurements 
directly from the screen. Functional panel arrangement 
and versatile control system makes the Type 51 5A an 
easy-to-use oscilloscope for the field and laboratory. 



CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 50 mv/cm to 20 v/cm. 
RISETIME— 23 nsec. 

PASSBAND — DC to 15 Me. 

INPUT — 1 megohm, approx. 36 pf. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 0.2 /nsec/cm to 2 sec/cm. 
SWEEP MAGNIFIER — 5X, extends sweep range to 40 
nsec/cm. 

TRIGGER REQUIREMENTS— Internal: 2-mm deflection. 

External: 0.2 v to 20 v. 

EXTERNAL INPUT— 1 .4 v/ cm, dc to 500 kc. 

CRT 

DISPLAY AREA— 6 x 10 cm. 

ACCELERATING VOLTAGE— 4 kv. 

OTHER CHARACTERISTICS 
AMPLITUDE CALIBRATOR— 50 mv to 1 00 v, 1 -kc square 
wave. 

POWER REQUIREMENTS— 105 to 125v or 210 to 
250 v, 300 watts. 



[°- IN <=>) 
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VERTICAL-DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 



DC-Coupled Vertical Amplifier — The Type 515A 
vertical passband is dc to 15 me, risetime is 23 nsec. 
The vertical attenuator is calibrated in VOLTS/CM of de- 
flection. Nine calibrated steps are provided: 0.05, 0.1, 
0.2, 0.5, 1, 2, 5, 10, and 20 v/cm. In addition, a vernier 
(uncalibrated) control provides for continuously-variable 
adjustment from 0.05 v/cm to 50 v/cm. A front-panel 
neon light indicates when the control is in the variable 
(uncalibrated) position. 



Calibration Accuracy — An internal adjustment is 
provided for setting the gain of the vertical amplifier. 
When this adjustment is accurately set with the VOLTS/CM 
switch in the 0.05 v/cm position, the vertical sensitivity 
for any other position of the switch will be within 
3 % of the panel reading for that position. 

Two Signal Inputs — Two coaxial signal input connec- 
tors with more than 60-db isolation are controlled by a 
four-position switch. The INPUT SELECTOR switch selects 
ac-coupling or dc-coupling. When ac coupled, the low 
frequency 3-db point is 2 cps direct or 0.2 cps with 
1 OX Probe. 




Input Impedance — 1 megohm paralleled by ap- 
proximately 36 pf. 

Probe — The vertical sensitivity is reduced by a factor 
of 1 0 by use of a 10-x attenuator probe supplied with 
the instrument. The probe presents an input impedance 
of 10 megohms paralleled by approximately 9.5 pf. 



Balanced Delay Network — A signal delay of 0.25 
H sec is introduced by the balanced (push-pull) delay 
network. Permits observation of the leading edge of the 
waveform that triggers the sweep. 



HORIZONTAL-DEFLECTION SYSTEM 

Wide Sweep Range — The Type 51 5A has 22 cali- 
brated sweep rates: 0.2, 0.5, 1 , 2, 5, 1 0, 20, 50 jusec/cm ; 
0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50 millisec/cm; 0.1, 0.2, 
0.5, 1, 2 sec/cm. A single 22-position sweep-rate switch 
is used. In addition, a vernier (uncalibrated) control 
provides sweep rates continuously variable between 
ranges. A front-panel neon light indicates when the 
control is in the variable (uncalibrated) position. Cali- 
bration accuracy of the fixed sweep rates is within 3%. 

Sweep Magnifier — When the 5X magnifier is 
switched in, the center two-centimeter portion of the nor- 
mal sweep is expanded to left and right of center to fill 
ten centimeters. The HORIZONTAL POSITION control has 
sufficient range to display any one-fifth of the magnified 
sweep. Magnifier increases the calibrated sweep rate 
to 0.04 jxsec/ cm. TIME/CM of the magnified sweep is 
indicated by a second blue-colored figure at each posi- 
tion of the sweep-rate switch. Accuracy is within 5% of 
the displayed portion of the magnified sweep. An indi- 
cator light reminds the operator when the magnifier is 
in use. 

DC-Coupled Unblanking — The unblanking wave- 
form is dc-coupled to the control grid of the ert assuring 
uniform grid bias for all sweep and repetition rates. 



51 5 A 



rm15 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. 

Trigger Requirements — Internal triggering — a sig- 
nal large enough to cause 2 mm deflection. External 
triggering — a signal of 0.2 to 20 v. 

Amplitude-Level Selection — Adjustable amplitude- 
level and stability controls provide for triggering the 
sweep at a selected amplitude level on the triggering 
waveform. Trigger source can be internal, external, or 
the line frequency, either ac-coupled or dc-coupled. The 
triggering point can be on either the rising or falling 
slope of the triggering waveform. 

Preset Stability — Same as above, except the stability 
control is preset to the optimum triggering point and re- 
quires no readjustment. 

Automatic Triggering — Automatic level-seeking 

trigger circuit provides dependable triggering for most 
applications. One simple setting assures positive sweep- 
triggering by signals of widely differing amplitudes, 
shapes, and repetition rates. No trigger controls need be 
touched until a different type of operation is desired. 
Range of automatic operation is between 60 cycles and 
2 megacycles, approximately. In the absence of an input 
signal the sweep is automatically triggered at about a 
50-cycle rate, providing a reference trace on the screen. 

High-Frequency Sync — Assures a steady display of 
sine-wave signals up to approximately 20 megacycles. 
Requires a signal large enough to cause about 2 cm de- 
flection, or an external signal of about 2 v. 

Horizontal Input Amplifier — DC-coupled external 
connection to the sweep amplifier is through a front- 
panel connector. Deflection factor is 1 .4 v/cm. Frequen- 
cy response is dc to 500 kc at maximum sensitivity. 



OTHER CHARACTERISTICS 

Amplitude Calibrator — A square-wave calibration 
voltage is available through a front-panel coaxial con- 
nector. Eleven fixed voltages — 0.05, 0.1, 0.2, 0.5, 1, 
2, 5, 10, 20, 50, and 100 volts peak-to-peak are pro- 
vided. Accuracy is within 3%. Square-wave frequency 
is about 1 kc. 



Cathode-Ray Tube — 4-kv accelerating potential is 
applied to a Tektronix 5 " flat-faced precision tube 
with a helical post-accelerating anode. A P31 phos- 
phor is normally supplied. 

Output Waveforms — A 20-v positive-gate wave- 
form of the same time duration as the sweep, and a 
150-v positive-going sweep-sawtooth waveform are 
available at front-panel connectors. 



Power Requirement — 1 05 v to 125 v or 210 v to 
250 v, 50 to 60 cps, wired for 1 1 7 v. The Type 515 



draws 300 watts. Changing 
follows: i ] q 

124 
220 
234 
248 



taps insures regulation as 

99 to 117 volts 
105 to 125 volts 
111 to 132 volts 
210 to 250 volts 
223 to 265 volts 



For 50/60 and 400 cps operation, a different fan must 
be installed (at extra cost). See prices below. 

Ill uminated Graticule — An edge-lighted graticule 
is marked in 6 vertical and 10 horizontal centimeter-divi- 
sions with 2-millimeter baseline divisions. Illumination 
is controlled by a front-panel knob. 

Mechanical Specifications — Dimensions are 14" 
high by 9 % /; wide by 21 % " deep. Net weight is 42/4 
pounds. Shipping weight is 52 pounds, approx. 

TYPE 515A (50 to 60 cps operation) $875 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — 3 to 

2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18” (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18” 
(012-0091-00); 1— Post jack, BNC, (012-0092-00); 2— Instruction 

Manual (070-0247-00). 

TYPE 515A MOD101 (50 to 400 cps operation) . $935 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18” (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18” 
(012-0091-00); 1— Post jack, BNC, (012-0092-00); 2— Instruction 

Manual (070-0247-00). 

RACK-MOUNT OSCILLOSCOPE 

The Type RM15 is a mechanically rearranged Type 
51 5A Oscilloscope. It mounts in a standard 19-inch 
rack on slideout tracks. It can be pulled forward, tilted, 
and locked in any of seven positions for servicing con- 
venience. Except for no Z-axis input, electrical char- 
acteristics of the instrument are the same as described 
for the Type 51 5 A Oscilloscope. 

Mechanical Specifications — Dimensions are 8 % " 
high by 19” wide by 22 % ” deep. Net weight is 57 
pounds. Shipping weight is 75 pounds, approx. 

For more mounting information, please refer to the 
Mounting Dimensions page in the catalog. 

TYPE RM1 5 OSCILLOSCOPE $950 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18” (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18” 
(012-0091-00); 1— Post jack, BNC, (012-0092-00); 1— Pr. Mounting 
tracks (351-0085-00); 2— -Instruction Manual (070-0242-00). 

TYPE RM1 5 MODI 01 OSCILLOSCOPE $1010 

Each instrument includes: 1 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18” (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18” 
(012-0091-00); 1— Post jack, BNC, (012-0092-00); 1— Pr. Mounting 
tracks (351-0085-00); 2 — Instruction Manual (070-0242-00). 

SUPPORTING CRADLES 

When the Type RM15 or Type RM15MOD101M is 
used in a backless rack, these supporting cradles are 
necessary for real-slide support. 

Order Part Number 040-0344-00 $11.45 





FAN MOTOR KIT 

A fan motor kit is available for converting a Type 
515A Oscilloscope for use on 50 to 400 cps line fre- 
quency (Type 5 1 5AMOD 1 01 M ) . The kit contains brack- 
ets, rectifier, and motor. 

Order Part Number 040-0140-00 $58.50 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 








DC-to-15 MC 

DUAL-TRACE OSCILLOSCOPE Type 







2 IDENTICAL INPUT CHANNELS 
CHOPPED OR ALTERNATE SWITCHING 

CHARACTERISTIC SUMMARY 
VERTICAL 

CALIBRATED SENSITIVITY— 50 mv/cm to 20 v/cm. 
RISETIME— 23 nsec. 

PASSBAND— DC to 15 Me. 

INPUT — 1 megohm, 20 pf. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 0.2 fx sec/cm to 2 sec/cm. 
SWEEP MAGNIFIER — 5X, extends sweep range to 40 
nsec/cm. 

TRIGGER REQUIREMENTS — Internal: 2-mm deflection. 

External: 0.2 v to 25 v. 
EXTERNAL INPUT— 1 .5 v/cm, dc to 500 kc. 

CRT 

DISPLAY AREA— 6 x 10 cm. 

ACCELERATING VOLTAGE— 4 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 50 mv to lOOv, 1 - kc square 
wave. 

POWER REQUIREMENTS— 105 to 1 25 v or 210 to 
250 v, 300 watts. 
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The Type 516 is a dual-trace, semi-portable instru- 
ment ideally suited to bench work applications. Vertical 
calibrated sensitivity is 0.05 v/cm for each channel, 
with four operating modes. Small size and light weight 
combined with simple operation and reliable perform- 
ance fit the Type 516 Oscilloscope for many laboratory 
and field applications. 



AC-DC Switches — When ac coupled, the low fre- 
quency 3-db point is 2 cps direct or 0.2 cps with 1 OX 
Probe. 

Polarity Control — Each channel has a separate 
polarity control (for comparison of signals 180 degrees 
out of phase) . 

Input Impedance — 1 megohm paralleled by 20 pf. 




VERTICAL-DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 

DC-Coupled Vertical Amplifier — Both channels 
have identical input characteristics. Passband is dc to 
15 me (at 3 db down). Risetime is 23 nsec. Deflection 
is calibrated in steps of: 0.05, 0.1, 0.2, 0.5, 1, 2, 5, 
10, and 20v/div. A vernier control permits continuous 
adjustments between steps, and to about 50 v/div, un- 
calibrated. 

Calibration Accuracy — Internal adjustments set the 
gain of each channel. When these adjustments are set 
accurately the sensitivity will be within 3% of the in- 
dicated switch position. 

Positioning Control — Each channel has a separate 
vertical-position control. 

Mode Selection — A switch selects one of four op- 
erating modes: each channel separately, or successive 
3.3-jisec segments of each channel are displayed at an 
approx. 150-kc rate per channel. Chopped transient 
blanking is provided. 



Probes — The vertical sensitivity is reduced by a 
factor of 10 by use of the 1 OX attenuator probes 
supplied with the Type 516. The probes present an 
input impedance of 10 megohms paralleled by 
approximately 7 pf. 

Signal Delay — A balanced delay network permits 
observation of the leading edge of the waveform that 
triggers the sweep. 



HORIZONTAL-DEFLECTION SYSTEM 

Sweep Range — Sweep time is calibrated in steps 
of 0.2, 0.5, 1, 2, 5, 10, 20, 50 /xsec/div. . . 0.1 , 0.2, 
0.5, 1, 2, 5, 10, 20, 50 msec/div. . . 0.1, 0.2, 0.5, 1, 
and 2 sec/div. Calibration accuracy is within 3% of 
the indicated switch position. A vernier control permits 
continuous adjustment between the 22 steps, and to over 
6 sec/div, uncalibrated. 



Sweep Magnifier — When the 5X magnifier is 
switched in, the center two-division portion of the nor- 
mal sweep is expanded to left and right of center 
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516 

to fill ten divisions. The HORIZONTAL POSITION con- 
trol has sufficient range to display any one-fifth of 
the magnified sweep. Used with the fastest sweep, the 
magnifier extends the calibrated sweep range to 0.04 
^sec/div. TIME/DIV of the magnified sweep is indicated 
by a second blue-colored figure at each position of the 
sweep-rate switch. Accuracy is within 5% of the dis- 
played portion of the magnified sweep. A neon lamp 
lights to indicate when the magnifier is in use. 

DC-Coupled Unblanking — Unblanking waveform 
dc-coupled to the crt assures uniform beam current for 
all sweep speeds and repetition rates at any setting 
of the intensity control. 

Horizontal Input — A front-panel connector permits 
dc-coupled external connection to the sweep amplifier. 
Horizontal deflection factor is 1.5v/div, and bandpass 
extends from dc to 500 kc at maximum sensitivity. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — Eleven square-wave cali- 
bration voltages are available through a front-panel 
connector. Peak-to-peak amplitude is in steps of 0.05, 
0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50, and 100 volts. Ac- 
curacy is within 3%. Frequency of the square-wave is 
approximately 1 kc. 

Tektronix Cathode-Ray Tube — A flat-faced 5-inch 
cathode-ray tube provides a bright trace. Accelerating 
potential is 4 kv. A P31 phosphor is normally supplied. 

Dual-Trace Blanking — A blanking voltage is avail- 
able to eliminate switching transients from the display 
when the instrument is operated in its chopped mode. 
The blanking voltage can be supplied to the crt cath- 
ode by a switch on the back of the instrument. 

Graticule — Usable viewing area is marked in six 
vertical and ten horizontal one-centimeter divisions. 
Center lines are further marked in five minor divisions 
per centimeter. Convenient control from the SCALE 
ILLUM. knob provides adjustable edge-lighting. 

Output Waveforms — Two output waveforms are 
available from front-panel connectors. Approximate 
amplitude of the peak-to-peak voltages are 150 volts 
from the SAWTOOTH OUT connector and 25 volts from 
the +GATE OUT connector. 

Warning Indicators for Uncalibrated Settings — 

Separate front-panel neon lights indicate when the 
vertical-attenuator and sweep-rate controls are not in 
their calibrated positions. 

Regulated Power Supplies — Electronically-reg- 
ulated dc supplies insure stable operation over line 
fluctuations between 105 and 125 volts or 210 and 
250 volts. 

TRIGGER FACILITIES 

Trigger Requirements — Triggering internally re- 
quires a signal large enough to produce one minor 
division of vertical deflection. Triggering externally re- 
quires a signal of from 0.2 to 25 volts. 



Amplitude-Level Selection — Adjustable amplitude- 
level and stability controls allow sweep triggering at 
any selected amplitude level on the triggering wave- 
form. Trigger source can be internal, external, or the 
line frequency, either ac-coupled or dc-coupled. Trig- 
ger point can occur anywhere on the rising or falling 
slope of the triggering waveform. 

Preset Stability — The STABILITY control locks at the 
optimum triggering point and requires no adjustment 
in the fully counter-clockwise, PRESET position. 

Automatic Triggering — Automatic level-seeking 
trigger circuit eliminates triggering readjustments — pro- 
vides dependable triggering for most applications. One 
setting assures positive sweep triggering by signals 
of widely differing amplitudes, shapes, and repetition 
rates. Automatic triggering of the sweep occurs at 
about a fifty-cycle rate in the absence of an input 
signal, and provides a convenient reference trace. 

High-Frequency Sync — Assures steady display of 
sine-wave signals to at least 15 megacycles. Requires 
a signal large enough to cause about 2 div deflection, 
or an external signal of about 2 volts. 

Power Requirement — 105v to 125v or 210 v to 
250 v, 50 to 60 cps, typically 300 watts at 1 1 7 v. Type 
516MOD101M operates on 50 to 400 cps supply, uses 
dc fan motor. If requested the instrument will be wired 
for any of the following nominal line voltages. 

Nominal Line Voltage Operating Range 

(Figures taken at 60 cps) 

110 99 to 1 17 volts 

117 105 to 125 volts 

124 1 1 1 to 132 volts 

220 198 to 235 volts 

234 210 to 250 volts 

248 223 to 265 volts 

Mechanical Specifications — Dimensions are 14" 
high by 9%" wide by 21 %" deep. Net weight is 
441/4 pounds. Shipping weight is 54 pounds, approx. 

TYPE 516 (50 to 60 cps operation) $1070 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (013-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18” (01 2-0087-00); 1 — Patch cord, BNC-to-banana plug, 18” 
(012-0091-00); 1 — Post jack, BNC (012-0092-00); 2 — Instruction Man- 
ual (070-0225-00). 

TYPE 516 MOD101 ( 50 to 400 cps operation ) . $1130 

Each instrument includes.- 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1— Green filter (378-0514-00); 1— Patch cord, BNC-to- 
BNC, 18" (012-0087-00); 1— Patch cord, BNC-to-banana plug, 18" 
(012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruction Man- 
ual (070-0225-00). 

RACK MOUNT ADAPTER 

A cradle mount to adapt the Type 516 Oscilloscope 
for rack mounting is available. It consists of a cradle 
to support the instrument in any standard 19" relay rack 
and a mask to fit around the regular instrument panel. 
Rack height requirement is 15% ". 

Order Part Number 040-0277-00 $45 

U. S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 








SINGLE-SHOT PHOTOGRAPHS AT 2 NSEC/CM 
0.004-INCH SPOT SIZE 
SENSITIVE WIDEBAND TRIGGER SYSTEM 
SYNCHRONIZATION TO OVER 1 GIGACYCLE 
VSWR 1 .25, OR LESS , TO 1 GIGACYCLE 
DISTRIBUTED-DEFLECTION CRT 
BUILT-IN DELAY LINE 



CHARACTERISTIC SUMMARY 
VERTICAL 

SENSITIVITY— less than lOv/cm. 

RISETIME — less than 0.35 nsec. 

PASSBAND— DC to 1 000 Me. 

INPUT— 125 Q ±2%. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 2 to 1000 nsec/cm. 

SWEEP DELAY— 0 to 35 nsec. 

TRIGGER REQUIREMENTS— 

Internal: 2 trace widths, 1 -nsec duration. 

External: 20 mv, 1-nsec duration. 

TRIGGER GAIN— X0.2, XI, X5, and X20. 

CRT 

DISPLAY AREA— 2 x 6 cm. 

ACCELERATING VOLTAGE— 24 kv. 

OTHER CHARACTERISTICS 

CALIBRATION-STEP GENERATOR— 0 to 10 v into 125 
Q or 0 to 1 v into 50 Q, approx. 0.1 -nsec risetime, 
calibrated and continuously variable. Approximate- 
ly 750 cps repetition rate. 

POWER REQUIREMENTS— 105 to 1 25 v or 210 to 
250 v, 650 watts. 



DC-to-1 GIGACYCLE OSCILLOSCOPE Type 



The Tektronix Type 519 Oscilloscope is a calibrated, 
high-speed, laboratory instrument designed for observa- 
tion, measurement, and photographic recording of frac- 
tional nanosecond risetimes. A 2 x 6 cm viewing area, 
coupled with 24-kv accelerating potential, affords 
bright displays with excellent definition. Performance 
features include: passband from dc to beyond 1 giga- 
cycle, risetime less than 0.35 nsec, sensitivity less than 10 
v/cm, linear sweeps to 2 nsec/cm, sweep delay through 
35 nsec, and a wideband trigger system. The single 
unit houses a fixed signal delay line, a convenient 
sweep-delay control, a pulse-rate generator, a stand- 
ard amplitude and waveshape generator, and regulated 
power supplies and high-voltage supply. Only one 
connection is necessary for normal operation — signal 
input. 

Combining simple operation with laboratory precision 
and reliability, the Type 519 ideally suits single-shot or 
random nuclear events. In addition, the passband per- 
mits applications to general measurements where oscil- 
loscope risetime must be faster than signal risetime. 



SINGLE-SHOT PHOTOGRAPHY 

A single-shot exposure was used to take the picture 
at the right. The display shows a 1 gigacycle damped 
wave (approximately) on the fastest rate of the os- 
cilloscope. 
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HORIZONTAL DEFLECTION SYSTEM 




VERTICAL DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 

Distributed Deflection System — The signal passes 
through a trigger-energy take-off, then through a 45 
nsec delay cable to the distributed vertical deflection 
plates of the crt. Passband is dc to 1 gigacycle and 
risetime is less than 0.35 nsec. 

Sensitivity Basic sensitivity is less than lOv/cm. 

Sensitivity is quickly and accurately checked by means 
of the CALIBRATION-STEP GENERATOR. 



Calibrated Sweep — Nine calibrated rates: 2, 5, 10, 
20, 50, 100, 200, 500, and 1000 nsec/cm are provid- 
ed by a linear, push-pull, time-base generator. Accu- 
racy is typically within 3% for the 2 nsec/cm position 
and within 2% for slower rates. For the fastest time- 
base range, only 2.5 /xsec elapses between sweeps. 

Sweep Delay — Provides sweep start delay through 
35 nsec, permitting access to transients before and after 
the main event. 



Signal Delay — An internal delay line provides a 
fixed delay of 45 nsec. 

Input — The dc-coupled signal input has an im- 
pedance of 125Q ±2%. Maximum signal input is zb 
15 volts dc or rms, or zb 1 00 volts pulse. Maximum 
power input is 1 .8 watts. 



TRIGGERING FACILITIES 



Single Sweep — Permits single-sweep presentation 
to be obtained. After a single sweep is triggered, the 
sweep circuit is locked out until the RESET button is 
pressed; sweep will then fire on the next trigger re- 
ceived. An external jack and included plug provide 
for remote control of single-sweep operation. 

Synchroscope Operation — The output signal from 
either the + TRIGGER 50 Q, the DELAYED + GATE, or 
the + RATE 50 Q connector can be used to initiate the 
input waveform. 



Trigger Selection — A front-panel switch permits 
selection of trigger from the following sources: ( 1 ) dis- 
played waveform, (2) externally derived waveform, 
( 3 ) CALIBRATION-STEP GENERATOR waveform, (4) 
RATE GENERATOR waveform. 



Rate Generator Output pulse is approximately 

+ 15 volts, with risetime of less than 0.8 nsec and dur- 
ation of 10 nsec. Repetition rate is variable between 
3 cps and 30 kc. 



Trigger Function — Three modes of operation are 
provided: (1 ) PULSE — Permits choice of a free-running 

sweep or a stable sweep which can be triggered on 
random or uniform repetition rates up to approximately 
50 me, (2) SYNC — Permits stable displays of wave- 
forms occurring at a constant repetition rate to over 
100 me, (3) HF SYNC — Permits the sweep to be syn- 
chronized with signals from approximately 1 00 me to 
over 1 Gigacycle. 

Trigger Requirements — Internally, a vertical signal 
deflection of two trace-widths or more, and 1 nsec 
duration. Externally, a waveform 20 mv in amplitude 
and duration of 1 nsec or more. Sweep triggers on 
either the rising or falling portion of the triggering 
waveform. 

Trigger Gain — Four gain settings of X0.2, NORMAL, 
X5, and X20 provide for attenuation or amplification 
of trigger signals. 




Negligible Trigger-Pulse Slewing for Sweep Speed of 2 nsec/cm 



High-frequency synchro- 
nization permits locking to 
sine waves or constant-re- 
petition-rates to over 1 
gigacycle. Triggering 

circuits count down from 
triggers faster than 400 kc. 




DIODE CHARACTERISTICS 

Switching and storage times in fast transistors and 
diodes can be measured using the outstanding charac- 
teristics of the Type 519. In the typical diode recovery- 
time waveform, the upper trace is a reference trace, 
the middle trace shows the diode turned on, and the 
lower trace shows the diode shorted. Sweep speed 2 
nsec/cm. 





Calibration-Step Generator — A step-waveform of 
approximately 750 cps, continuously variable and cali- 
brated from 0 to 10 volts into 125 ohms, or 0 to 1 
volt into 50 ohms through a T50/T125 adapter, .is avail- 
able at a front-panel 125 ohm connector. Risetime is 
approximately 0.1 nsec and either positive or negative 
polarity can be selected. Continuously variable un- 
calibrated amplitudes of 0 to 50 volts into 125 ohms 
are also available. The step-waveform can be used to 
drive a device under test or check the sensitivity and 
transient response of the oscilloscope itself. 



OTHER CHARACTERISTICS 

Tektronix Cathode-Ray Tube — A metallized, flat- 
faced precision tube, with a fine-grain PI 1 phosphor, 
provides a spot diameter of 0.004 inch at normal in- 
tensity. Accelerating potential is 24 kv. Tube con- 
struction completely prevents any possible x-ray haz- 
ard. Usable viewing area is 2 x 6 cm. 




Shielded Construction — Electrostatic and electro- 
magnetic shielding minimize disturbance of spot by 
power transformers and other hum sources. 

Graticule — The graticule is accurately marked in 6 
horizontal and 2 vertical 1 -centimeter divisions. The 
horizontal centerline markings are 5 millimeters apart, 
vertical centerline markings are 2 mm apart. Illumina- 
tion is controlled by a front-panel knob. The graticule 
drops out of view if desired. 



519 

Camera Mounting — A special camera-mounting 
bezel with swing-away hinging easily accepts a Tek- 
tronix Trace-Recording Camera. Several lenses, view- 
ing system, and film-back options are available. Please 
refer to the Camera Section for complete description. 

Regulated Power Supply — Electronically-regulated 
dc supplies assure stable operation over line variations 
between 105 and 125 volts or 210 and 250 volts, 50 
to 60 cycles. 

Power Requirement — 1 05 v to 125v or 210 v to 
250 v, 50 to 60 cps, typically 650 watts. 

Mechanical Specifications — Dimensions are 22%" 
high by 14%" wide by 25 V 4 " deep. Net weight is 
103% pounds. Shipping weight is 136 pounds, approx. 

TYPE 519 OSCILLOSCOPE $3900 

Each instrument includes: 1 — Viewing hood (016-0025-00); 2 — 

125 £2 termination (017-0051-00); 2 — 125J2 insertion unit (01 7-001 3- 
00); 1 — 125 12 coupling capacitor (017-0013-00); 1 — 1 25 ST2, 1-Gc 
timing standard (017-0019-00); 1— Double-button contact assembly 
(017-0032-00); 1 — Panel adapter assembly (017-0033-00); 1 — Cable 
connector (017-0035-00); 1 — 125 12 min loss attenuator, T50/T125 
(017-0052-00); 1—125 0 adapter N50/N125 (017-0053-00); 1 — 

125 0 adapter, T50/N125 (017-0055-00); 1— Delay-line equalizer 
(017-0057-00); 1— 1-nsec cable (017-0507-00); 1— 2-nsec cable (017- 
0508-00); 1— 5-nsec cable (017-0509-00); 1 — 10-nsec cable (017- 
0510-00); 1 — 3 to 2-wire adapter (103-013-00); 1 — Phone jack plug 
(134-0069-00); 1 — 3-conductor power cord (161-0010-00); 1 — Walnut 
box (202-0083-00); 2 — Reed switch (260-0693-00); 1 — Accessory box 
tray (436-0030-00); 2— Instruction Manual (070-0243-00). 



OPTIONAL ACCESSORIES 





Accessory 


Part No. 


Price 


125-12 


2:1 attenuator 


017-0071-00 


$25.00 


1 25-a 


5:1 attenuator 


017-0049-00 


30.00 


125-0 


10:1 attenuator 


017-0050-00 


30.00 


125-0 


N50/T125 adapter 


017-0054-00 


17.50 


125-0 


90° elbow assembly 


017-0043-00 


15.00 


125-0 


20-nsec cable 


017-051 1-00 


24.00 



U.S. Sales*Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 



TELEVISION OSCILLOSCOPE 



Type 
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TYPE S24AD CATHODE-RAY OSCILLOSCOPE 
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Frequency Response 

Normal — dc to 10 me from 0.15 v/cm to 50 v/cm. 

2 cycles to 1 0 me from 1 5 mv/ cm to 50 v/ cm. 

Flat — within 1 % from 60 cycles to 5 me. 

IRE — meets IRE standards for level measurements. 

Transient Response — 35 nsec risetime. 

Sweep Range 

Continuously variable, 0.1 ^sec/cm to 0.01 sec/cm. 

Time Markers 

Five markers — 0.05 /zsec, 0.1 /nsec, 1.0 ju. sec, 200 pips 
per television line, and 40 pips per television line. 



Sweep Delay 

Permits detailed observation of any portion of a 
single television line. 

DC-Coupled Unblanking 

Variable Duty-Cycle Amplitude Calibrator 



The Tektronix Type 524AD Oscilloscope is a self-con- 
tained instrument with the characteristics desirable for 
maintenance and adjustment of television transmitter 
and studio equipment. The Type 524AD will prove it- 
self invaluable in enabling the engineer to observe any 
portion of the television picture — from complete frames 
to small portions of individual lines. 

Features contributing to the versatility of this oscillo- 
scope include — accurate time markers to facilitate sync- 
pulse timing, normal response of dc to 10 me, flat re- 
sponse within 1 % from 60 cycles to 5 me for color-tele- 
vision work, variable-duty-cycle amplitude calibrator, 
and two steps of sweep magnification, 3x and lOx, for 
detailed observations. 

VERTICAL DEFLECTION SYSTEM 

Frequency Specifications are at 3-db down 

DC-Coupled Vertical Amplifier — The main vertical 
amplifier has a passband of dc to 10 me for deflection 
factors from 0.15 v/cm to 50 v/cm. When ac coupled, 
the low frequency 3-db point is 2 cps direct or 0.2 cps 
with 10X probe. An ac-coupled preamplifier switched 
in by the VOLTS/CM control provides additional deflec- 
tion factors from 0.015 v/cm to 0.15 v/cm. A variable 
attenuator control fills in between steps and provides 
continuously variable adjustment from 0.015 v/cm to 
50 v/cm. The vertical amplifier is factory adjusted for 
optimum transient response. Risetime is less than 35 
nsec and the input impedance is 1 megohm paralleled 
by approximately 45 pf. 



Frequency Response — A switch on the access panel 
selects the desired bandwidth of the vertical amplifier. 
The NORMal position provides a passband of dc to 
10 me. The FLAT position provides a vertical-amplifier 
response flat within 1 % from 60 cycles to 5 me. About 
5% overshoot will occur on extremely sharp waveforms 
when the switch is in the FLAT position; however, TV 
signals within the 5 me passband are not affected. Re- 
sponse of the amplifier meets the IRE standards for level 
measurements when the access-panel switch is in the IRE 
position. EXTerna! position provides ac-coupled external 
connections to the vertical-deflection plates, bypassing 
the main vertical amplifier but retaining the function of 
the vertical-position control. 

Two Signal Inputs— Two coaxial connectors are 
controlled by a front-panel switch. Each input can 
be either ac or dc-coupled to the vertical amplifier. 

Probe — The vertical sensitivity is reduced by a factor 
of 10 by use of a lOx attenuator probe supplied with 
the instrument. The probe presents an input impedance 
of 10 megohms paralleled by approximately 7 pf. 

Delay Network — A 0.25 /xsec signal-delay network 
is incorporated in the vertical amplifier to permit obser- 
vation of the waveform that triggers the sweep. 
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524AD 




HORIZONTAL DEFLECTION SYSTEM 

Calibrated Sweeps — The Type 524AD has a con- 
tinuously variable, linear, triggered time base covering 
the range of 0.1 jusec/cm to 0.01 sec/cm in five fixed- 
range steps. Dual sweep-time multiplier dials cover the 
range between steps. Calibration accuracy is within 5%. 

DC-Coupled Unblanking — The unblanking wave- 
form is dc-coupled to the grid of the cathode-ray tube 
assuring uniform bias for all sweep times and repeti- 
tion rates. 

Sweep Delay — Detailed observation of any portion 
of the television picture is accomplished by continuous 
sweep delay from 0 to 25 milliseconds. After the de- 
sired delay, the sweep is triggered by one of the line 
sync pulses. The sweep delay is adjustable with a 3- 
turn potentiometer through about 1 V 2 fields, and oper- 
ates at the frame rate of 30 cycles so only consecutive 
lines of one field are observed at any time. A field-shift 
button permits switching to the corresponding interlaced 
lines in the other field. 

Sweep Magnifier — Sweep magnification is obtain- 
ed by increasing the drive to the sweep-output amplifier 
by a factor of either 3 or 1 0. The center portion of the 
normal sweep is expanded equally to left and right of 
center. Accuracy is within 7%. 

Trigger Selector — Both normal and delayed sweeps 
can be triggered by an external signal of either polarity, 



or internally by either the positive or negative portion 
of the signal under observation, or by the power-line 
frequency. 

Trigger Requirements — Internal triggering — a sig- 
nal large enough to produce a one-half centimeter de- 
flection. External — a signal of 0.5 v to 50 v. Composite 
waveform — a signal large enough to produce a 1.5- 
centimeter deflection. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — A variable-duty-cycle 

square-wave calibration voltage is continuously variable 
from zero to 50 volts in seven ranges. Full-scale cali- 
bration is accurate within 3%; variable control is linear 
within 1 % of full scale. Square-wave frequency is 
approximately 1 kc, but the frequency will vary some- 
what as duty cycle is varied to 1 % or 99%. 

Time-Mark Generator — Time markers are inserted 
as intensification pips on the crt trace at time intervals 
of 0.025H, 0.005H, 1 .0 //.sec, 0.1 /usee , and 0.05 ^.sec. 
Since H is 63.5 jusec, 0.025H will give 40 pips per tele- 
vision line and 0.005H will give 200 pips per television 
line. These markers provide a means of accurately tim- 
ing the sync pulses of a composite signal. Pips spaced 
at 40 or 200 per television line are useful for adjusting 
both color and monochrome equipment. 

A phasing control permits markers to be positioned 
on any desired point of the waveform under observation. 




524AD 



Output Waveforms — Positive and negative-gate 
waveforms of the same time duration as the sweep, and 
the sweep sawtooth waveform are available at front- 
panel connectors. 

Line-Indicating Video — When a picture monitor is 
connected to the coaxial connector at the rear of the cabi- 
net, the picture appearing on the monitor will be bright- 
ened during the time of the oscilloscope sweep. This 
technique is useful when it is desired to know what por- 
tion of the picture is being displayed on the oscilloscope. 

60 CPS Sweep — A 60 cps sweep with variable am- 
plitude and phasing through approximately 150° aids 
in making bandwidth measurements with a video-sweep 
generator. 

Cathode-Ray Tube — A flat-faced cathode-ray tube 
with a 4-kv electronically-regulated accelerating 
potential is used in the Type 524AD. A PI phosphor is 
normally supplied. 

Illuminated Graticule — An edge-lighted graticule 
is marked in centimeters. Viewing area is 6 x 10 cm. 
Illumination is controlled by a front-panel knob. A 
graticule marked for modulation measurements is also 
supplied with the instrument. 

Regulated Power Supply — All dc supplies are 
electronically regulated to insure stable operation over 
line-voltage and load variations between 105 and 
125 v or 210 and 250 v, 50 to 60 cps. 

Power Requirement — 1 05 v to 1 25 v or 210 v to 
250 v, 50 to 60 cps, typically 500 watts. 

Probe Power Socket — A front-panel socket will 
provide power for a cathode-follower probe or auxiliary 
amplifier circuitry. 6.3 v dc at 1 amp and 1 20 v regu- 
lated dc at 15 ma are available at the socket. 



Mechanical Specifications — Dimensions are 16%" 
high by 13" wide by 25" deep. Net weight is 61 
pounds. Shipping weight is 82 pounds, approx. 

TYPE 524AD OSCILLOSCOPE $1300 

Each instrument includes: 1 — P6006 probe (010-0125-00); 2 — bind- 

ing post adapter (013-0004-00); 1 — viewing hood assembly (016- 
0001-00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — 3-conductor 
power cord (161-0010-00); 1 — TV graticule (331-0009-00); 1 — Green 
filter (installed) (378-0514-00); 2 — Instruction manual (070-0236-00). 

RACK MOUNT ADAPTER 

Rack Mount Adapter for the Type 524AD Oscillo- 
scope consists of a cradle to support the instrument in 
any standard 19" relay rack and a mask to fit around 
the regular panel. Rack height requirement is 17V2". 



Order Part Number 040-0281-00 $45 

SCOPE-MOBILE® CARTS 

TYPE 202-1 TILT-LOCK CART with storage drawer and 

locking front wheels $120.00 

TYPE 500A CART with storage drawer and locking 
front wheels $99.50 



See Catalog accessory pages for complete informa- 
tion. 

CATHODE-FOLLOWER PROBE 

The P500CF Cathode-Follower Probe has input im- 
pedance of 40 megohms paralleled by 4 pf and gain 
of 0.8 to 0.85. With 1 OX attenuator head, input im- 
pedance is 10 megohms paralleled by 2 pf. Amplitude 
distortion is less than 3% on unidirectional signals up 
to 5 v. 

Order Part Number 010-0109-00 $85 

Please refer to Catalog accessory pages for 75-ohm 
coaxial cables, attenuators, and terminating resistors. 

U. S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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Differential Phase and Differential Gain Meas- 
urements To 0.1° and under 1%. 



Vertical Interval Testing A keying circuit permits 

measurements of differential gain and differential 
phase during color broadcasts, on test signals trans- 
mitted during vertical blanking interval. 



Linear Time Base Operates at line rate, synchro- 

nized by horizontal sync pulse. 



Burst Brightening Positive identification of burst 

pulse. 



Push-Pull Synchronous Demodulators — DC-cou- 
pled to crt. 



c 



Self-Checking Circuitry 



Subcarrier Regenerator 



The Tektronix Type 526 Vectorscope greatly reduces 
the time and effort involved in making extremely-ac- 
curate relative phase and amplitude measurements of 
chrominance information in the N.T.S.C. color signal. 
Electronically-switched dual signal channels facilitate 
matching equipment such as encoders, cameras, etc. 

The Type 526 presents either a vector display of the 
demodulated chroma signal, or a display of the demod- 
ulated chroma signal on a linear time base. DC- 
Coupled signal circuits permit monitoring program sig- 
nals as well as industry test signals such as 75% sat- 
urated color bars, interfield test signals, linearity stair 
step, and the Bell Kelly Set tests for differential phase 
and amplitude. A built-in subcarrier regenerator facili- 
tates operation remote from the subcarrier source. 

PHASE MEASUREMENT 

Phase measurements are made by demodulating the 
chroma signal with a subcarrier signal which can be 
shifted in phase relative to burst phase in the signal. 
High accuracy is obtained with the 20-turn precision 
calibrated phase shifter. This control reads out directly 
in degrees and tenths of degrees. It has a range of 
200°, and the 180° point can be verified within the 
instrument. Random phase shifts in the subcarrier sig- 
nal due to cable length can be cancelled out with a 
pushbutton operated phase-shift network covering 0° 
to 330° in twelve steps. A fine-phase control (±20°) 
provides for variable adjustment between steps, and 
fine phase adjustment when using the burst-controlled 
oscillator. 
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VECTOR PRESENTATION 

The vector presentation is a graphic display for 
operational measurements with a color-bar, interfield- 
test signal, other industry test signals, or with program 
material. Signal circuits are dc-coupled, preventing 
changes in chroma signal composition from affecting 
the positioning of the display. 

An internally generated test circle matched with the 
graticule circle verifies the accuracy of the vector dis- 
play. The test circle can also be used to verify the ac- 
curacy of the complementary-color relationships. Phase 
measurements accurate within ±1.5° can be made 
using the vector display. Accuracy of saturation meas- 
urements will be within ±2% on graticule, closer when 
comparing two signals. 

LINEAR-SWEEP PRESENTATION 

Phase measurements are simplified by displaying the 
demodulated chroma signals vertically on a linear hori- 
zontal sweep, which is terminated by the horizontal 
sync pulse and restarts just prior to the burst packet. 
Using the null technique, differential phase can be meas- 
ured to an accuracy of 0.1%. A signal magnifier can 
be used to expand the vertical deflection approximate- 
ly 7 times. 

DUAL DISPLAYS 

In dual-channel operation, succesive 2-msec segments 
of each channel are displayed at an approx. 500-cycle 
rate per channel. For example, the input signal to a 
portion of the broadcast plant can be compared to the 
output signal to measure any phase and/or amplitude 
distortion caused by the broadcast equipment. Also, 
the outputs of any two portions of the broadcast plant 
can be compared. 

When using the vector display, either channel can 
be turned off to provide a zero reference point for 
the other channel. The reference point is a sharply 
defined spot in the center of the display. Any drift 
in the Vectorscope circuit will change the position of 
the spot, therefore the drift is easily detected and 
corrected. 

When using the linear-sweep display, turning off one 
channel while the other remains in use provides a zero 
reference line against which signals can be nulled. This 
technique eliminates the possibility of measurement 
errors due to parallax. 

BURST BRIGHTENING 

The burst amplifier in the burst-controlled oscillator 
circuit is keyed on during the first 3 fxsec of the linear 
sweep. During the 3-^asec interval the crt trace is bright- 
ened for positive identification of the burst packet. 
Trace brightening during the burst-sampling interval al- 
so facilitates adjustment of burst-amplifier gating. 

VERTICAL INTERVAL TEST SIGNAL OBSERVATION 

Line 18 of Field 2 has been reserved for a color 
test signal, as yet unspecified. Line 19 of Field 2 will 
carry a linearity test signal. The Type 526 can measure 
differential gain quite accurately by means of the later 
test signal. Differential phase measurements may also 
be made, provided that the same subcarrier source is 



used for both color burst and the linearity test signal 
subcarrier. Color burst must be present (during color- 
casting ) . 

The difficulty in seeing these two lines of test signals 
amidst the program signals — which hinders measure- 
ments — is eliminated by the Interfield Signal Key. Trace 
intensification during these test lines modulates the crt 
display so that by adjusting the Intensity Control, only 
these two lines per field may be seen. 

The resulting display, while dim, is quite usable. 

OTHER CHARACTERISTICS 

DC-Coupled Signal Circuits — DC-coupling from the 
push-pull synchronous demodulators to the cathode-ray 
tube prevents changes in chroma signal composition from 
affecting the positioning of the display, making possible 
the detection and measurement of color carrier present 
during blanking time. Carrier-balance corrections can 
be made even while on the air, because the vector dis- 
play shows the direction and magnitude of the re- 
quired adjustments. 

Video Inputs — Channel A and channel B inputs are 
compensated for 75-ohm loop-through operation. Input 
stages are cathode followers. Sufficient gain is pro- 
vided to allow use of a compensated probe rather 
than loop-through input. 

The gain controls of each channel have a range of 
40 db and produce virtually no phase-shift effects. 

Sync Input External, 1 v sync-negative composite 

video signal or 3.5 v to 8 v negative-going composite 
sync signal can be used . Also, horizontal drive pulses 
can be used if interfield keying feature is not used. 
With external sync, channels A and B can display 
non-composite video or chroma signals. External input 
is high-impedance compensated, loop-through con- 
nector for 75-ohm coaxial cable (R = 1 megohm, 

C = 25 pf). 

Internal sync is available. 

External Subcarrier Input — High-impedance com- 
pensated loop-through connector for 75-ohm coaxial 
cable (R=l megohm, C = 20pf). Input has buffer- 
amplifier stage and requires a signal level of 2 volts 
peak-to-peak minimum. 

Vertical Signal Output — The demodulated vertical 
signal is available at a binding post, dc-coupled, for 
feeding remote indicators. 

Trace Intensification Input — A jack (PL-55) is pro- 
vided for external trace-brightening pulses. Internal 
blanking circuitry is disconnected when an external sig- 
nal is being applied. Signal required for trace bright- 
ening is an ac-coupled positive-going 20-volt pulse, 
which can be obtained from the + GATE terminal of 
any Tektronix Oscilloscope that is being triggered by 
the vertical-signal output of the Type 526. This type of 
trace brightening is useful for determining the time limits 
over which a phase shift is occurring. 

Cathode-Ray Tube — The Type 526 uses a 5" flat- 
faced monoaccelerator tube with similar vertical and 
horizontal sensitivities, excellent linearity. Accelerating 
potential is 4 kv. A PI phosphor is normally supplied. 









Figure 1. VECTOR DISPLAY 

Modulated Stairstep Signal showing differential 
gain (differing radial distance from center), 
and differential phase (rotation of dots around 
center) . 

Figure 2. LINE SWEEP DISPLAY 
Modulated Stairstep Signal. Subcarrier regen- 
erator is free running to show only differential 
gain or change in amplitude of subcarrier with 
changing luminance signal. 

Figure 3. LINE SWEEP DISPLAY 
Modulated Stairstep Signal. Subcarrier regen- 
erator is locked to color burst to synchronously 
demodulate the subcarrier. Differential phase 
is shown by variations in synchronously de- 
modulated subcarriers. 

Figure 4. LINE SWEEP DISPLAY 
Modulated Stairstep Signal with increased sen- 
sitivity and subcarrier phasing adjusted to be 
in quadrature with the last step of modulated 
stairstep. 

Figure 5. LINE SWEEP DISPLAY 
Modulated Stairstep Signal with increased verti- 
cal sensitivity and subcarrier phasing adjusted 
to be in quadrature with first step of the 
modulated stairstep. 






Illuminated Graticule — The edge-lighted graticule 
is marked with polar coordinates for hue and satura- 
tion of the chrominance signals, and with vectors for 
the Q, — I, and burst signals. Good broadcast and 
NTSC limits are indicated. Graticule illumination is 
controlled by a front-panel knob. 

Regulated Power Supplies — The self-contained 
low-voltage and crt-high-voltage power supplies are 
electronically regulated against changes in load and 
line-voltage fluctuations between 105 and 125 volts or 
210 and 250 volts. 

Power Requirement — 105v to 125v or 210 v to 
250 v, 50 to 60 cps, typically 240 watts. 

Accessibility — The Type 526 is designed for stand- 
ard rack mounting. Chassis attaches to rack with slide- 
out mounting that permits it to be tilted vertically, pro- 
viding easy access to all components. 

Mechanical Specifications — Dimensions are 8 % " 
high by 19" wide by 18" rack depth. Net weight is 
4514 pounds. Shipping weight is 74 pounds, approx. 



TYPE 526 VECTORSCOPE $1665 

Each instrument includes: 3 — Terminating resistor (011-0023-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — 3-conductor power cord 
(161-0010-00); 1 — Green filter (378-0514-00); 1 — Pr mounting tracks 
(351-0084-00); 2— Instruction Manual (070-0121-00). 

SUPPORTING CRADLES 

Supporting Cradles — for rear slide support when the in- 
strument is to be mounted in a backless rack. Two 
cradles with necessary mounting hardware. 

Order Part Number 040-0344-00 $11.45 

SPECIAL MODEL 

The Type 526 MOD 158B is engineered for the 
C.C.I.R. color subcarrier frequency of 4.4296875 me/ 
sec. The Precision Phase Shift dial reads directly in 
degrees at the C.C.I.R. frequency. All other specifica- 
tions are identical to those for the Type 526. 

TYPE 526 MOD 158B VECTORSCOPE $1750 

Each instrument includes: 3 — Terminating resistor (011-0023-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — 3-conductor power cord 
(161-0010-00); 1 — Green filter (378-0514-00); 1 — Pr mounting tracks 
(351 -0084-00); 2 — Instruction Manual (070-01 21 -00) . 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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TYPE RM 529 WAVEFORM MONITOR 







• LINE SELECTOR 

• FLAT TO 8 MC 

• 4 FREQUENCY RESPONSES 

• POSITIVE FIELD SELECTOR 



• 45 TRANSISTORS— 7 TUBES 

• COOL— QUIET— CLEAN 

• NO FAN— ONLY 80 WATTS 




Newest of the Tektronix line of Television Instruments, the 
RM529 brings to the Industry a new flexibility in waveform 
monitoring: signal-level monitoring, bandwidth and differential 
gain measurements, sine 2 -pulse and bar testing, monitoring Ver- 
tical Interval Test signals, transmitter percent-of-modulation 
measurements, RGB or YRGB displays (in conjunction with color- 
processing amplifiers) and others. Included are four video 
response characteristics, HIGH-PASS, LOW-PASS, IEEE, and 
FLAT. The RM529 features FLAT RESPONSE to 8 Me, assuring 
excellent waveform fidelity and is ideally suited for sine- 
squared testing. 

DC RESTORATION maintains the back porch at an essentially 
constant level despite changes in signal amplitude, APL, and 
color burst, and may be turned off for viewing other than video 
signals. The circuit can easily be modified for sync-tip restora- 
tion. 

Sensitivity range is 0.12 volts to 1.5 volts for full-scale deflec- 
tion. Full-scale calibration at 0.71 4 v or 1 .00 v is provided. 



BRIGHT WAVEFORM DISPLAYS in line selector operation are 
obtained with a new, highly efficient 5” ALUMINIZED CRT, 
operating at increased accelerating potential. The instrument 
uses the best of both solid-state and vacuum-tube circuitry re- 
sulting in improved stability and reliability. The RM529 uses 
NO FAN, resulting in cleaner operation and complete freedom 
from noise. 

HORIZONTAL SELECTION provides 2-field or 2-line displays, 
plus calibrated sweep rates of 0.125 H/cm or 0.25 H/cm. Either 
calibrated rate may be delayed for line selection. SWEEP 
MAGNIFICATION extends the sweep rate by X5 or X25, offer- 
ing calibrated sweep rates from 0.250 H/cm to 0.005 H/cm. 
POSITIVE FIELD SELECTION assures stable displays in the 
presence of random noise bursts and video switching. The LINE 
SELECTOR permits detailed study of any portion of any desired 
line(s), including VIT signals. A VIDEO-OUTPUT AMPLIFIER 
supplies video and a brightening pulse to the associated picture 
monitor, intensifying the same line, or lines, displayed on the 
instrument when using the LINE SELECTOR. The amplifier has 
excellent frequency response and linearity. 






VIDEO FEATURES 



rm529 



INPUTS 

Two unbalanced inputs may be used with either 75 Q loop- 
through or bridging connection (input R & C is 1 Meg and 
24 pf). Alternatetively, one balanced, differential input may 
be used for 124Q circuits. 

DEFLECTION FACTOR 

120 mv to 1 .5 v full scale. Continuously variable between 
ranges. Calibrated full-scale sensitivity: 1.0, 0.50 and 0.20 v. 

FREQUENCY RESPONSE 

4 response characteristics provided: FLAT — ±1% to 5 Me; 
±3% to 8 Me. IRE-Spec 23S-1 of 1958 (amended): 3.58 
Me— 20 db. HIGHPASS -3.58 Me ±400 kc at -3 db. LOW 
PASS -18 db at 500 kc. 

LOW FREQUENCY TILT 

Less than 1% tilt on 60 cps window. 

LINEARITY 

Differential gain and multiburst axis shift: 1 % or less. 

DC RESTORER 

Keyed back porch* type eliminates drift in dc-coupled verti- 
cal amplifier. Does not distort color burst. Blanking level 
shift due to color burst less than 1 IRE unit. Waveform will 
remain on screen if there is a loss of sync pulses for dc re- 
storer keying. DC restorer may be disabled by front-panel 
switch. 

VERTICAL AMPLIFIER 

May be dc-coupled to diode demodulator as in % Video 
Modulation Monitoring. Details are available in manual. 

GAIN STABILITY 

±1% over rated line voltage and ambient temperature 
ranges. 

*Sync tip restoration available by simple modification. 



SWEEP FEATURES 

CALIBRATED SWEEP RATES 

0.250 H/cm and 0.125 H/cm. 0.125 H/cm used for observing 
T pulse; 0.25 H/cm used for 2T pulse testing with graticule 
furnished. A magnifier for all sweep rates provides X5 and 
X25 expansion. 

MAGNIFIER-SWEEP ACCURACY: X5 is within 3%; X25 is 
within 5%. 

UNCALIBRATED SWEEP RATES 

2-LINE and 2-FIELD displays respectively show two complete 
lines or fields with sync pulse at center of screen. MAG- 
NIFIER will expand centered sync pulse X5 or X25 for de- 
tailed examination. See Fig. 5. 

COLOR CAMERA YRGB AND RBG DISPLAYS 

Can be used with color camera processing amplifiers pro- 
viding these sequential signals and the staircase signal. To 
provide RBG display directly, switching is done in the color 
processing amplifier. Receptacle to interconnect color proc- 
essing amplifier (relay control, staircase signal input, and 
ground) is provided on rear panel. 

LINE SELECTOR 

Variable delay over entire field. 

FIELD SELECTOR 

Positive-acting field selection. Noise impulses will not shift 
the field. 

TRIGGER SELECTION 

Stable triggering on composite video signals. INTERNAL: 
200 mv to 1 volt or more, pk-to-pk. EXTERNAL: 250 mv to 1 
volt or more, pk-to-pk. 





Fig. 1. — Multiburst Signal. Multiple exposure 
photograph. Left: High-pass response posi- 
tion. Center: Flat-frequency response posi- 
tion. Right: Low-pass response position. 




Fig. 2. — Modulated Stair-Step Signal. Multiple 
exposure. Left: High-pass position, showing 
gain increased to X5 for measuring differen- 
tial gain. Center: Flat-response position. 

Stair-step signal shows 20 IEEE units of color 
sub-carrier. Right: IEEE response position 

showing sub-carrier substantially eliminated 
for accurate level measurements. 



Fig. 3. — Sine 2 Pulse and Bar Signal. 0.125 
/nsec HAD T-Pulse and Bar. 
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Fig. 4 — 27 Signal. Multiple exposure. Left: 
27. Center: T. Right: 7 / 2 7 Sine 2 , 0.25, 0.125, 
0.0625 fxsec HAD. 



Fig. 5.— Double exposure showing complete 
two-field displays and two-line displays. 



Fig. 6. — Color-Burst Signal. Double exposure. 
Top: X5 magnification. Horizontal display. 
0.125 H/cm. Sweep: 0.025 H/cm. Bottom: 
X25 magnification. Horizontal display: 0.125 
H/cm. Sweep-. 0.005 H/cm. 



OTHER FEATURES 

REGULATED POWER SUPPLY 

Operates on 115v or 230 v line ±10% rms. LINE FRE- 
QUENCY: 50-60 cps. POWER CONSUMPTION: Approx. 

80 w at 1 1 5 v, 60 cps. 

TEKTRONIX CATHODE-RAY TUBE 

Flat-faced, 5" rectangular crt, operating at 5.5 kv accelerat- 
ing potential. Calibrated viewing area, 6x10 cm. Electrical 
beam rotator provides trace alignment. Standard phosphor 
furnished (P-31). Scale illumination: Variable edge-lighting. 

CALIBRATOR 

Two internal calibration voltages of 0.71 4 v and 1 .00 v on 1- 
volt full-scale range of VERTICAL GAIN switch. An external 
calibration signal may be used. Internal calibration pulse 
amplitude ±1% over ambient temperature range and line- 
voltage range. Reference is a Zener diode. 

MECHANICAL FEATURES 

VENTILATION 

Convection air-cooled. Operating Temperature Range: 0° C 
to +50° C. 



FOR 525 LINE, 30 FRAME TELEVISION STANDARDS, PLEASE 
ORDER TYPE RM529 WAVEFORM MONITOR $1100 

Each instrument includes: 1 — light filter, gray (378-0560-00); 1 — 

graticule, composite: — 50 to -f-110 IRE Scale (installed) (331-0156- 
00); 1 — graticule, noncomposite: 0 to 100 IRE Scale (33 1 -0077-00) ; 

1 — graticule, dual scale: —50 to — f- 1 20 IRE and 0% to 100% Modu- 
lation Scales (331-0157-00); 1 — graticule, Sine" pulse & bar 2% & 4% 

K factor for 0.125 /rsec and 0.250 /usee HAD, also — 50 to -|-100 
IRE Scale (331-0161-00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — Pr. 
rack-mounting tracks (351-0040-00); 2 — instruction manual (070-0466- 
00 ). 

FOR 625 LINE, 25 FRAME TELEVISION STANDARDS, PLEASE 
ORDER TYPE RM529 MOD. 158E, CALIBRATED WITH CCIR 

SIGNALS $1100 

HORIZONTAL DISPLAYS changed to: 2 FIELD, 2 LINE, 0.1 
H/cm and 10/xsec/cm. LINE SELECTOR SWEEP RATES: 0.2 
H/cm and 0.1 H/cm. CALIBRATION VOLTAGES: 0.700 and 
1 .00 v are provided. HIGH PASS RESPONSE: 4.43 mHz cen- 
ter frequency; bandpass ±0.4 mHz at —3 db. LINE VOLTAGE: 
Fused and wired for 230 v operation. Each instrument includes 
the same accessories listed above. 

The RM529 can be adapted for use on other television system 
standards. Please consult with your Tektronix Field Engineer 
or Representative. 

OPTIONAL ACCESSORIES 



CONSTRUCTION 

Aluminum-alloy chassis. 

FINISH 

Anodized front panel. 

DIMENSIONS 

5V 4 " high x 19” wide x 20” deep overall. Fits standard 19” 
rack. Instrument can be pulled forward and tilted 90°. 

NET WEIGHT 

Approximately 27 lbs. Shipping weight: 57 lbs. 



Filter, Mesh Assembly with Graticule Cover. Order Part 

No. 378-0575-00 $15.00 

Graticule, Film, 7 cm HAD Sine 2 , 2% and 4% K Factor, pro- 
jected, Order Part No. 331-0161-00 $3.45 

Connector. Use with color processing amplifiers for RBG, 
etc. displays. Order Part No. 134-0049-00 $3.90 

Camera Mounting Bezels. For Tektronix Cameras, see Cam- 
eras Section. For Fairchild and DuMont Cameras, order 
Part No. 014-0016-00 $4.50 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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All information in color describes the additional capa- 
bilities of the Type 535A and RM35A Oscilloscopes. 

HIGH INTENSITY TRACE 



ACCEPTS AMPLIFIER, SPECTRUM ANALYZER, 
AND SPECIAL-PURPOSE PLUG-INS 

DELAYED SWEEP 



CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible 
through use of Letter-Series, 1 -Series, and Spectrum 
Analyzer Plug-In Units. 



HORIZONTAL 

CALIBRATED SWEEP RANGE— Time Base A: 0.1 fisec/cm 
to 5 sec/cm. Time Base B (In 535A only): 2 fxsec/ 
cm to 1 sec/cm. 



SWEEP MAGNIFIER — 5X, extends sweep range to 0.02 
ju,sec/cm. 



TRIGGER REQUIREMENTS— Internal: 2-mm deflection. 

External: 0.2 v to 1 0 v. 



SINGLE SWEEP — (In 535A only) Time Base A. 

CALIBRATED SWEEP DELAY— (In 535A only) 2 [xsec 
to 10 sec, continuously variable. 

EXTERNAL INPUT— 0.2 v/cm to 15 v/cm ; dc to 240 kc; 
1 megohm, 47 pf. 

CRT 

DISPLAY AREA— 6 x 10 cm. 

ACCELERATING VOLTAGE— 1 0 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 0.2 mv to 100v, 1-kc 
square wave. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
455 watts maximum for 531 A, 550 watts maximum 
for 535A. 

VERTICAL PLUG-IN UNITS 

Frequency Specifications are at 3-db down 

For Multiple-Trace Operation — 

TYPE 1 A 1 DUAL-TRACE UNIT — DC to 1 5 MC, 23-nsec 
risetime at 50 mv/cm to 50 v/cm — DC to 14 Me, 25- 
nsec risetime at 5 mv/cm, increasing to 1 5 Me, 23- 
nsec risetime at 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 1 5 Me, 23-nsec 
risetime at 50 mv/cm to 50 v/cm. 

TYPE C-A DUAL-TRACE UNIT — DC to 13.5 Me, 26-nsec 
risetime at 50 mv/cm to 50 v/cm. 

TYPE M FOUR-TRACE UNIT— DC to 14 Me, 25-nsec rise- 
time at 20 mv/cm to 25 v/cm. 
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For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 1 4 Me, 25-nsec rise- 
time at 50 mv/cm to 50 v/cm — 2 cps to 1 0 Me, 35- 
nsec risetime at 5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT — DC to 15 Me, 23-nsec risetime 
at 50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT — DC to 15 Me, 23-nsec risetime 
at 50 mv/cm to 40 v/cm — 3 cps to 1 5 Me, 23-nsec 
risetime at 5 mv/cm to 4 v/cm. 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT— DC to 300 kc at 1 mv/cm, 
increasing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT— 0.06 cps to 20 kc at 50 /xv/ 
cm, increasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT— DC to 14 Me, 25-nsec rise- 
time at 50 mv/cm to 50 v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT — DC to 11 Me, 31 -nsec rise- 
time at 5 mv/cm to 50 v/cm. 

For Spectrum Analysis — 

TYPE L-SERIES UNITS — Present Units cover 1-1 0,400 Me 

For Operations of Integration , Differentiation , 

Function Generation, and Linear or Nonlinear 

Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 14 Me, 25- 
nsec risetime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT — DC to 6 kc, 60 /xsec risetime at 10 
justrain/div to 10,000 fistrain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT — 23-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT — 23-nsec risetime 

For Precise Amplitude Measurement via the Slide- 

Back Technique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 13.5 
Me, at 50 mv/cm, decreasing to 7 Me at 1 mv/cm. 
26-nsec risetime at 50 mv/cm increasing to 50-nsec 
at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 10 
Me, 35-nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications — 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 



APPLICATIONS 

In addition to the usual applications for highly ver- 
satile DC-to-l5Mc Oscilloscopes , sweep delay makes it 
possible to: 

7 . Make accurate incremental measurements along a 
complex waveform. 

2. Make accurate phase-angle measurements between 
two signals, up to frequencies of 7 Me. 

3. Display separate channels of a PTM system with 
effects of time jitter removed, determining pulse 
amplitude and shape under modulation conditions. 

4. Measure pulse-to-pulse interval and amount of jitter 
on computer signals or any train of pulses. 

5. Make accurate time-difference measurements be- 
tween pulse-in and pulse-out through an amplifying 
system. 

6. Display any selected individual line of a television 
composite signal. 

7. Measure time displacement, wave-shape < and 
amplitude of individual channels in a telemetering 
system. 

8. Utilize calibrated sweep magnification up to the 
highest practical limit. 

Plus many more-specialized applications. 

VERTICAL-DEFLECTION SYSTEM 

DC-Coupled Output Amplifier — The wide-band de- 
coupled amplifier has a risetime of 23 nsec with a Type 
1 A 1 , 1 A2, C-A, K, L, or R Unit plugged in. It is fac- 
tory adjusted for optimum transient response. 

HORIZONTAL-DEFLECTION SYSTEM 

A Miller runup sweep generator is used in the Type 
531 A and Type 535A. Inverse feedback in the timing 
circuitry assures excellent linearity. Characteristics of 
the circuitry make possible the wide range of 0.02 fisec/ 
cm to 12 sec/cm. 

The Type 535A has two time-base generators. TIME 
BASE A is identical to the time-base generator in the 
Tektronix Type 531A. TIME BASE B functions as a delay 
generator. The signal to be observed can be displayed 
on either time base in the following ways: TIME BASE B 
normal, TIME BASE B with trace brightening during the 
period that TIME BASE A is running, TIME BASE A de- 
layed by TIME BASE B, TIME BASE A normal, and TIME 
BASE A single sweep. 

Calibrated Sweep Rates — Twenty-four direct-read- 
ing calibrated sweep rates are provided: 0.1, 0.2, 0.5, 
1, 2, 5, 10, 20, 50 /xsec/cm, 0.1, 0.2, 0.5, 1, 2, 5, 10, 
20, 50 msec/cm, 0.1, 0.2, 0.5, 1, 2, 5 sec/cm. In add- 
ition, a vernier (uncalibrated) control provides for 
continous adjustment from 0.1 [isec/cm to approx. 12 
sec/cm. An indicator light warns the operator when the 
sweep is uncalibrated. Calibration of the fixed sweep 
rates will typically be within 1 % of full scale, and in 
all cases within 3% 
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TIME BASE B Calibrated Sweeps — Eighteen direct- 
reading calibrated steps are provided: 2, 5, 10, 20, 50 
ix sec/cm, 0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 50 msec/cm, 0.1, 
0.2, 0.5, and 1 sec/cm. A sweep-length control adjusts 
the sweep length from 4 cm to 1 0 cm for the purpose of 
changing the sweep repetition rate. Variable sweep 
repetition rate makes TIME BASE B useful as a repeti- 
tion-rate generator over the range of 0.1 cycle to 
40 kc. 

Single Sweep — (TIME BASE A only in Type 535A) 
A RESET pushbutton arms the sweep to fire on the next 
trigger to arrive. After firing once, the sweep is locked 
out and cannot fire again until rearmed by pressing 
the RESET button. The READY light indicates when the 
sweep is armed to fire on the next trigger. 

Sweep Magnifier — 5-x magnifier increases the cal- 
ibrated sweep time to 0.02 ^sec/cm. Sweep magnifica- 
tion is obtained by increasing the gain of the sweep 
output amplifier by a factor of five. The center 2 cm of 
the normal trace is expanded to fill the screen. Any 
one-fifth of the magnified sweep can be displayed on 
the screen by rotating the HORIZONTAL POSITION con- 
trol. Accurate 5-x magnification is obtained on all 
ranges, for both time bases. 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. Triggering fac- 
ilities are identical for both time bases, except that TIME 
BASE A has two additional modes: H.F. SYNC and AC 
LF (low-frequency) REJECT. 

Amplitude-Level Selection — Adjustable amplitude- 
level and stability controls provide for triggering the 
sweep at a selected amplitude level on the triggering 
waveform. Triggering source can be internal, external, 
or the line frequency, either ac-coupled or dc-coupled. 
The triggering point can be on either the rising or fall- 
ing slope of the triggering waveform. 

Preset Stability — Same as above, except the sta- 
bility control is preset to the optimum triggering point 
and requires no readjustment. 

Automatic Triggering — Automatic level-seeking 

trigger circuit provides dependable triggering for most 
applications. One simple setting assures positive sweep- 
triggering by signals of widely differing amplitudes, 
shapes, and repetition rates. No trigger control need be 
touched until a different type of operation is desired. 
Range of automatic operation is between 60 cycles and 
2 megacycles, approximately. In the absence of an in- 
put signal the sweep is automatically triggered at about 
a 50-cycle rate, providing a reference trace. 

Low-Frequency Reject — (TIME BASE A only in 
Type 535A) Prevents low-frequency components, such 
as hum, from interfering with stable triggering. 

High Frequency Sync — (TIME BASE A only in Type 
535A) Assures a steady display of sine-wave signals 
up to approximately 30 megacycles. Requires a sig- 
nal large enough to cause about 2 cm deflection, or an 
external signal of about 2 v. 



Trigger Requirements — Internal Triggering — a sig- 
nal large enough to cause 2-mm deflection. External 
triggering — a signal of 0.2 v to 1 0 v. 

DC-Coupled Unblanking — DC coupling is provided 
for the unblanking waveforms, assuring uniform bias on 
the crt for all sweep times and repetition rates. 

Horizontal Input Amplifier — DC-coupled external 
connection to the sweep-output amplifier is through a 
front-panel connector. Combination of a step attenu- 
ator and variable attenuator makes the horizontal de- 
flection factor continuously variable from 0.2 v/cm to 
approximately 15 v/cm. Passband is dc to 240 kc or 
better at maximum gain. Input impedance is approxi- 
mately 47 pf paralleled by 1 megohm. 

SWEEP DELAY 

Sweep delay for TIME BASE A over the range of 2 
/msec to 10 sec is derived from TIME BASE B by means of 
a pick-off circuit. A delayed trigger is generated at the 
pick-off point, which can be adjusted to any point on the 
sawtooth waveform generated by TIME BASE B. The DE- 
LAY-TIME MULTIPLIER, a ten-turn calibrated control, is 
used in conjunction with the TIME/CM switch for TIME 
BASE B to select the pick-off point and indicate the 
amount of delay. Accuracy of the fifteen calibrated 
delay steps from 2 /msec to 0.1 sec is within 1 %. Accur- 
acy of the three remaining steps, 0.2, 0.5, and 1 sec is 
within 3%. For extreme accuracy any or all steps can 
be adjusted to an external standard. Incremental 
accuracy of the ten-turn control is within 0.2% 

Triggered Operation — When the triggering controls 
of TIME BASE A are adjusted so that the delayed trig- 
ger from TIME BASE B arms the sweep but does not 
start it, the next signal to arrive will start the sweep. 
Thus the delayed sweep is actually started by the signal 
under observation, resulting in a steady display even 
when time jitter or time modulation is present in the 
signal. 

Conventional Operation — When the triggering 
controls of TIME BASE A are adjusted to permit the de- 
layed trigger to start the sweep, the delayed sweep 
starts precisely at the pick-off point, its start delayed the 
amount of time indicated by the TIME BASE B time/cm 
switch and the DELAY-TIME MULTIPLIER. Any time 
modulation or time jitter on the signal will be magnified 
in proportion to the amount of sweep expansion. 

The time jitter in the delayed trigger or delayed 
sweep will not exceed one part in 20,000 of the maxi- 
mum available delay interval (where the maximum 
available delay interval is 10 times the Time/Cm or 
Delay-Time setting). 

Trace Brightening — When the signal is displayed 
on TIME BASE B with the HORIZONTAL DISPLAY switch 
in the “B” INTENSIFIED BY “A” position, the unblank- 
ing pulse of TIME BASE A is added to that of TIME BASE 
B. Therefore the period of operation of TIME BASE A 
appears as a brightened portion on the display. This 
trace brightening serves to indicate both the point-in- 
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time relationship between the delayed sweep and the 
original display, and the degree of magnification that 
will be achieved when the display is transferred to TIME 
BASE A. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — A square-wave calibration 
voltage is available through a front-panel coaxial con- 
nector. Eighteen direct-reading fixed steps — 0.2, 0.5, 
1, 2, 5, 10, 20, 50 millivolts, 0.1, 0.2, 0.5, 1, 2, 5, 10, 
20, 50, 100 volts peak-to-peak are provided by the 
single knob control. Accuracy is within 3%. Square- 
wave frequency is approximately 1 kc. 

Accelerating Potential — 10-kv accelerating poten- 
tial assures bright display when using fast sweeps at 
low repetition rates. The Tektronix cathode-ray tube 
is a 5" flat-faced metallized precision tube with a heli- 
cal post-accelerating anode. For best results, a cath- 
ode-ray tube with a P2 phosphor is normally furnished. 

Beam Position Indicators — Two pairs of indicator 
lights show direction of the electron beam when the spot 
is not on the screen. 

Illuminated Graticule For convenience in making 

time and amplitude measurements, the edge-lighted 
graticule has 6x10 centimeters marked in centimeter 
squares with centerline markings every 2 millimeters. 
Illumination is controlled by a front-panel knob. 

Multi-Trace Blanking — A blanking voltage is avail- 
able to eliminate switching transients from the display 
when a multiple-trace plug-in unit is operated in its 
chopped mode. The blanking voltage can be applied 
to the crt cathode by means of a switch located on the 
back panel of the instrument. 

Output Waveforms — A 20-v positive gate of the 
same duration as the sweep and a 1 50-v sweep-saw- 
tooth waveform are available at front-panel binding 
posts via cathode followers. A 20-v positive gate and 
the delayed trigger from TIME BASE B are also avail- 
able at front-panel connectors. The vertical signal is 
brought out to a front-panel terminal, amplitude is 
approximately 1 .5 v/cm of signal on screen. 

Balanced Delay Network — Ample signal delay is 
provided by a balanced (push-pull) delay network to 
permit observation of the leading edge of the waveform 
that triggers the sweep. 

Direct Input to CRT — An aperture in the side of 
the cabinet permits direct connection to the cathode- 
ray-tube deflection plates. 

Access to Interior — Three-piece cabinet design pro- 
vides easy access to the interior of the instrument. Cab- 
inet sides are held in place by two quick-opening 
fasteners, and can be removed in a matter of seconds. 

Probes Two low capacitance probes (10-X at- 

ten.) are supplied with the instrument. Input capaci- 
tance is 7 pf with probes and either Type 531 A - Type 
K or Type 535A - Type K combinations. Maximum de- 
flection factor is 0.5 v/cm. Excellent transient response 
is retained, as the probes introduce no overshoot or 
ringing. 



Power Requirement — Wired for 115v, 50 to 60 
cps, the electronically-regulated power supplies permit 
a line voltage variation between 103.5 and 126.5v 
( 1 1 5 v ±10%). Changing transformer taps permits 
operation at 108, 122, 216, 230, or 244 v regulated 
within 10%, each range. The Type 531A draws 455 
watts maximum; the Type 535A draws 550 watts maxi- 
mum. For 50 to 60 and 400 cps operation, a different 
fan must be installed (at extra cost). Order MODIFICA- 
TION 1 01 M. 

Cabinet Models Type 531 A and 535A dimen- 

sions are 16%" high by 1 3 % " wide by 23 %" deep. 
Type 531 A net weight is 57% pounds; shipping weight 
is 78 pounds, approx. Type 535A net weight is 61 V 2 
pounds; shipping weight is 83 pounds, approx. 

Rack-Mount Models Type RM31A and RM35A 

cabinets mount to a standard 19" rack. They withdraw 
from the cabinet on slide-out tracks and can be tilted 
and locked in any of 7 positions for servicing con- 
venience. Dimensions are 14" high by 19" wide by 
22 %" deep. For further mounting information, refer 
to the Catalog instrument dimension page. Type 
RM31A net weight is 75 pounds; shipping weight is 
101 pounds, approx. Type RM35A net weight is 78% 
pounds; shipping weight is 105 pounds, approx. 

TYPE 531A, without plug-in units $995 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1— Green filter (378-0514-00); 1— Patch cord, BNC-to- 
BNC, 18" (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 

18" (012-0091-00); 1— Post jack, BNC, (012-0092-00); 2— Instruction 
Manual (070-0130-00). 

TYPE 535A, without plug-in units $1400 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18" (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 

18" (012-0091-00); 1— Post jack, BNC, (012-0092-00); 2— Instruction 
Manual (070-0145-00). 

TYPE RM31A, without plug-in units $1095 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18", (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 

18" (012-0091-00); 1— Post jack, BNC, (012-0092-00); 1— Set mount- 
ing hardware; 2 — Instruction Manual (070-0301-00). 

TYPE RM35A, without plug-in units $1500 

Each instrument includes: 2— -P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18", (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 

18" (012-0091-00); 1— Post jack, BNC, (012-0092-00); 1— Set mount- 
ing hardware; 2 — Instruction Manual (070-0306-00). 

CUSTOM SPECIALS 

Special modifications for the Type 531 A, 535A and 
Rack Mount models are available as factory-installed 
options. Instruments can be ordered for operation 
from 50-400 cps in either normal or high-altitude en- 
vironments, with single-sweep capability, or 12-kv 
accelerating potential. Consult your Field Engineer to 
learn about the advantages, limitations, and delivery 
time of these or other modified instruments. 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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DC-to-15 MC OSCILLOSCOPE Type 

with 100X MAGNIFIER 




HIGH-INTENSITY TRACE 



CRT 

DISPLAY AREA— 6 x 10 cm. 
ACCELERATING VOLTAGE— 1 0 kv. 



WIDE RANGE SWEEP MAGNIFICATION 

ACCEPTS AMPLIFIER , SPECTRUM ANALYZER , 
AND SPECIAL-PURPOSE PLUG-INS 

CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible 
through use of the 1 -Series, Spectrum Analyzer, 
and all Letter-Series Plug-In Units. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 0.1 /x sec/cm to 5 sec/cm. 

SWEEP MAGNIFIER — X2 to XI 00, extends sweep 
range, accurately, to 0.02 /xsec/cm. 

TRIGGER REQUIREMENTS — Internal: 2-mm deflection. 

External: 0.2 v to 1 0 v. 

EXTERNAL INPUT — 0.1 v/cm to lOv/cm (calibrated) 
dc to 240 kc; 1 megohm, 47 pf. 



OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 0.2 mv to 1 00 v ; 1 -kc 
square wave. 

POWER REQUIREMENTS— 105 to 1 25 v or 210 to 
250 v, 500 watts max. 

VERTICAL PLUG-IN UNITS 

Frequency Specifications are at 3-db down 

For Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE UNIT — DC to 1 5 Me, 23-nsec 
risetime at 50 mv/cm to 50 v/cm — DC to 14 Me, 
25-nsec risetime at 5 mv/cm, increasing to 1 5 Me, 
23-nsec risetime at 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 1 5 Me, 23-nsec 
risetime at 50 mv/cm to 50 v/cm. 

TYPE C-A DUAL-TRACE UNIT — DC to 13.5 Me, 23-nsec 
risetime at 50 mv/cm to 50 v/cm. 

TYPE M FOUR-TRACE UNIT— DC to 14 Me, 25-nsec rise- 
time at 20 mv/cm to 25 v/cm. 
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For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 14 Me, 25-nsec rise- 
time at 50 mv/cm to 50v/cm — 2 cps to 1 0 Me, 35- 
nsec risetime at 5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT — DC to 15 Me, 23-nsec risetime 
at 50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT— DC to 15 Me, 23 -nsec risetime 
at 50 mv/cm to 40 v/cm — 3 cps to 1 5 Me, 23-nsec 
risetime at 5 mv/cm to 4 v/cm. 

For Spectrum Analysis — 

TYPE L-SERIES UNITS — Present units cover 1-10,400 Me 
For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT— DC to 300 kc at 1 mv/cm, 
increasing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT— 0.06 cps to 20 kc at 50 pv/ 
cm, increasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 
TYPE G WIDE-BAND UNIT— DC to 14 Me, 25-nsec rise- 
time at 50 mv/cm to 50 v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT— DC to 11 Me, 31 -nsec rise- 
time at 5 mv/cm to 50 v/cm. 

For Operations of Integration , Differentiation , 
Function Generation , and Linear or Nonlinear 
Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 14 Me, 25- 
nsec risetime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 
TYPE Q UNIT — DC to 6 kc, 60 /xsec risetime at 10 
^strain/div to 10,000 /xstrain/div. 

For Transistor Risetime Checking — 

Type R Unit — 23-nsec risetime. 

For Diode Recovery-Time Measurements 

Type S Unit — 23-nsec risetime. 

For Precise Amplitude Measurement via the 
Slide-Back Technique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 
13.5 Me, at 50 mv/cm, decreasing to 7 Me at 1 mv/ 
cm. 26-nsec risetime at 50 mv/cm increasing to 50 
nsec at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 
10 Me, 35-nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications — 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 

The Type 533 A is a dc-to-15mc oscilloscope with 
wide range of application coverage through versatile 
Tektronix Plug-In Units. Six different degrees of sweep 
magnification are available. Sweep lockout and high 
writing rate are combined for best results in one-shot 
recording. 

Operating convenience results from functionally- 
grouped controls , a single-knob direct-reading sweep 
selector , and fiddle-free triggering settings. Other 
useful features are warning lights for uncalibrated 
sweep-rate and sweep-magnifier settings , beam-position 
indicators, and built-in blanking for switching transients 
in multi-trace operation. 



VERTICAL-DEFLECTION SYSTEM 

DC-Coupled Output Amplifier — The dc-to-15 me 
output amplifier is factory adjusted for optimum tran- 
sient response. Risetime is 23 nsec with a Type 1 A 1 , 
1A2, C-A, K, L, or R Unit plugged in. 

Balanced Delay Network — Ample signal delay is 
provided by a balanced (push-pull) delay network to 
permit observation of the leading edge of the wave- 
form that triggers the sweep. 



HORIZONTAL-DEFLECTION SYSTEM 

A Miller runup type sweep generator is used in the 
Type 533A. Inverse feedback in the timing circuitry as- 
sures excellent linearity. Characteristics of this circuitry 
make possible the wide range of 0.02 jusec/cm to 12 
sec/ cm. 

Calibrated Sweep Rates — Twenty-four direct- 
reading calibrated sweep rates are provided: 0.1, 0.2, 
0.5, 1, 2, 5, 10, 20, 50/xsec/cm, 0.1, 0.2, 0.5, 1, 2, 5, 
10, 20, 50 msec/cm, 0.1, 0.2, 0.5, 1, 2, 5 sec/cm. In 
addition, a vernier (uncalibrated) control provides for 
continuous adjustment from 0.1 ^asec/cm to 12 sec/cm. 
An indicator light warns the operator when the sweep 
is uncalibrated. Calibration of the fixed sweeps is with- 
in 3 % . 

Sweep Magnifier — Six degrees of sweep magnifi- 
cation are provided: 2, 5, 10, 20, 50, and 100 times. 
Any ten centimeters of a magnified sweep can be dis- 
played. When the magnified sweep does not exceed 
the maximum calibrated rate of 0.02 jusec/cm, accuracy 
is within 5% of the displayed portion. An indicator 
light warns the operator when the maximum calibrated 
rate is being exceeded. 

Single-Sweep Operation — Lockout-reset circuitry 
provides for one-shot recording. After a single sweep 
is triggered, the sweep circuit is automatically locked 
out until manually reset. When reset, the sweep will 
fire on the next trigger received, then automatically 
lock out until the operator activates the RESET lever. 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. 

Amplitude-Level Selection — Adjustable ampli- 

tude-level and stability controls provide for triggering 
the sweep at a selected amplitude level on the triggering 
waveform. Triggering source can be internal, external or 
the line frequency, either ac-coupled or dc-coupled. The 
triggering point can be on either the rising or falling 
slope of the triggering waveform. 

Preset Stability — Same as above, except the sta- 
bility control is preset to the optimum triggering point 
and requires no readjustment. 
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Automatic Triggering — Automatic level-seeking 

trigger circuit provides dependable triggering for most 
applications. One simple setting assures positive sweep- 
triggering by signals of widely differing amplitudes, 
shapes, and repetition rates. No trigger control need 
be touched until a different type of operation is de- 
sired. Range of automatic operation is between 60 cy- 
cles and 2 megacycles, approximately. In the absence 
of an input signal the sweep is automatically triggered 
at about a 50-cycle rate, providing a reference trace 
on the screen. 



Low Frequency Reject — Prevents low-frequency 
components, such as hum, from interfering with stable 
triggering. 

High-Frequency Sync — Assures a steady display 
of sine-wave signals up to approximately 30 megacy- 
cles. Requires a signal large enough to cause about 2 
cm of deflection, or an external signal of about 2 v. 



Trigger Requirements — Internal triggering — a 

signal large enough to cause 2-mm deflection. External 
triggering — a signal of 0.2 v to 1 0 v. 



DC-Coupled Unblanking — DC coupling is pro- 
vided for the unblanking waveform, assuring uniform 
bias on the cathode-ray tube for all sweep times and 
repetition rates. 




Horizontal Input — An external signal can be ap- 
plied to the horizontal deflection plates through the de- 
coupled horizontal amplifier via a front-panel connec- 
tor. Three calibrated sensitivity steps are provided: 0.1, 
1, and lOv/cm. A variable control provides for con- 
tinuous adjustment from 0.1 to approximately 100 v/cm. 
Horizontal amplifier passband is dc to 500 kc or better 
at maximum gain. Input impedance is approximately 
1 megohm paralleled by 45 pf. 



OTHER CHARACTERISTICS 
Amplitude Calibrator — A square-wave calibration 
voltage is available through a front-panel connector. 
Eighteen fixed steps — 0.2, 0.5, 1, 2, 5, 10, 20, 50, 
100 millivolts, 0.2, 0.5, 1, 2, 5, 10, 20, 50 and 100 
volts peak-to-peak are provided. Accuracy is within 
3%. Square-wave frequency is approximately 1 kc. 

Accelerating Potential — 10-kv accelerating po- 
tential assures bright display when using fast sweeps 
at low repetition rates, and in single-sweep applica- 
tions. The Tektronix cathode-ray tube is a 5 " flat-faced 
metallized precision tube with helical post-accelerating 
anode. For best results over a wide sweep range of 
the Type 533A, a P2 phosphor is normally furnished. 




Illuminated Graticule — For convenience in making 
time and amplitude measurements, the edge-lighted 
graticule has 6x10 centimeters marked in centimeter 
squares with centerline markings every 2 millimeters. 
Illumination is controlled by a front-panel knob. 



Beam-Position Indicators — Two pairs of indicator 
lights show direction of the electron beam when the 
spot is not on the screen. 
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Multi-Trace Blanking — A blanking voltage is avail- 
able to eliminate switching transients from the display 
when a multiple-trace plug-in unit is operated in its 
chopped mode. The blanking voltage can be applied 
to the ert cathode by means of a switch located on the 
back panel of the instrument. 

Output Waveforms — A 20-v positive gate of the 
same duration as the sweep and a 1 50-v sweep-saw- 
tooth waveform are available at front-panel binding 
posts via cathode followers. The vertical signal is 
brought out to a front-panel terminal, amplitude is 
approximately 1.5 v/cm of signal on screen. 

Direct Input To CRT — An opening in the side of the 
cabinet permits direct connection to the cathode-ray 
tube deflection plates. 

Probes Two low capacitance probes ( 1 0-X at- 

ten.) are supplied with the instrument. Input capaci- 
tance of the Type 533A - Type K combination with 
probes, 7 pf; maximum deflection factor is 0.5 v/cm. 
Excellent transient response is retained, as the probes 
introduce no overshoot or ringing. 

Power Requirement — Wired for 1 1 5 v, 50 to 60cps, 
the electronically-regulated power supplies permit a 
line-voltage variation between 103.5 and 126.5v 
( 1 1 5 v dr 1 0 % ) . Changing transformer taps permits 
operation at 108, 122, 216, 230, or 244 v, regulated 
within 10%, each range. The Type 533A draws 455 
watts, maximum. For 50 to 60 and 400 cps operation, 
a different fan must be installed (at extra cost). Order 
MODIFICATION 101M. 

Cabinet Models— Type 533A dimensions are 16% " 
high by 1 3 Vs " wide by 23 %" deep. Net weight is 
62/4 pounds. Shipping weight is 78 pounds, approx. 

Rack-Mount Model Type RM33A cabinet mounts 

to a standard 1 9" rack. It withdraws from the cabinet 
on slide-out tracks and can be tilted and locked in 
any of 7 positions for servicing convenience. Dimen- 
sions are 14" high by 19" wide by 22 % " deep. For 
further mounting information, refer to the Catalog 
instrument dimension page. Net weight is 7 4/2 pounds, 
approx. Shipping weight is 100 pounds, approx. 

TYPE 533A, without plug-in units $1125 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1— Green filter (378-0514-00); 1— Patch cord, BNC-to- 
BNC, 18’’ (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18" 
(012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruction 

Manual (070-0258-00). 

TYPE RM33A, without plug-in units $1225 

Each instrument includes: 2 — P6006 probe (010-0127-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 
BNC, 18" (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18" 
(012-0091-00); 1— Post jack, BNC (012-0092-00); 1— Set mounting 
hardware; 2 — Instruction Manual (070-0303-00). 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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ACCURATE PHASE BALANCE 

WIDE BAND “X-Y” DISPLAY 

ACCEPTS AMPLIFIER , SPECTRUM ANALYZ- 
ER, AND SPECIAL-PURPOSE PLUG-INS 

The Type 536 represents a combination of wide-band 
“X-Y" and general-purpose laboratory oscilloscopes. 
Identical main amplifiers and a Tektronix crt with equal 
X and Y deflection characteristics are the basic com- 
ponents. Using identical wide-band Plug-In Units , hori- 
zontal and vertical deflection systems are almost iden- 
tical. Relative phase shift is less than 1° to 15 Me, and 
phase balance can be obtained at any frequency to 
over 25 Me. 

With the Type T utilized in the horizontal deflection, 
and a Type 1A1, 1A2, or Letter-Series units in the verti- 
cal, the Type 536 functions as a general-purpose instru- 
ment. In order to view the leading edge of a fast-rising 
waveform, a pre-trigger signal occurring approx. 0.2 
/xsec in advance of the signal to be viewed must be 
applied to the external trigger input of the Type T Unit. 

APPLICATIONS 

In curve-tracing applications the Type 536 extends the 
range of familiar techniques to today’s higher-frequency 
problems. Differential input, a feature that eliminates the 
need for a common XY terminal, is available in the wide- 
band Type G Plug-In Preamplifier. A pair of Type G 
Units provide accuracy needed in many curve-tracing 
applications. 

Some applications for a wide-band "X-Y” oscilloscope: 

1. Examination of semiconductor diode characteris- 
tics — volts vs. amperes plot. 

2. Determination of ferromagnetic material charac- 
teristics. 

3. Linear amplifier distortion measurement. 

4. Limiting or expanding-amplifier performance 
measurements. 

5. Displaying pressure vs. volume diagrams. 

6. Analyzing amplitude selector type circuits such as 
Schmitt, diode pick-off, etc. 

7. Checking regulated power supply performance. 

8. Measurement of voltage coefficient of resistors. 

9. Performance tests of various modulation systems 
such as AM, suppressed carrier, FM, PTM, PAM, etc. 

1 0. Performance tests of demodulators for above mod- 
ulation systems. 

11. Determining gating circuit characteristics. 

12. Function generator — y = f(x). 




CHARACTERISTIC SUMMARY 
VERTICAL AND HORIZONTAL 



Both vertical and horizontal deflection characteristics 
extremely flexible through use of the 1 -Series, Spec- 
trum Analyzer, and all Letter-Series Plug-In Units. 

TIME-BASE DEFLECTION 

(with Type T TIME-BASE GENERATOR) 

CALIBRATED SWEEP RANGE— 0.2 /x sec/div to 2 sec/div. 

SWEEP MAGNIFIER — 5X, extends sweep range to 0.04 
/xsec/div. 

TRIGGER REQUIREMENT— 0.2 v to lOv. 

CRT 

DISPLAY AREA— 10 x 10 divisions (3- Vs x3-V 8 inches). 

ACCELERATING VOLTAGE— 4 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 100 v; 1 kc square 
wave. 

POWER REQUIREMENTS— 105 to 1 25 v or 21 0 to 250 v; 
typically 625 watts, with two Type K Units. 





AMPLIFIER PLUG-IN UNITS 

Frequency Specifications are at 3-db down 

Type 1A1 — DC to 11 me, 31 nsec at 0.05 v/div to 

50 v/div dc to 10.5 me, 33 nsec at 0.005 

v/div, increasing to 11 me, 31 nsec at 0.05 v/div. 

Type 1A2 — DC to 11 me, 31 nsec at 0.05 v/div to 
50 v/div. 

Type B — DC to 10 me, 35 nsec at 0.05 v/div to 50 
v/div.... 2 cycles to 9 me, 0.04 jasec at 5 mv/ 
div to 0.05 v/div. 

Type C-A — DC to 10 me, 35 nsec. 

Type D — DC to 300 kc at 1 mv/div, increasing to 
2 me at 50 mv/div, 0.18 //.sec. 

Type E — 0.06 cycles to 20 kc, increasing to 60 kc 
at 0.5 mv/cm. 

Type G — DC to 10 me, 35 nsec. 

Type H — DC to 9.5 me, 37 nsec. 

Type K — DC to 1 1 me, 31 nsec. 

Type L — DC to 11 me, 31 nsec at 0.05 to 40 v/div 
... .3 cycles to 10 me, 35 nsec at 0.005 to 4 v/ 
div. 

Type M — DC to 10 me, 35 nsec. 

For operations of integration, differentiation, function 
generation, and linear or nonlinear amplification — 

Type O — DC to 10 me, 35 nsec. 



For transducer and strain gage applications — 

Type Q — Sensitivity 10 microstrain/div., dc to 6 kc. 

For precise amplitude measurements via the slide- 
back technique — Type W and Type Z Units. 

ADDITIONAL PLUG-IN UNITS 

Type T — Must be plugged into horizontal for con- 
ventional operation. Specifications of horizontal-de- 
flection system with Type T Unit: 

Calibrated Sweep Rates — Twenty-two sweep rates 
from 0.2 /xsec/div to 2 sec/div. 

5-x Sweep Magnifier — Increases calibrated sweep 
rate to 0.04 /xsec/div. 

Versatile Trigger Selection — Positive or negative slope, 
external or line voltage, ac-coupling or dc-coupling 
through triggering circuits. 

Amplitude-Level Selection — With preset or manual sta- 
bility control. 

Automatic Triggering — No trigger control adjustment 
necessary for trigger signals between 60 cps and 
approx. 2 me. 

High-Frequency Sync — Synchronizes with sine-wave 
signals in frequency range of 5 me to 1 5 me. 

Please refer to the description of the Type T Time- 
Base Generator for complete characteristics. 




Ferrite bead characteristics at two different tem- 
peratures — left, at 25°C; right, at equilibrium 
temperature due to self heating. Type 536 with 
two Type G Units, driving frequency 1 me. 



High-condition diffused silicon diode character- 
istics — left, at 60 cycles; right, at 2 me. Type 
536 with two Type G Units, horizontal calibra- 
tion 1 v/div; vertical calibration lOOma/div; 
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Type R Plug-In, for transistor risetime measurements, 
and Type S Plug-In, for diode-recovery measurements, 
are electrically compatible with the Type 536, but be- 
cause of the matched X-Y delay of the instrument ( no 
vertical system delay line) and its 35-nsec amplifier 
risetime, utility of these plug-ins is severely restricted. 

For Spectrum Analysis — 

Type L-Series Units — Present Units cover 1-1 0,400 Me. 

For High-Frequency Sampling Applications — 

Type 1S1 Sampling Unit — 350-psec risetime. 

VERTICAL AND HORIZONTAL 
DEFLECTION SYSTEMS 

All characteristics of the horizontal deflection systems 
are identical to those of the vertical deflection system 
when identical Plug-In Units are used. Both main am- 
plifiers have excellent transient response. Following are 
typical specifications using the K and G Units. (All 
specifications are valid providing amplifiers are not 
overdriven by input signal). 

Type 536 used with Type K Units: RISETIME — 31 nsec. 
PASSBAND — dc to 1 1 Me. RELATIVE PHASE-SHIFT — 
less than 1 degree from dc to 15 Me. PHASE-SHIFT 
BALANCE — obtainable at any frequency to 30 Me, 
using the front-panel Amplifier Phasing Control. 

Type 536 used with Type G Units: RISETIME — 35 nsec. 
PASSBAND — dc to 10 Me. RELATIVE PHASE SHIFT — 
less than one degree to 1 5 Me, less than two de- 
grees to 17 Me, less than five degrees to 23 Me. 
PHASE-SHIFT BALANCE — obtainable at any fre- 
quency to over 25 Me. 

Following are applicable to both K and G Units used 
with Type 536: DEFLECTION FACTORS — 0.05 v/ 
div max, 9 calibrated steps from 0.05 v/div to 20 
v/div; continuously variable adjustment between 
steps. DEFLECTION CAPABILITY — five divisions of 
deflection can be obtained at 20 Me without over- 
driving the input amplifiers. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — A square-wave voltage is 
available through a front-panel coaxial connector. Eight- 
een fixed voltage steps — 0.2, 0.5, 1, 2, 5, 10, 20, 50, 

1 00 millivolts, 0.2, 0.5, 1 , 2, 5, 1 0, 20, 50, and 1 00 volts 
peak-to-peak are provided. Accuracy is within 3%. 
Square-wave frequency is approximately 1 kc. 

Cathode-Ray Tube — A Tektronix cathode-ray tube 
provides a 10-by-10 division ( 3 Vs " x 3 Vq " ) viewing 
area. Deflection factor is approximately the same for 
both horizontal and vertical deflection plates. Acceler- 
ating potential is approx. 4 kv. For best results over 
the wide sweep range, a P31 phosphor is normally 
supplied. 



Beam-Position Indicators — Two pairs of indicator 
lights show direction of the electron beam when the 
spot is not on the screen. 

Output Waveforms — The vertical and horizontal 
signals are brought out to front-panel terminals for exter- 
nal applications. Output signals are dc coupled and are 
nominally one volt per division of deflection on ert face. 

Intensity Modulation — A front-panel switch selects 
the desired method of intensity modulation ... internal 
dc-coupled unblanking (for T unit) or external ac- 
coupling or dc-coupling to the ert grid. The visually 
perceptible input level is typically 1 v. Positive 20 v 
signal will provide complete “black to white” un- 
blanking. 

Illuminated Graticule The edge-lighted graticule 

is marked in 10 by 10 divisions ( 3 Vs by 3 y 8 inches 
total area), with centerlines marked every one-fifth of 
a division. Illumination is controlled by a front-panel 
knob. 

Probes — Two low capacitance probes (10-X at- 
ten.) are supplied with the instrument. Input capaci- 
tance of the Type 536 - Type K combination with 
probes is 7 pf, maximum deflection factor is 0.5 v/cm. 
Excellent transient response is retained, as the probes 
introduce no overshoot or ringing. 

Power Requirement — Wired for 1 1 5 v, 50 to 60 
cps, the electronically-regulated power supplies permit 
a line voltage variation between 103.5 and 126.5v 
( 1 1 5 v ±10%). Changing transformer taps permits 
operation at 108, 122, 216, 230, or 244 v, regulated 
within 10%, each range. The Type 536 draws 625 
watts, typically, with two Type K Units. For 50 to 60 
and 400 cps operation, a different fan must be install- 
ed (at extra cost). Order MODIFICATION 101M. 

Mechanical Specifications — Dimensions are 1 6 % “ 

high by 1 3 Vs " wide by 23 % " deep. Net weight is 
55% pounds. Shipping weight is 76 pounds, approx. 

TYPE 536, without plug-in units $1085 

2 — P6006 probe (010-0127-00); 1 — 3 to 2-wire adapter (103-0013- 

00); 1 — 3-conductor power cord (161-0010-00); 1 — Graticule (33 1 - 

0057-00); 1 — Green filter (378-0514-00); 1 — Patch cord, BNC-to- 

BNC, 18'' (012-0087-00); 1 — Patch cord, BNC-to-banana plug, 18’’ 

(012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruction 

Manual (070-0270-00). 

Rack Mount Adapter 

A cradle mount to adapt the Type 536 Oscilloscope 
for rack mounting is available. It consists of a cradle 
to support the instrument in any standard 19" relay 
rack and a mask to fit around the regular instrument 
panel. Tektronix blue vinyl finish. Rack height re- 
quirements 1 7 V 2 ". 

Order Part Number 040-0281-00 $45 

U.S. Sales Prices f.o.b. Beaverton, Oregon 

Please refer to Terms and Shipment, General Information page. 
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ILLUMINATED NO-PARALLAX GRATICULE 

SIMPLIFIED VERTICAL AMPLIFIER 

PUSH-PULL DELAY CABLE (NO ADJUSTMENTS) 

FULL-PASSBAND TRIGGERING 

ACCEPTS AMPLIFIER, SPECTRUM ANALYZER, AND 
SPECIAL-PURPOSE PLUG-INS 

DUAL-TRACE, DC-TO-33 MC PERFORMANCE 
WITH TYPES 1A1 AND 1A2 PLUG-IN UNITS 

The Type 543B Oscilloscope is a versatile laboratory 
instrument designed for use with all Tektronix 1 -Series, 
Letter-Series, and Spectrum Analyzer Plug-In Units. 

CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible through 
use of all 1 -Series, Letter-Series, or Spectrum Analyzer Plug-In 
Units. 

HORIZONTAL 

CALIBRATED SWEEP RANGE — 0.1 /.isec/cm to 5 sec/cm. 
SWEEP MAGNIFIER — X2 to XI 00, extends calibrated sweep 
range to 0.02 /xsec/cm. 

TRIGGER REQUIREMENTS — Internal: Less than 1-cm deflec- 
tion to 30 Me. 

External: 0.2 v to 10 Me, 1 v at 30 Me. 



EXTERNAL INPUT — 0.1 to lOv/cm. DC to 500 kc; 1 megohm, 
55 pf. 

CRT 

ILLUMINATED NO-PARALLAX GRATICULE 

DISPLAY AREA — 6x10 cm. 

ACCELERATING VOLTAGE — lOkv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 0.2 mv to 1 00 v; 1 -kc square wave. 

POWER REQUIREMENTS— 108, 115, 122, 216, 230, or 244 v 
(±10% on each range,) 600 watts maximum. 

VERTICAL PLUG-IN UNITS 

For Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE UNIT— DC to 33 Me, 10.5 nsec risetime 
at 50 mv/cm to 50v/cm — DC to 23 Me, 15-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 33 Me, 10.5-nsec risetime 
at 50 mv/cm to 50 v/cm. 

TYPE C-A DUAL-TRACE UNIT— DC to 24 Me, 15-nsec risetime 
at 50 mv/cm to 50 v/cm. 

TYPE M FOUR-TRACE UNIT-DC to 20 Me, 17-nsec risetime at 
20 mv/cm to 25 v/cm. 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT— DC to 300 kc at 1 mv/cm, increas- 
ing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT— 0.06 cps to 20 kc at 50^v/cm, in- 
creasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT— DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm. 



( a IN ©] 
'^S£/ 



65 



543B 

r ' v '543B 



For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT— DC to 15 Me, 23-nsec risetime at 
5 mv/cm to 50 v/cm. 

For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm — 2 cps to 12 Me, 30-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT-DC to 30 Me, 12-nsec risetime at 
50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT — DC to 30 Me, 12-nsec risetime at 
50 mv/cm to 40 v/cm— 3 cps to 24 Me, 15-nsec risetime at 
5 mv/cm to 4 v/cm. 

For Spectrum Analysis — 

TYPE L-SERIES UNITS— Present Units cover 1-1 0,400 Me. 

For Operations of Integration, Differentiation, Function 
Generation, and Linear or Nonlinear Amplification — 
TYPE O OPERATIONAL AMPLIFIER— DC to 25 Me, 14-nsec 
riestime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT — DC to 6 kc, 60 /xsec risetime at 10 /xstrain/div. 
to 10,000 /xstrain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT-1 2-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT-1 2-nsec risetime. 

For Precise Amplitude Measurement via the Slide-Back Tech- 
nique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 23 Me, 
at 50 mv/cm, decreasing to 8 Me at 1 mv/cm. 15-nsec rise- 
time at 50 mv/cm increasing to 44-nsec at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 13 Me, 
27-nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications — 

TYPE 1 SI SAMPLING UNIT— 350 psec risetime. 

VERTICAL-DEFLECTION SYSTEM 

FREQUENCY RESPONSE with these Plug-in Units extends 
from dc to 30 Me, depending on the unit used. Specialized Plug- 
In Units adapt the 543B to strain-gage, operational-amplifier, 
multi-channel, spectrum analysis and other applications. Dual- 
Trace dc-to-33 Me displays at 50 mv/cm are achieved with either 
the Type 1A1, or Type 1A2 Plug-In Units. The Type 1A1 offers 
5 mv/cm sensitivity from dc to 23 Me plus triggering from chan- 
nel 1 signal for dual-trace applications. 

SIGNAL DELAY permits observation of the leading edge 
of the waveform that triggers the sweep. The specially-braided 
200-nsec delay cable requires no tuning. 

SIGNAL OUTPUT from the front panel provides 1.2 volts 
or more for each centimeter of displayed signal. 

HORIZONTAL-DEFLECTION SYSTEM 

SWEEP RANGE from 0.1 /xsec/cm to 5 sec/cm is in 24 cali- 
brated steps with 1-2-5 sequence, accuracy within ±3%. 
Sweep rates are also continuously variable uncalibrated be- 
tween steps and to approximately 12 sec/cm. A front-panel 
lamp indicates uncalibrated sweep rates. 

X2 to XI 00 SWEEP MAGNIFIER expands the center 
portion of a displayed signal so that it covers a full 10 centi- 
meters. Magnified sweep accuracy is ±5% up to the fast- 
est calibrated rate of 20 nsec/cm. An indicator light warns 
the operator when the maximum calibrated rate is exceeded. 



SINGLE-SWEEP OPERATION facilitates photographic re- 
cording of waveforms. The front-panel reset control arms the 
sweep to fire on the next received trigger. After firing once, 
the sweep is locked out until reset. A lamp indicates when 
the time base is ready to fire. 

EXTERNAL HORIZONTAL INPUT provides for horizontal 
beam deflection with an external source. Horizontal Amplifier 
passband is dc to at least 500 kc (3-d b down). Sensitivity is 
0.1, 1, or 10 v/cm with step attenuation. Sensitivity can also be 
reduced by at least 10:1 with variable attenuation. Input im- 
pedance is 1 megohm paralleled by approximately 45 pf. 

FRONT PANEL OUTPUTS include a + Gate (0 to at least 
+ 20 volts), and a sawtooth (typically 0 to at least +130 volts), 
from the time base. 

CRT AND DISPLAY FEATURES 

The Tektronix Type 543B uses a T5470 ert which is a new 
flat-faced tube with electrostatic focus and deflection, and a 
helical post accelerator operated at a 10-kv total potential. A 
longer envelope, careful gun design, and a low 5:1 post-to-gun 
accelerating-voltage ratio provide several characteristics which 
contribute directly to the many advanced performance features 
achieved in the Type 543B. 

The ert produces a small 9-mil nominal spot diameter at 2- 
/ia beam current (2-/xa provides a bright display under average 
ambient light for repetitive signals even at high sweep-rates). 
Focus of the spot is very uniform over the full 6xl0-cm view- 
ing area. In flat-faced electrostatically-focused tubes, the spot 
size varies most at the ends of the horizontal axis. In the 
T5470, a centered 9-mil spot measures no more than 12 mils at 
either end; a change ratio of only 1:1.3 compared with a typi- 
cal change of 1:4 in comparable ert's operated at lOkv. Even 
with 6 cm of vertical scan, high deflection sensitivity is main- 
tained, deflection-plate input capacity is low, and linearity and 
overall pattern geometry is superior. P31 phosphor is standard. 

INTERNAL 6 x 1 0-CM GRATICULE with variable edge- 
lighting provides a no-parallax display for viewing or for 
photographic recording. The graticule is marked in centimeter 
squares with 2-mm divisions on the vertical and horizontal 
center lines. Two special horizontal lines have been added to 
the graticule for convenience in making accurate risetime 
measurements. 




Small spot size and uniform focus provide fine trace defini- 
tion across the entire 6xl0-cm viewing area. Risetime and 
falltime measurements (10 to 90%) are easily made using the 
dashed graticule lines. A 30-Mc sine wave (internally triggered) 
is displayed. 
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I o FRONT-PANEL CONTROLS include trace rotation (a screw- 
driver adjustment), intensity, focus, and astigmatism. 

DC-COUPLED UNBLANKING to the crt grid assures uni- 
form beam current for all sweep speeds and repetition rates 
at any setting of the intensity control. 



rm 543B 

BEAM-POSITION INDICATORS show the direction of the 
crt beam when it is deflected from the center-screen area. 

Z-AXIS INPUT through a terminal at the rear of the in- 
strument permits external modulation of the crt cathode. The 
input is ac coupled and requires approximately 15 volts, peak- 
to-peak for visible modulation. 



TRIGGER 



INTERNAL 


TRIGGER MODE 


TRIGGER REQUIREMENTS 


AC 


2-mm deflection from 150 cps to 10 Me, increasing to 
1 cm at 30 Me. Will trigger below 150 cps with in- 
creased deflection. 


AC LF REJECT 


2-mm deflection from 30 kc to 10 Me, increasing to 
1 cm to 30 Me. Will trigger below 30 kc with increased 
deflection. 


DC 


6-mm deflection to 10 Me. 


AUTOMATIC 


5-mm deflection at 150 cps. With increasing deflection, 
to 10 Me. Will trigger to 50 cps with increased deflec- 
tion. 


EXTERNAL 


AC 


0.2 v from 150 cps to 10 Me, increasing to 1 v at 30 
Me. Will trigger below 150 cps with increased signal. 


AC LF REJECT 


0.2 v from 30 kc to 10 Me, increasing to 1 v at 30 Me. 
Will trigger below 30 kc with increased signal. 


DC 


0.2 v to 10 Me, increasing to 1 v at 30 Me. 


AUTOMATIC 


0.5 v at 150 cps. With increasing deflection, to 10 Me. 
Will trigger to 50 cps with increased deflection. 




The trigger circuits offer complete manual control, preset 
stability , and fully-automatic triggering. AC Low-Frequency 
Reject prevents low-frequency components such as hum 
from interfering with stable triggering. 

TRIGGER SOURCE can be internal, external, or line, either 
ac or dc coupled. The Type 543B can be externally triggered 
from Channel 1 only of the Type 1A1 Dual-Trace Unit. 

TRIGGERING LEVEL adjusts to allow sweep triggering at 
any selected point on either the rising or falling portion of 
the waveform. 

STABILITY can be preset at an optimum triggering point 
to eliminate further adjustment, and is also used to obtain 
free-running displays. 

AUTOMATIC TRIGGERING provides normal triggering on 
signals with repetition rates higher than about 50 cps. With 
no trigger signal, or with a lower repetition rate, the trigger 
circuit free runs at about 40 cps and triggers the time base at 
this rate, providing a reference trace. 

OTHER CHARACTERISTICS 

POWER REQUIREMENT is 115 v, 50 to 60 cps. The elec- 
tronically- regulated power supplies permit a line-voltage varia- 
tion between 103.5 and 126.5 v (115 v ±10%). Changing trans- 
former taps permits operation at 108, 122, 216, 230, or 244 v, 
regulated within 10% each range. The Type 543B draws 535 

• watts, maximum. For 50 to 60 and 400 cps operation, a differ- 
ent fan must be installed (at extra cost). Order MODIFICATION 
101M. 

AMPLITUDE CALIBRATOR provides 18 square-wave volt- 
ages from 0.2 mv to 100 volts in a 1-2-5 sequence, accuracy 
within ±3%. Square-wave frequency is approximately 1 kc. 



A special output, useful in calibrating sampling plug-ins, pro- 
vides 0.1 v ±3% into 50 Q. 

DIMENSIONS are 16 7 / 8 " high by 1 3 ] / 8 /# wide by 23% " 
deep. Net weight is approximately 64 pounds, without plug- 
in units. 

TYPE 543B OSCILLOSCOPE, without plug-in units .. $1300 

Each instrument includes: 2 — P6006 Probe (BNC) (010-0127-00); 1 — 
Power Cord (161-0010-00); 1 — 3 to 2-Wire Adapter (103-0013-00); 

1 — 50 12 Cable BNC to BNC 18" (012-0076-00); 1— Adapter, BNC to 
UHF (103-0015-00); 1— Plate, protector, CRT, clear (387-0918-00); 1 — 
Patch cord, BNC-to-BNC, 18" (012-0087-00), 1— Patch cord, BNC-to- 
banana plug, 18" (012-0091-00); 1— Post jack, BNC, (021-0092-00); 

2 — Instruction Manual (070-0429-00). 

THE TYPE RM543B 
RACK-MOUNT OSCILLOSCSOPE 

The Type RM543B is electrically identical to the Type 
543B, but is mechanically rearranged to fit a standard 19- 
inch rack. It withdraws from its cabinet on slide-out tracks 
and can be tilted and locked in any of 7 positions. Dimen- 
sions are 14" high by 19" wide by 22 3 A" deep. Net 
weight is 81 pounds, without plug-in units. 

TYPE RM543B OSCILLOSCOPE, less plug-in units .... $1400 

Each instrument includes: 2 — P6006 Probe (BNC) (01 0-01 27-00); 1 — 
Power Cord (161-0010-00); 1—3 to 2-Wire Adapter (103-0013-00); 
1—50 12 Cable BNC to BNC 18" (012-0076-00); 1— Adapter, BNC to 
UHF (103-0015-00); 1 — Plate, protector, CRT, clear (387-0918-00); 1 — 
Patch cord, BNC-to-BNC, 18" (012-0087-00); 1 — Patch cord, BNC-to- 
banana plug, 18" (012-0091-00); 1— Post jack, BNC, (021-0092-00); 

1 — Set mounting hardware; 2 — Instruction Manual (070-0437-00). 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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DC-to-50 MC OSCILLOSCOPE 

with 100X MAGNIFIER 



UNIFORM-FOCUS 6xlO-CM DISPLAY 

ILLUMINATED NO-PARALLAX GRATICULE 

SIMPLIFIED VERTICAL AMPLIFIER 

WIDE-RANGE SWEEP MAGNIFIER 

FULL-PASSBAND TRIGGERING 

ACCEPTS AMPLIFIER , SPECTRUM ANALYZER, 
AND SPECIAL-PURPOSE PLUG-INS 



CHARACTERISTIC SUMMARY 
VERTICAL 

Plug-In Preamplifiers adapt the Type 544 to a wide 
range of measurement capabilities. The oscilloscope verti- 
cal system accepts all Tektronix Letter-Series, 1 -Series, 
and Spectrum Analyzer Plug-In Units. 



HORIZONTAL 

CALIBRATED SWEEP RANGE — 0.1 /xsec/cm to 5 sec/cm. 

SWEEP MAGNIFIER— X2, X5, X10, X20, X50, X100 (ex- 
tends calibrated sweep rate to 10 nsec/cm). 

TRIGGER REQUIREMENTS— Internal: 2-mm deflection. 

External: 0.2 v, ac or dc. 

EXTERNAL INPUT — 0.1 v/cm to 10v/cm; dc to 400 kc; 1 
megohm, ±55 pf. 

CRT 

DISPLAY AREA— 6 x 10 cm. 

ACCELERATING VOLTAGE— 1 0 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR — 0.2 mv to 1 00 v ( 1 - kc square 
wave), 100 v dc, 5 ma dc, 5-ma 1-kc square wave. 

POWER REQUIREMENTS— 108, 1 15, 122, 216, 230, or 
244 (±10% on each range), typically 400 watts. 

VERTICAL PLUG-IN UNITS 

Frequency specifications are at 3-db down 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT — DC to 300 kc at 1 mv/cm, increas- 
ing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT — 0.06 cps to 20 kc at 50 juv/cm, in- 
creasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT — DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm. 
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/or Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE UNIT— DC to 50 Me, 7-nsec risetime 
at 50 mv/cm to 50v/cm — DC to 28 Me, 12.5-nsec risetime at 
5 mv/cm, increasing to 50 Me at 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 50 Me, 7-nsec risetime 
at 50 mv/cm to 50v/cm. 

TYPE C-A DUAL-TRACE UNIT— DC to 24 Me, 15-nsec risetime 
at 50 mv/cm to 50v/cm. 

TYPE M FOUR-TRACE UNIT— DC to 20 Me, 1 7-nsec risetime at 
20 mv/cm to 25 v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT— DC to 15 Me, 23-nsec risetime at 
5 mv/cm to 50 v/cm. 

For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm— 2 cps to 12 Me, 30-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT— DC to 30 Me, 12-nsec risetime at 50 
mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT — DC to 30 Me, 12-nsec risetime at 50 
mv/cm to 40 v/cm — 3 cps to 24 Me, 15-nsec risetime at 5 
mv/cm to 4 v/cm. 

For Spectrum Analysis — 

TYPE L SERIES UNITS — Present Units cover 1-1 0,400 Me. 

For Operations of Integration , Differentiation, Function Gen- 
eration, and Linear or Nonlinear Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 25 Me, 14-nsec rise- 
time at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT — DC to 6 kc, 60 /a sec risetime at 10 ^strain/div. 
to 10,000 /xstrain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT— 12-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT — 12-nsec risetime. 

For Precise Amplitude Measurement via the Slide-Back 
Technique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 23 Me at 
50 mv/cm, decreasing to 8 Me at 1 mv/cm. 15-nsec risetime 
at 50 mv/cm, increasing to 44 nsec at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 13 Me, 27 
nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications — 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 

VERTICAL DEFLECTION 

FREQUENCY RESPONSE with the Type 1A1 Plug-In Unit 
is dc-to-50 Me from 50 mv/cm to 20 v/cm, dc-to-28 Me at 5 
mv/cm. Letter-Series Plug-In Units provide response from dc-to- 
30 Me, depending on the unit used. Specialized Letter-Series 
Units adapt the Type 544 to strain-gage, operational amplifier, 
multi-channel, and other applications. 




UNIFORM-FOCUS 6xlO-CM DISPLAY. 



SIGNAL DELAY permits observation of the leading edge of 
the waveform that triggers the sweep. The specially-braided 
170-nanosecond delay line requires no tuning. 

SIGNAL OUTPUT from the front panel provides approxi- 
mately 0.4 v/cm of displayed signal. This ac-coupled signal 
output has a risetime capability of 20 nsec. 

HORIZONTAL DEFLECTION 

SWEEP RANGE from 0.1 /xsec/cm to 5 sec/cm is in 24 cali- 
brated steps with 1-2-5 sequence, accuracy within ±2%. Sweep 
rates are also continuously variable uncalibrated between steps 
and to approximately 12 sec/cm. A front-panel lamp indicates 
uncalibrated sweep rates. 

X2 to XI 00 SWEEP MAGNIFIER expands the center portion 
of a displayed signal so that it covers a full 10 centimeters. 
Magnified sweep accuracy is within d=5% up to the fastest 
calibrated rate of 10 nsec/cm. An indicator light warns the 
operator when the maximum calibrated rate is exceeded. 

SINGLE-SWEEP OPERATION facilitates photographic re- 
cording of waveforms. A front-panel reset control arms the 
sweep to fire on the next received trigger. After firing once, 
the sweep is locked out until reset at the front panel, or with 
a +20-volt pulse applied through a rear-panel connector. A 
front-panel lamp indicates when the time base is ready to fire. 
It extinguishes as soon as the sweep starts. 

EXTERNAL HORIZONTAL INPUT provides for horizontal 
beam deflection with an external source. Horizontal Amplifier 
passband is dc to at least 400 kc (3-db down). Sensitivity is 0.1, 
1, or 10 v/cm with step attenuation. Sensitivity potentiometer is 
continuously variable over a 10:1 range. Input impedance is 1 
megohm paralleled by approximately 55 pf. 

FRONT-PANEL OUTPUTS include a -f-20-v gate having the 
same duration as the sweep and a 100-v sawtooth (both volt- 
ages are approximate). 

TRIGGER 

Wide-range trigger circuits allow triggering to beyond 50 Me. 
The Trigger signal is selected and processed by a series of four 
lever switches. The control logic of these switches has been 
human-engineered for operator ease. 

TRIGGER SOURCE can be internal, external, or line. The 
internal source can be selected from the oscilloscope vertical 
amplifier, or direct from Channel 1 of the Type 1A1 Dual-Trace 
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Plug-In Unit, or Channel 1 or 2 of Type 1A2. With a Type 1A1 
operating in one of its channel-switching modes, the internal 
trigger signal can be selected from Channel 1 before switching 
occurs, or from the composite signal after the two channels 
have been combined. When triggering from Channel 1, the 
true time relationship between Channel 1 and 2 signals is dis- 
played. With the Type 1A1 Unit, or 1A2, in "Alternate” switch- 
ing mode, triggering internally from Channels 1 and 2 com- 
posite signal allows observation of 2 signals which are not 
harmonically related. 

TRIGGER COUPLING can be direct or ac-coupled. AC Low- 
Frequency Reject (approximately 3-db down at 1.5 kc) prevents 
low-frequency components such as 60-cps hum from interfering 
with stable operation. 

TRIGGER MODE selects either Triggered or Automatic 
operation. Automatic triggering provides a bright reference 
trace (regardless of sweep speed) when no input signal is ap- 
plied, or when the trigger-signal repetition rate is less than 20 
cps. Above 20 cps, the time base can be triggered at the repe- 
tition rate of the incoming trigger signal to achieve jitter-free 
displays to beyond 50 Me. 

TRIGGER LEVEL adjusts to allow sweep triggering at any 
selected point on either the rising or falling portion of the 
waveform. A two-position control permits trigger-level selection 
between ±2 or ±20 volts. 

TRIGGER REQUIREMENTS for internal triggering are a mini- 
mum of 2 mm of displayed signal, increasing to 1 cm at approx- 
imately 50 Me (either ac-coupled mode) and 5 mm at dc with 
direct coupling. External triggering requires 0.2 v, ac or dc. 

CRT AND DISPLAY FEATURES 

The Tektronix T5470 ert is a new flat-faced tube with elec- 
trostatic focus and deflection, and a helical post accelerator 
operated at a 10-kv total potential. A longer envelope, care- 
ful gun design, and a low 5:1 post-to-gun accelerating-voltage 
ratio provide several characteristics which contribute directly 
to the many advanced performance features achieved in the 
Type 544 and RM544: 6-cm vertical scan with 50 Me passband, 
10 nsec/cm maximum sweep rate, bright displays with high 
resolution and read-out accuracy. 

The ert produces a small 9-mil (nominal) spot diameter at 
2 /io beam current (2 fx a provides a bright display under aver- 
age ambient light for repetitive signals even at high sweep 
rates). Focus of the spot is very uniform over the full 6xl0-cm 
viewing area. In flat-faced electrostatically-focused tubes, the 
spot "size varies most at the ends of the horizontal axis. In 
the T5470, a centered 9-mil spot measures no more than 12 
mils at either end; a change ratio of only 1:1.3 compared 

with a typical change of 1:4 in comparable tubes operated 

at lOkv. Even with 6 cm of vertical scan, high deflection sensi- 
tivity is maintained, deflection-plate input capacitance is low, 
and linearity and overall pattern geometry is superior. P31 
phosphor is standard. 

INTERNAL 6x 10-CM GRATICULE with variable edge- 
lighting provides a no-parallax display for viewing or for 

photographic recording. The graticule is marked in centimeter 
squares with 2-mm divisions on the vertical and horizontal 

center lines. Two special horizontal lines have been added 
to the graticule for convenience in making accurate risetime 
measurements. 
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FRONT-PANEL CONTROLS include trace rotation (a screw- 
driver adjustment), intensity, focus, and astigmatism. Internal 
screwdriver adjustments control display geometry and the high- 
voltage supply level. 

BEAM-POSITION INDICATORS show the direction of the 
ert beam when it is deflected away from the center-screen area. 

DC-COUPLED UNBLANKING to the ert grid assures uniform 
beam current for all sweep speeds and repetition rates at any 
setting of the intensity control. 

Z-AXIS INPUT, ac-coupled, through terminal at rear of in- 
strument, permits external modulation of ert cathode. Requires 
15 volts, pk-to-pk. 



OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides 18 square-wave volt- 
ages from 0.2 mv to 100 volts in a 1-2-5 sequence, accuracy 
within 3%. Output resistance is 50 ohms from 0.2 mv to 0.2 v. 
Frequency is approximately 1 kc. Risetime and falltime is 0.5 
fisec from 0.2 mv to 5 v, and 1 .0 /xsec from 10 v to 100 v. A 
100-volt dc output is also provided. Reference currents supplied 
through the front-panel loop are 5-ma dc and a 5-ma, 1 kc 
square wave. Current probes can be slipped directly over the 
loop for calibration. 

POWER REQUIREMENT is 115 v, 50 to 60 cps. The elec- 
tronically-regulated power supplies permit a line-voltage varia- 
tion between 103.5 and 126.5v (115 v ±10%). Changing trans- 
former taps permits operation at 108, 122, 216, 230, or 244 v, 
regulated within 10%, each range. The Type 543B draws 400 
watts, typically. For 50 to 60 and 400 cps operation, a different 
fan must be installed (at extra cost). Order MODIFICATION 
101M. 

CABINET MODEL DIMENSIONS are 16 7 / 8 " high by 13%" 
wide by 23%" deep. Net weight is 59 3 / 4 pounds. Shipping 
weight is approximately 80 pounds. 

RACK-MOUNT MODEL DIMENSIONS are 14" high by 19" 
wide by 22 3 / 4 " deep. The Type RM544 is electrically identical 
to the Type 544, but mechanically rearranged to fit a standard 
19-inch rack. They withdraw from their cabinet on slide-out 
tracks and can be tilted and locked in any of 7 positions. Net 
weight is 80 % pounds. Shipping weight is approximately 109 
pounds. 

TYPE 544 OSCILLOSCOPE, without plug-in units .... $1550 

Each instrument includes: 2 — P6008 probe (010-0129-00); 1 — Plate, 

protector, CRT (387-0918-00); 1 — 3-conductor power cord (161-0010-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter, polarized (in- 
stalled) (378-0545-00); 2— Patch cord, BNC-to-BNC, 18" (012-0087-00) 

1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post jack, 

BNC (012-0092-00); 2— Instruction Manual (070-0418-00) 

TYRE RM544 OSCILLOSCOPE, without plug-in units .. $1650 

Each instrument includes: 2 — P6008 probe (010-0129-00); 1 — Plate, 

protector, CRT (387-0918-00); 1 — 3-conductor power cord (161-0010-00); 

1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter, polarized (in- 
stalled) (378-0545-00); 2— Patch cord, BNC-to-BNC, 18" (012-0087-00) 

1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post jack, 

BNC (012-0092-00); 1 — Set mounting hardware; 2 — Instruction Manual 
(070-0422-00). 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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UNIFORM-FOCUS 6xlO-CM DISPLAY 

ILLUMINATED NO-PARALLAX GRATICULE 

SIMPLIFIED VERTICAL AMPLIFIER 

PUSH-PULL DELAY CABLE, (NO ADJUSTMENTS) 

FULL-PASSBAND TRIGGERING 

CALIBRATED SWEEP DELAY 

ACCEPTS AMPLIFIER, SPECTRUM ANALYZER, AND 
SPECIAL-PURPOSE PLUG-INS 

DUAL-TRACE, DC-TO-33 MC PERFORMANCE 
WITH TYPES 1A1 AND 1A2 PLUG-IN UNITS 

The Type 545B Oscilloscope is a versatile laboratory 
instrument designed for use with all Tektronix 7 -Series, 
Letter-Series , or Spectrum Analyzer Plug-In Units. The in- 
strument features two time base generators which can be 
used in “delaying'" and “delayed'' sweep operation for 
highly accurate time measurements. 



CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible through 
use of all 1-Series, Letter-Series, or Spectrum Analyzer Plug-In 
Units. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 0.1 jusec/cm to 5 sec/cm. 
SWEEP MAGNIFIER — 5X, extends sweep range to 0.02 psec/ 
cm. 

TRIGGER REQUIREMENTS— Internal: Less than 1-cm deflec- 
tion to 30 Me. 

External: 0.2 v to 10 Me, lv at 
30 Me. 

CALIBRATED SWEEP DELAY — 1 jusec to 10 sec. 

EXTERNAL INPUT — 0.2 v/cm, maximum. DC to 350 kc; 1 
megohm, 55 pf. 

CRT 

ILLUMINATED NO-PARALLAX GRATICULE 
DISPLAY AREA— 6x10 cm. 

ACCELERATING VOLTAGE— 10 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 100 v ; 1 -kc square wave. 
POWER REQUIREMENTS— 108, 115, 122, 216, 230, or 244 v 
(±10% on each range,) 535 watts maximum. 





545B 

rm545B 

VERTICAL PLUG-IN UNITS 

Frequency specifications are at 3-db down 

For Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE UNIT — DC to 33 Me, 10.5-nsec risetime 
at 50 mv/cm to 50v/cm — DC to 23 Me, 15-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 33 Me, 10.5-nsec risetime 
at 50 mv/cm to 50v/cm. 

TYPE C-A DUAL-TRACE UNIT— DC to 24M C/ 15-nsec risetime 
at 50 mv/cm to 50v/cm. 

TYPE M FOUR-TRACE UNIT — DC to 20 Me, 17-nsec risetime at 
20 mv/cm to 25v/cm. 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT — DC to 300 kc at 1 mv/cm, increas- 
ing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT — 0.06 cps to 20 kc at 50 /iv/cm, in- 
creasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT — DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT — DC to 15 Me, 23-nsec risetime at 
5 mv/cm to 50 v/cm. 

For Wide Band Applications — 

TYPE B WIDE-BAND UNIT — DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm — 2 cps to 12 Me, 30-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT — DC to 30 Me, 12-nsec risetime at 
50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT — DC to 30 Me, 12-nsec risetime at 
50 mv/cm to 40 v/cm — 3 cps to 24 Me, 15-nsec risetime at 
5 mv/cm to 4 v/cm. 

For Operations of Integration, Differentiation , Function 

Generation, and Linear or Nonlinear Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 25 Me, 14-nsec 
risetime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT — DC to 6 kc, 60 ^sec risetime at 10 /xstrain/div. 
to 10,000 ^strain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT — 12-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT — 12-nsec risetime. 

For Precise Amplitude Measurement via the Slide-Back 

Technique — 

TYPE W HIGH-GAIN DIFFERENTIAL COMPARATOR UNIT— DC 
to 23 Me, 15-nsec risetime at 50 mv/cm — DC to 8 Me, 44- 
nsec risetime at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 13 Me, 
27 nsec risetime at 50 mv/cm to 25 v/cm. 

For Spectrum Analysis — 

TYPE L-SERIES UNITS — Present units cover the range of 1 Me 
to 10,400 Me. 

For High-Frequency Sampling Applications — 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 



VERTICAL-DEFLECTION SYSTEM 




FREQUENCY RESPONSE with these Plug-in Units extends 
from dc to 30 Me, depending on the unit used. Specialized 
Plug-In Units adapt the Types 545B to strain-gage, opera- 
tional-amplifier, multi-channel, and other applications. Dual- 
Trace dc-to-33 Me displays at 50 mv/cm are achieved with 
either the Type 1A1, or Type 1A2 Plug-In Units. The Type 
1A1 offers 5 mv/cm sensitivity from dc-to-23 Me. 

SIGNAL DELAY permits observation of the leading edge 
of the waveform that triggers the sweep. The specially-braided 
200-nsec delay cable requires no tuning. 

SIGNAL OUTPUT from the front panel provides 1.2 volts 
or more for each centimeter of displayed signal. 



HORIZONTAL-DEFLECTION SYSTEM 

Two separate time bases are featured in the Type 545B. 
Either time base can be used alone, or Time Base B can 
be used to accurately delay the start of Time Base A. 



TIME BASE A SWEEP RANGE from 0.1 /xsec/cm to 5 sec/ 
cm is in 24 calibrated steps with 1-2-5 sequence, accuracy 
within ±3%. Sweep rates are also continuously variable un- 
calibrated between steps and to approximately 12 sec/cm. A 
front-panel lamp indicates uncalibrated sweep rates. 







TIME BASE B SWEEP RANGE from 2 ^sec/cm to 1 sec/ 
cm is in 18 calibrated steps with 1-2-5 sequence, accuracy 
within ±3%. A control for varying the sweep length from 
4 to 10 cm allows maximum duty cycle which allows maximum 
brightness when using delaying sweep and also permits use of 
Time Base B as a repetition-rate generator from 0.1 cps to 40 kc. 



5X SWEEP MAGNIFIER expands the center 2-cm of a 
signal displayed on either time base so that it covers a full 
10 centimeters. The magnifier can be used to extend the 
Time Base A calibrated sweep rate to 20 nsec/cm, and the Time 
Base B calibrated sweep rate to 0.4/xsec/cm. Sweep accuracy 
when using the magnifier is within ±5%. 



SINGLE-SWEEP OPERATION facilitates photographic re- 
cording of waveforms displayed on Time Base A. The front- 
panel reset control arms the sweep to fire on the next re- 
ceived trigger. After firing once, the sweep is locked out until 
reset. A lamp indicates when the time base is ready to fire. 

EXTERNAL HORIZONTAL INPUT provides for horizontal 
beam deflection with an external source. Horizontal Amplifier 
passband is dc to at least 350 kc (3-db down). Sensitivity is 
at least 0.2 v/cm or 2 v/cm with 10X step attenuation. Sensi- 
tivity can also be reduced by at least 10:1 with variable at- 
tenuation. Input impedance is 1 megohm paralleled by ap- 
proximately 45 pf. 

FRONT PANEL OUTPUTS include gates from both time 
bases (0 to at least +20 volts), sawtooth from Time Base A 
(typically 0 to at least +130 volts), and a delayed-trigger 
pulse (at least 5 volts). 
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SWEEP DELAY 

Highly-accurate time measurements can be made with 
the 2 time bases used for sweep delay. Two modes of 
delay are available: triggered and conventional. 

CALIBRATED DELAY RANGE is continuously variable from 
1 jusec to 10 sec, accuracy within 1%. Incremental accuracy 
of the Delay-Time Multiplier is 0.2%. 

TRIGGERED OPERATION holds off the start of the delayed 
sweep until the arrival of the first trigger signal following the 
selected delay time. Because the delayed sweep is actually 
triggered by the signal under observation, the display is com- 
pletely jitter free. A steady display is thus provided for time- 
modulated pulses and signals with inherent jitter. 

CONVENTIONAL OPERATION holds off the start of the 
delayed sweep for the precise amount of the selected delay 
time. Any time-modulation or jitter on the signal will be mag- 
nified in proportion to the amount of sweep expansion. Time 
jitter in the delayed trigger pulse or delayed sweep is less 
than one part in 20,000 of maximum available delay time. 



545B 

RM545B 




Small spot size and uniform focus over the full 6x 10-cm view- 
ing area make the Type 545B ideal for accurate spectrum 
analysis waveform measurements. Photo taken with Standard 
C-12 using projected graticule accessory ; crt is T5470-31 (iden- 
tical to standard crt, but with no internal graticule). Spectro- 
graph is a pulsed 200-Mc carrier ; spectral lines are separated 
by 4 kc (PRF j. Spectrum Analyzer is the Type L-20. 



WIDE-RANGE MAGNIFICATION is readily accomplished 
when Time Base A is operated at a faster rate than Time 
Base B. For example, if Time Base A is operating at 1 //.sec/ 
cm and Time Base B is operating at 50/isec/cm, the mag- 
nification is 50 times. 



BEAM-POSITION INDICATORS show the direction of the 
crt beam when it is deflected from the center-screen area. 



TRACE BRIGHTENING indicates the exact portion of the 
signal that will appear on the magnified display, and also 
the point-in-time relationship of the magnified display to the 
original display. 

CRT AND DISPLAY FEATURES 

The Tektronix Type 545B uses a T5470 crt which is a new 
flat-faced tube with electrostatic focus and deflection, and a 
helical post accelerator operated at a 10-kv total potential. A 
longer envelope, careful gun design, and a low 5:1 post-to-gun 
accelerating-voltage ratio provide several characteristics which 
contribute directly to the many advanced performance features 
achieved in the Type 545B. 

The crt produces a small 9-mil nominal spot diameter at 2- 
jua beam current ( 2-jua provides a bright display under average 
ambient light for repetitive signals even at high sweep-rates). 
Focus of the spot is very uniform over the full 6x 10-cm viewing 
area. In flat-faced electrostatically-focused tubes, the spot size 
varies most at the ends of the horizontal axis. In the T5470, 
a centered 9-mil spot measures no more than 12 mils at either 
end; a change ratio of only 1:1.3 compared with a typical 
change of 1:4 in comparable crt's operated at lOkv. Even 
with 6 cm of vertical scan, high deflection sensitivity is main- 
tained, deflection-plate input capacity is low, and linearity and 
overall pattern geometry is superior. P31 phosphor is standard. 

INTERNAL 6x 10-CM GRATICULE with variable edge-light- 
ing provides a no-parallax display for viewing or for photo- 
graphic recording. The graticule is marked in centimeter squares 
with 2-mm divisions on the vertical and horizontal center lines. 
Two special horizontal lines have been added to the graticule 
for convenience in making accurate risetime measurements. 

FRONT-PANEL CONTROLS include trace rotation (a screw- 
driver adjustment), intensity, focus, and astigmatism. 



DC-COUPLED UNBLANKING to the crt grid assures uni- 
form beam current for all sweep speeds and repetition rates 
at any setting of. the intensity control. 

Z-AXIS INPUT through a terminal at the rear of the in- 
strument permits external modulation of the crt cathode. The 
input is ac coupled and requires approx. 15 volts, pk-to-pk 
for visible modulation. 

TRIGGER 

Triggering system is separate but similar for both time 
bases. The trigger circuits offer complete manual control, 
preset stability, and fully-automatic triggering. Time base 
A provides an additional trigger mode: AC Low-Frequency 
Reject prevents low-frequency components such as hum from 
interfering with stable triggering. 

TRIGGER SOURCE can be internal, external, or line, either 
ac or dc coupled. The Type 545B can be externally triggered 
from Channel 1 only of the Type 1A1 Dual-Trace Unit. 

TRIGGERING LEVEL adjusts to allow sweep triggering at 
any selected point on either the rising or falling portion of 
the waveform. 

STABILITY can be preset at an optimum triggering point 
to eliminate further adjustment, and is also used to obtain 
free-running displays. 

AUTOMATIC TRIGGERING provides normal triggering on 
signals with repetition rates higher than about 50 cps. With 
no trigger signal, or with a lower repetition rate, the trigger 
circuit free runs at about 40 cps and triggers the time base at 
this rate, providing a reference trace. 
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TRIGGER REQUIREMENTS 



INTERNAL 


TRIGGER MODE 


TIME BASE A 


TIME BASE B 


AC 


2-mm deflection from 150 cps to 10 Me, in- 
creasing to 1 cm at 30 Me. Will trigger 
below 150 cps with increased deflection. 


2-mm deflection from 300 cps to 5 Me, in- 
creasing to 1 cm at 10 Me. Will trigger 
below 300 cps with increased deflection. 


AC LF REJECT 


2-mm deflection from 30 kc to 10 Me, in- 
creasing to 1 cm to 30 Me. Will trigger 
below 30 kc with increased deflection. 




DC 


6-mm deflection to 10 Me. 


6-mm deflection to 5 Me. 


AUTOMATIC 


5-mm deflection at 150-cps. With increasing 
deflection, to 10 Me. Will trigger to 50 cps 
with increased deflection. 


5-mm deflection from 300 cps to 5 Me. 
Will trigger to 50 cps with increased de- 
flection. 


EXTERNAL 


AC 


0.2 v from 150 cps to 10 Me, increasing to 
1 v at 30 Me. Will trigger below 150 cps 
with increased signal. 


0.5 v at 300 cps to 5 Me, increasing to 
1 v at 10 Me. Will trigger below 300 cps 
with increased signal. 


AC LF REJECT 


0.2 v from 30 kc to 10 Me, increasing to 
1 v at 30 Me. Will trigger below 30 kc with 
increased signal. 




DC 


0.2 v to 10 Me, increasing to 1 v at 30 Me. 


0.2 v to 5 Me, increasing to 1 v at 10 Me. 


AUTOMATIC 


0.5 v at 150 cps. With increasing deflection, 
to 10 Me. Will trigger to 50 cps with in- 
creased deflection. 


0.5 v at 300 cps to 5 Me. Will trigger to 
50 cps with increased signal. 



OTHER CHARACTERISTICS 

POWER REQUIREMENT is 11 5 v, 50 to 60 cps. The elec- 
tronically-regulated power supplies permit a line-voltage varia- 
tion between 103.5 and 126.5 (1 1 5 v ±10%). Changing trans- 
former taps permits operation at 108, 122, 216, 230, or 244 v, 
regulated within 10%, each range. The Type 545B draws 535 
watts, maximum. For 50 to 60 cps and 400 cps operation, a 
different fan must be installed (at extra cost). Order MODIFICA- 
TION 101M. 

AMPLITUDE CALIBRATOR provides 18 square-wave volt- 
ages from 0.2 mv to 100 volts in a 1-2-5 sequence, accuracy 
within ±3%. Square-wave frequency is approximately 1 kc. 
A special output, useful in calibrating sampling plug-ins, pro- 
vides 0.1 v ±3% into 50 Q. 

DIMENSIONS are 16 7 / 8 " high by 13y 8 " wide by 23 7 / 8 // 
deep. Net weight is approximately 65 pounds, without plug- 
in units. 

TYPE 545B OSCILLOSCOPE, without plug-in units .. $1550 

Each instrument includes: 2 — P6006 Probe (BNC) (010-0127-00); 1 — 

Power Cord (161-0010-00); 1—3 to 2-Wire Adapter (1 03-001 3-00); 

1 — Plate, protector, CRT, clear (387-0918-00); 1 — 50 12 Cable BNC 

to BNC, 18" (012-0076-00); 1— Adapter, BNC to UHF (103-0015-00); 

2— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 

to-banana plug, 18" (012-0091-00); 1— Post jack, BNC (012-0092-00); 

2 — Instruction Manual (070-0428-00). 



THE TYPE RM545B 
RACK-MOUNT OSCILLOSCOPE 

The Type RM545B is electrically identical to the Type 
545B, but is mechanically rearranged to fit a standard 19- 
inch rack. It withdraws from its cabinet on slide-out tracks 
and can be tilted and locked in any of 7 positions. Dimen- 
sions are 14" high by 19" wide by 22 3 U" deep. Net 
weight is 86 pounds, without plug-in units. 

TYPE RM545B OSCILLOSCOPE, less plug-in units . . $1650 

Each instrument includes: 2 — P6006 Probe (BNC) (010-0127-00); 1 — 
Power Cord (161-0010-00); 1—3 to 2-Wire Adapter (103-0013-00); 

1— Plate, protector, CRT, clear (387-0918-00);. 1 — 50 12 Cable BNC 
to BNC, 18" (012-0076-00); 1— Adapter, BNC to UHF (103-0015-00); 

2— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 
to-banana plug, 18" (012-0091-00); 1— Post jack, BNC (01 2-0092-00); 

Set mounting hardware; 2 — Instruction Manual (070-0438-00). 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 



DC-to-50MC 
OSCILLOSCOPE lype 




• FULL-PASSBAND TRIGGERING • CALIBRATED SWEEP DELAY 

• ILLUMINATED NO-PARALLAX GRATICULE • AUTOMATIC DISPLAY SWITCHING (Type 547) 

• ACCEPTS AMPLIFIER, SPECTRUM ANALYZER, AND SPECIAL-PURPOSE PLUG-INS 



The 546 and 547 are essentially identical instruments. Type 
547 features AUTOMATIC DISPLAY SWITCHING which provides 
general dual-beam performance without the additional cost 
of a dual-beam oscilloscope. With appropriate Plug-In units, 
both instruments are adaptable to a wide variety of applica- 
tions such as WIDE-BAND RESPONSE (up to 50 Me with Type 
1A1 Plug-In Unit), DIFFERENTIAL INPUT, OPERATIONAL, TRANS- 
DUCER AND STRAIN-GAGE, TRANSISTOR-RISETIME CHECK- 
ING, and others. See Plug-In Unit chart. 

Both the Type 546 and 547 feature two separate and IDENTI- 
CAL TIME BASES, SWEEP MAGNIFICATION to 10X and SIN- 
GLE-SWEEP operation for photographic trace-recording. Both 
time bases can be triggered separately to beyond 50 Me. Ver- 
satile triggering is accomplished at any selected point on rising 
or falling portion of input waveform. 

Internal circuitry interconnects Time Base A and B. One 
switch position allows any portion of the observed trace to 
be brightened. The other position allows this brightened portion 
to be displayed and expanded to the full width of the ert for 
closer observation. Thus, any desired area of the waveform 
may be magnified many times. CALIBRATED DELAY is vari- 
able from 0.1 jasec to 50 sec. One important use of the com- 
bined time bases is the measuring of time and frequency with 



an accuracy greater than that possible by reading the grati- 
cule alone. Lockout-reset circuitry permits single-shot use of the 
calibrated delay features. 

The Type 547 features AUTOMATIC DISPLAY SWITCHING 
which, in many applications, provides equivalent dual-beam 
operation. Switching allows an alternate presentation of two 
different signals at the same or different sweep rates with a 
dual-trace unit such as the Type 1A1, or an alternate presenta- 
tion of the same signal at two different sweep rates with single- 
input Plug-In units. Full control of dual displays assures accuracy 
and brightness comparable to the finest single-beam displays. 

The new Tektronix T5470 ert insures advanced scope perform- 
ance by featuring a 6- CM VERTICAL SCAN AT 50 MC, 10 
NSEC/CM MAXIMUM SWEEP RATE and BRIGHT TRACE with 
HIGH RESOLUTION, SMALL SPOT size, LOW BEAM CURRENT 
and UNIFORM FOCUS over the full 6x10 cm viewing area. 
Linearity and overall pattern geometry are superior. Crt fea- 
tures internal, NO-PARALLAX GRATICULE. Beam-position in- 
dicators on front panel locate beam when off screen. 

AMPLITUDE CALIBRATOR provides 1-kc square-wave voltages 
and reference currents. Power supplies are ELECTRONICALLY- 
REGULATED and are normally wired to operate from a 1 1 5 v 
line ±10%, but can be altered for operation up to 244 v. 
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HORIZONTAL DISPLAY 



o 



546 RM 546 

547 RM547 



AUTOMATIC DISPLAY SWITCHING 

featured in the Type 547 and RM547 Oscilloscopes 

Electronic switching between 2 wide-range time bases al- 
lows an alternate presentation of the same signal at 2 differ- 
ent sweep rates. Gallium Arsenide diodes in the switching 
circuit provide fast switching between time bases, and insure 
that only the desired time base is displayed at one time. 

Two different signals can be alternately displayed at the 
same or different sweep rates with a dual-trace unit such as 
the new Type 1A1 or 1 A2. In many applications, this pro- 
vides equivalent dual-beam operation without the additional 
cost and complexity of a dual-beam oscilloscope. Dual dis- 
plays are equal in quality to the finest single presentations. 
Also, the full 6xl0-cm screen area can be used to display 
signals on either time base. A trace separation control oper- 
ates in conjunction with the normal vertical position to allow 
full control of dual displays. 




Dual-Scope Operation — independent control of each signal 
with Channel 1 of the Type 1A1 Dual-Trace Unit locked to 
Time Base A, and Channel 2 locked to Time Base B. 



MAG ON 



READY 





Vertical and Horizontal Expansion — same signal applied to 
both channels of the Type 1A1 Dual-Trace Unit with inde- 
pendent control of sensitivity and sweep rate in each channel. 




Calibrated Sweep Delay — alternate presentation of 2 signals 
brightened over a selected portion, and the selected portions 
expanded to fill 10 cm. 
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VERTICAL PLUG-IN UNITS 

Frequency specifications are at 3-db down 


PLUG-IN UNIT 


CALIBRATED 

DEFLECTION 

FACTOR 


BANDPASS 


RISETIME 


For Wide-Band, Multiple Trace Applications 


1A1 Dual Trace 


50 mv/cm to 
50 v/cm 


dc to 50 Me 


7 nsec 


5 mv/cm 
500 juv/cm 


dc to 28 Me 
2 cps to 15 Me 


1 2.5 nsec 
23 nsec 


1A2 Dual-Trace 


50 mv/cm to 
50 v/cm 


dc to 50 Me 


7 nsec 


C-A Dual-Trace 


50 mv/cm to 
50 v/cm 


dc to 24 Me 


15 nsec 


M Four-Trace 


20 mv/cm to 
25 v/cm 


dc to 20 Me 


1 7 nsec 


For Wide-Band Applications 


B 


50 mv/cm to 
50 v/cm 


dc to 20 Me 


1 8 nsec 


5 mv/cm to 
50 mv/cm 


2 cps to 12 Me 


30 nsec 


K 


50 mv/cm to 
40 v/cm 


dc to 30 Me 


1 2 nsec 


L 


50 mv/cm to 
40 v/cm 


dc to 30 Me 


1 2 nsec 


5 mv/cm to 
4 v/cm 


3 cps to 24 Me 


1 5 nsec 


For Differential Input Applications 


D High-Gain 


1 mv/cm 
(to 50 mv/cm) 


dc to 300 kc 
(dc to 2 Me) 


0.1 8 /xsec 


E Low-Level 


50 ftv/cm 
(to 1 0 mv/cm) 


0.06 cps to 
20 kc (to 60 kc) 


6 /xsec 


G Wide-Band 


50 mv/cm to 
50 v/cm 


dc to 20 Me 


1 8 nsec 


For High DC Sensitivity Applications 


H Wide-Band 


5 mv/cm to 
50 v/cm 


dc to 1 5 Me 


23 nsec 


For Spectrum Analysis 


Type L Series Units-Present Units cover 1-1 0,400 Me. 


For Integration, Differentiation, 

Function Generation, Linear and Non-Linear Uses 


O Operational 
Amplifier 


50 mv/cm to 
50 v/cm 


dc to 25 Me 


14 nsec 


For Transducer & Strain Gage Uses 


Q 


10 /xstrain /div 
to 

10 k /xstrain/div 


dc to 6 kc 


60 /xsec 


For Transistor-Risetime Checks 


R 


0.5 ma/cm to 
100 ma/cm 




12 nsec 


For Diode Recovery Time Measurements 


S 


0.05 v/cm & 
0.5 v/cm 




1 2 nsec 


For Precise Amplitude Measurements 
Via Slide-back 


W 


1 mv/cm to 
50 mv/cm 
at 1 mv/cm 


dc to 23 Me 
dc to 8 Me 


15.5 nsec 
to 

44 nsec 


Z 


50 mv/cm to 
25 v/cm 


dc to 13 Me 


27 nsec 


High-Frequency Sampling Applications 


1S1 


350 psec risetime 





546 RM 546 

547 rm 547 

VERTICAL DEFLECTION SYSTEM 

FREQUENCY RESPONSE 

DC to 50 Me with Type 1A1 or 1A2 Plug-In Unit. See Plug- 
In Chart for other combinations. 

DELAY LINE 

1 70-nsec 

SIGNAL OUT AT FRONT PANEL 

0.5v/cm of displayed signal; risetime 20 nsec. 

HORIZONTAL DEFLECTION SYSTEM 

TIME BASE A 

0.1 ^use c/cm to 5 sec/cm; 24 calibrated steps accurate to 
±2%, 1-2-5 sequence. Range continuously variable between 
steps, uncalibrated. Range extended from 5 to 12 sec/cm, 
uncalibrated. 

TIME BASE B 
Identical to Time Base A. 

SWEEP DELAY 

Calibrated Delay Range variable from 0.1 / nsec to 50 sec. 
Accuracy from 50 /.(.see to 50 sec is within ±1% of indicated 
delay ±2 minor dial divisions of Delay-Time Multiplier con- 
trol. For delays less than 50 /xsec, accuracy is the same plus 
75-100 nsec (inherent circuit delay) .Delay Range extended 
to 120 sec, uncalibrated. Time jitter in delayed trigger or 
delayed sweep less than one part in 20,000. 

SWEEP MAGNIFICATION 

2, 5, or 1 OX; accuracy ±5%, extends sweep to 10 nsec/cm. 

SINGLE-SWEEP OPERATION 

Locked out after firing until reset at front panel, or with 
20 v at rear. Time Base A and B reset by same switch. 

EXTERNAL HORIZONTAL INPUT 

DC to at least 400 kc; sensitivity 0.1 v/cm or 1 v/cm with 
10X step attenuation. Sensitivity continuously variable over 
10 to 1 range. Impedance: 1 Megohm paralleled with 55 pf. 

FRONT-PANEL OUTPUTS 

+ 20 v gates from both time bases; lOOv sawtooth from Time 
Base A; 10 v delayed trigger pulse. 

TRIGGER 

Separate and identical for both Time Bases. Trigger circuits 
respond to beyond 50 Me. 

TRIGGER SOURCE 

Internal, external, or line. Internal source selected from 
scope vertical amp, or direct from certain Plug-In Units such 
as the Type 1A1 Dual-Trace. Coupling is direct or ac. Fea- 
tures ac Low-Frequency Reject (3 db down at 1.5 kc). 

TRIGGER MODE 

Triggered or Automatic. Latter provides bright reference trace 
with no input (or input less than 20 cps). Above 20 cps, time 
base can be triggered at repetition rate of incoming signal. 
Display is jitter-free to beyond 50 Me. 

TRIGGER LEVEL 

Adjustable to provide triggering at desired point on input 
waveform (rising or falling portion). Switch provides either 
±2 or ±20 volt trigger-level selection. 

TRIGGER REQUIREMENTS 

Internal: Minimum of 2 mm of displayed signal; increasing 
to 1 cm at approx. 50 Me, ac-coupled, or 5 mm, dc input, 
directly coupled. External: 0.2 v, ac or dc. 
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546 RM 546 

547 RM547 



OTHER CHARACTERISTICS 

CRT 

Tektronix T5470, flat-faced, electrostatic focus and deflec- 
tion. Helical post accelerator. 5:1 post-to-post accelerating- 
voltage ratio. 6 cm vertical scan; bright display with high 
resolution. 9-mil spot diameter (nominal) at 2 /ia beam cur- 
rent provides bright display under average ambient light 
even at high sweep rates. Uniform focus over full cm view- 
ing area. P31 Phosphor. Centered 9-mil spot expands to 
not more than 12 mils at either end (ratio of 1:1.3 as com- 
pared to typical change of 1:4 in comparable tubes operated 
at 10 kv.) Throughout full 6 cm of vertical scan, high deflec- 
tion sensitivity is maintained. Deflection-plate input capaci- 
tance is low; linearity and over-all pattern geometry is su- 
perior. 

GRATICULE 

Internal, 6 x 10 cm; no parallax; variable edge-lighting. 
Graduated in centimeter squares with 2-mm divisions scribed 
on vertical and horizontal center lines. Has two additional 
horizontal lines to aid in risetime measurements. 

DISPLAY FEATURES 

Front-panel controls: trace rotation (screwdriver adjustment), 
intensity, focus, astigmatism. Internal screwdriver adjust- 
ments control display geometry and high-voltage supply 
level. Beam-position indicators show direction of crt beam 
when off screen. DC-coupled unblanking to crt grid as- 
sures uniform beam current for all sweep speeds and repe- 
tition rates at any setting of intensity control. Z-Axis in- 
put for external modulation of crt beam is ac coupled; 
requires 15v, pk-to-pk. 

AMPLITUDE CALIBRATOR 

Provides 18 square-wave voltages, 0.2 mv to lOOv, ±3%, 
1-2-5 sequence. Output Z is 50 ohms, 0.2 mv to 0.2 v. Fre- 
quency approx. 1 kc. Risetime and falltime: 0.5 /xsec from 
0.2 mv to 5 v, and 1.0/xsec from 10 v to lOOv. lOOv dc 
output also provided. Reference currents supplied through 
front-panel loop: 5 ma dc and 5 ma, 1 -kc square wave. 

POWER REQUIREMENT 

Wired for 1 1 5 v, 50 to 60 cps, the electronically-regulated 
power supplies permit a line-voltage variation between 
103.5 and 126.5 v (115 v ±10%). Changing transformer 
taps permits operation at 108, 122, 216, 230, or 244 v, reg- 
ulated within 10%, each range. The Type 546/547 draws 
510 watts, typically. For 50 to 60 and 400 cps operation, 
a different fan must be installed (at extra cost). Order 
MODIFICATION 101M. 



CABINET MODEL DIMENSIONS 

16 7 / 8 " high by 1 3 y 8 x/ wide by 23 7 / 8 " deep. Net weight: 
65 3 / 4 lbs.; ship, wt.: approx. 85 lbs. 

RACK-MOUNT MODEL DIMENSIONS 
14" high by 19" wide by 22 3 / 4 " deep. Type RM 546 and 
RM547 are elecrically identical to Type 546 and 547. Can 
be withdrawn from cabinet on slide-out tracks and tilted and 
locked in 7 positions. Net weight: 87 lbs. ea. Ship, wt.: 
approx. 114 and 116 lbs., respectively. 



TYPE 546 OSCILLOSCOPE, without plug-in units ... $1750 

Each instrument includes: 2 — P6008 probes (010-0129-00); 1 — Plate, 

Protector, CRT (387-0918-00); 1 — 3-conductor poweer cord (161-0010- 
00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter polarizer 
(installed) (378-0545-00); 3— Patch cord, BNC-to-BNC, 18" (01 2-0087- 
00); 1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post 
jack, BNC (012-0092-00); 2 — Instruction Manuals (070-367). 

TYPE 547 OSCILLOSCOPE, without plug-in units ... $1875 

Each instrument includes: 2 — P6008 probes (010-0129-00); 1 — Plate, 

Protector, CRT (387-0918-00); 1 — 3-conductor power cord (161-0010- 
00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter, polarized, 
(installed) (378-0545-00); 3— Patch cords, BNC-to-BNC, 18" (01 2-0087- 
00); 1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post 
jack, BNC (012-0092-00); 2 — Instruction Manuals (070-0398-00). 

TYPE RM546 OSCILLOSCOPE, without plug-in units .. $1850 

Each instrument includes: 2 — P6008 probes (010-0129-00); 1 — Plate, 

Protector, CRT (387-0918-00); 1 — 3-conductor power cord (161-0010- 
00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter polarized 
(installed) (378-0545-00); 3— Patch cord, BNC-to-BNC, 18" (01 2-0087- 
00); 1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post 
jack, BNC (012-0092-00); 1 — Set mounting hardware; 2 — Instruction 
Manuals (070-0421-00). 

TYPE RM547 OSCILLOSCOPE, without plug-in units .. $1975 

Each instrument includes: 2 — P6008 probes (010-0129-00); 1 — Plate 

Protector, CRT (387-0918-00); 1 — 3-conductor power cord (161-0010- 
00); 1 — 3 to 2-wire adapter (103-0013-00); 1 — Light filter, polarized, 
(installed) (387-0545-00); 3— Patch cords, BNC-to-BNC, 18" (01 2-0087- 
00); 1 — Patch cord, BNC-to-banana plug, 18" (012-0091-00); 1 — Post 
jack, BNC (012-0092-00); 1 — Set mounting hardware; 2 — Instruction 
Manuals (070-0420-00). 



U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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HIGH-INTENSITY TRACE 
DUAL-BEAM CRT 

ACCEPTS AMPLIFIER , SPECTRUM ANALYZER , 
AND SPECIAL-PURPOSE PLUG-INS 



The Type 551 uses a Tektronix two-gun cathode- 
ray tube with two pairs of vertical-deflection plates. A 
single pair of horizontal-deflection plates is common to 
both electron beams. The two wide-band main ampli- 
fiers in the Type 551 are designed for Tektronix Letter- 
Series, 1 -Series, and Spectrum Analyzer Plug-In Units, 
providing a high degree of signal-handling versatility 
in both channels. Both electron beams are simul- 
taneously deflected horizontally at any one of many 
sweep rates provided by an accurately-calibrated time- 
base generator. 




The Type 551 can be used as a single-beam oscillo- 
scope as well as a dual-beam instrument. In addition, a 
three-channel or four-channel display is available 
through use of the time-sharing characteristics of Type 
C-A Dual-Trace Plug-In Units in one or both amplifiers. 
Other available Plug-In Units extend the working range 
of the Type 551 into applications requiring high de- 
coupled sensitivity, differential input, and narrow-band 
microvolt sensitivity. 



CHARACTERISTIC SUMMARY 



VERTICALS 



2 identical vertical-deflection systems 



Letter-Series , 1 -Series, and Spectrum Analyzer Plug-In 
Units offer wide selection of vertical-deflection charac- 
teristics for both beams. 



HORIZONTAL 

CALIBRATED SWEEP RANGE— 0.1 /xsec/cm to 5 sec/cm. 

SWEEP MAGNIFIER — 5X, extends sweep range to 0.02 
[x sec/ cm. 

TRIGGER REQUIREMENTS— Internal: 2-mm deflection. 

External: 0.2 v to 1 0 v. 

EXTERNAL INPUT— 0.2 v to 50 v/cm ; dc to 400 kc. 

CRT 

DISPLAY AREA — 4 x 10 cm (each beam), 2-cm overlap. 
ACCELERATING VOLTAGE— 10 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 100 v, 1-kc square 
wave. 

POWER REQUIREMENTS— 105 v to 125v or 210 v to 
250 v, 900 watts maximum. 
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VERTICAL PLUG-IN UNITS 

Frequency specifications are at 3-db down 

For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 18 Me, 20-nsec rise- 
time at 50 mv/cm to 50 v/cm — 2 cps to 1 2 Me, 30- 
nsec risetime at 5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT — DC to 25 Me, 14-nsec risetime 
at 50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT — DC to 25 Me, 14-nsec risetime 
at 50 mv/cm to 40 v/cm — 3 cps to 22 Me, 16-nsec 
risetime at 5 mv/cm to 4 v/cm. 

For Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE PLUG-IN UNIT— DC to 27 Me, 
13-nsec risetime at 50 mv/cm to 20 v/cm. DC to 
21 Me, 16.5-nsec risetime at 5 mv/cm to 50 mv/cm. 

TYPE 1A2 DUAL-TRACE PLUG-IN UNIT— DC to 27 Me, 
13-nsec risetime at 50 mv/cm to 20 v/cm. 

TYPE C-A DUAL-TRACE UNIT— DC to 22 Me, 16-nsec 
risetime at 50 mv/cm to 50 v/cm. 

TYPE M FOUR-TRACE UNIT— DC to 1 9 Me, 18-nsec rise- 
time at 20 mv/cm to 25 v/cm. 

For Spectrum Analysis 

TYPE L-SERIES UNITS — Present Units cover 1-10,400 Me. 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT— DC to 350 kc at 1 mv/cm, 
increasing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT— 0.06 cps to 20 kc at 50 <uv/ 
cm, increasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT— DC to 18 Me, 20-nsec rise- 
time at 50 mv/cm to 50 v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT— DC to 14 Me, 25-nsec rise- 
time at 5 mv/cm to 50 v/cm. 

For Operations of Integration , Differentiation , 

Function Generation, and Linear or Nonlinear 

Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 22 Me, 16- 
nsec risetime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT — DC to 6 kc, 60 t usec risetime at 10 
/tstrain/div to 10,000 /xstrain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT — 14-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT — 14-nsec risetime. 

For Precise Amplitude Measurement via the Slide- 

Back Technique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 
20.5 Me, at 50 mv/cm, decreasing to 8 Me at 1 
mv/cm. 17-nsec risetime at 50 mv/cm, increasing 
to 44-nsec at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 13 
Me, 27-nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 




DUAL-BEAM OPERATION 
SHOWING SWITCHING FUNCTIONS 

VERTICAL-DEFLECTION SYSTEMS 

Two DC-Coupled Main Amplifiers — Risetime of 
both main amplifiers is 14 nsec with Type K, L, or R 
Units plugged in. They are factory adjusted for op- 
timum transient response. Any Letter- or 1 -Series Plug- 
In Unit can be plugged into both channels for instru- 
ment operation. 

Balanced Delay Network — A signal delay of 0.2 
[i sec is introduced into each channel by the balanced 
(push-pull) delay networks. Permits observation of the 
leading edge of the waveform that triggers the sweep. 

HORIZONTAL-DEFLECTION SYSTEM 

Both electron beams of the Type 551 are simultane- 
ously deflected by the same sweep sawtooth voltage. 
Sweep generator used in the Type 551 is the Miller 
runup type. Inverse feedback in the timing circuitry 
assures excellent linearity. Characteristics of this cir- 
cuitry provide an extremely wide sweep range of 0.02 
/. isec/cm to 12 sec/cm. 

Calibrated Sweeps — The Type 551 has single- 
knob selection of 24 calibrated sweeps: 0.1, 0.2, 0.5, 1, 
2, 5, 10, 20, 50 /.isec/cm, 0.1, 0.2, 0.5, 1, 2, 5, 10, 20, 
50 msec/cm, 0.1, 0.2, 0.5, 1, 2, and 5 sec/cm. In ad- 
dition, a vernier (uncalibrated) control provides for 
continuous adjustment of the sweep rate from 0.1 /xsec/ 
cm to 12 sec/cm. Calibration accuracy of the fixed 
sweeps is within 3%. 

Sweep Magnifier — 5X magnifier increases the cal- 
ibrated sweep time to 0.02 /xsec/cm. Sweep magnifica- 
tion is obtained by increasing the gain of the sweep out- 
put amplifier by a factor of five. The center 2 cm of the 
normal display is expanded to the left and right of cen- 
ter to fill the screen. Any one-fifth of the magnified 
sweep can be displayed on the screen by rotating the 
HORIZONTAL POSITION control. Accuracy is within 5% 
of the displayed portion of the magnified sweep. 
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DUAL-BEAM OPERATION WITH 
DUAL-TRACE PLUG-IN UNITS 



Single Sweep — The Type 551 has a single-sweep 
mode of operation. A front-panel RESET pushbutton 
arms the sweep to fire on the next received trigger. 
After firing once, the sweep is locked out until rearmed 
by pressing the RESET pushbutton. The READY light 
indicates when the sweep is armed to fire on the next 
received trigger. 

Unblanking — DC-Coupled Unblanking to the grid 
of the cathode-ray tube assures uniform bias for all 
sweep and repetition rates. 

Triggering Facilities — Versatile triggering circuitry 
provides for complete manual control, preset stability 
control, and fully-automatic triggering. The sweep can 
be triggered internally from either channel. 

Amplitude-Level Selection — Adjustable ampli- 
tude-level and stability controls are provided for trig- 
gering the sweep at a selected amplitude level on the 
triggering waveform. Trigger source can be internal, 
external, or the line frequency, either ac-coupled or de- 
coupled. The triggering point can be on either the ris- 
ing or falling slope of the triggering waveform. 

Preset Stability — Same as above, except the 
stability control is preset to the optimum triggering 
point and requires no readjustment. 

Automatic Triggering — Automatic level-seeking 
trigger circuit provides dependable triggering for most 
applications. One simple setting assures positive 
sweep-triggering by signals of widely differing ampli- 
tudes, shapes, and repetition rates. No trigger controls 
need be touched until a different type of operation is 
desired. Range of automatic operation is between 60 
cycles and 2 megacycles, approximately. In the absence 
of an input signal the sweep is automatically triggered 
at about a 50-cycle rate, providing a reference trace 
on the screen. 

Low-Frequency Reject — Prevents low-frequency 
components, such as hum, from interfering with stable 
triggering. 





551 

High Frequency Sync — Assures a steady display 
of sine-wave signals up to approximately 30 mega- 
cycles. Requires a signal large enough to cause about 
2 cm of deflection, or an external signal of about 2 v. 

Trigger Requirements — Internal triggering — a 
signal large enough to cause a 2 mm deflection. Ex- 
ternal triggering — a signal of 0.2 v to 1 0 v. 

Horizontal Input Amplifier — DC-coupled external 
connection to the sweep-output amplifier is through a 
front-panel connector. An attenuator makes the hori- 
zontal deflection factor continuously variable from 
approximately 0.2 v/cm to 50 v/cm. Passband is dc 
to approximately 400 kc at maximum sensitivity. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — A square-wave calibration 
voltage is available through a front-panel coaxial 
connector. Eighteen fixed voltages — 0.2, 0.5, 1, 2, 

5, 10, 20, 50, 100 millivolts, 0.2, 0.5, 1, 2, 5, 10, 20, 

50, and 100 volts peak-to-peak are provided. Accuracy 
is within 3%. Square-wave frequency is about 1 kc. 

Cathode-Ray Tube — 10 kv accelerating potential 
assures bright displays when using fast sweeps at low 
repetition rates, and in single-sweep applications. 

The Tektronix cathode-ray tube is a 5 " flat-faced 
metallized precision dual-beam tube with helical post- 
accelerating anode. It provides a linear 4 cm x 10 cm 
viewing area, each beam, with at least 2 cm overlap. 

For best results over the wide screen range of the Type 
551, a P2 screen is normally furnished. 

Beam Position Indicators — Indicator lights show 
the direction of each electron beam when it is not on 
the screen. 

Illuminated Graticule — An edge-lighted graticule 
is marked in centimeter squares with two-millimeter 
centerline divisions for convenience in making measure- 
ments in time and amplitude. Viewing area is 6x10 
cm. Illumination of the graticule is controlled by a 
front-panel knob. 

Output Waveforms — A 20 v positive gate voltage 
of the same duration as the sweep, and a 1 50 v sweep 
sawtooth waveform are available at front-panel binding 
posts via cathode followers. 

Direct Input to CRT — An opening in the side of 
the cabinet permits direct connection to the deflection 
plates. 

Access to Interior — Three-piece cabinet design pro- 
vides easy access to the interior of the instrument. Cab- 
inet sides are held in place by two quick-opening fast- 
eners, and can be removed in a matter of seconds. 

Probes — Four 1 OX attenuation low-capacitance 
probes are supplied with the instrument. Input capaci- 
tance of the Type 551 -K combination with probes is 
7 pf. Excellent transient response is retained, as the 
probes introduce no overshoot or ringing, but frequency 
response is down an additional 1 db at 25 Me. 
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Power Requirement — A separate unit supplies power 
to the Type 551 indicator unit through an inter-unit 
cable. Wired for 1 1 7 v, 50 to 60 cps, the electroni- 
cally-regulated power supplies permit a line-voltage 
variation between 105 and 1 25 v. Changing trans- 
former taps permits operation at 107, 127, 214, 234, 
or 254 v. The Type 551 draws 850 watts, typically, 
with two Type C-A Plug-In Preamplifiers. 

Mechanical Specifications — Dimensions for In- 
dicator Unit are 16%" high by 1 3 Vs " wide by 23 %" 
long. Dimensions for the Power Unit are 1 0 % " high 
by 1 3 V 2 " wide by 1 7 Vi " long. 

Net Indicator Unit weight is 52 Vi pounds. Shipping 
weight is 74 pounds, approx. Net Power Unit weight is 
44 Va pounds. Shipping weight is 52 pounds, approx. 

TYPE 551, without plug-in units $1850 

Each instrument includes: 4 — P6006 probe (010-0127-00); 1 — Inter- 
unit cable (012-0032-00); 1 — Power Supply for Type 551; 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 2 — Patch cord, BNC-to- 
BNC, 18" (012-0087-00); 1— Patch cord, BNC-to-banana plug, 18" 
(012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruction 

Manual (070-0245-00). 

12-KV HIGH VOLTAGE MODIFICATION 

For increased brightness and writing rate, the crt 
accelerating voltage can be increased from 1 0 to 1 2 kv. 
This modification can be ordered as MOD 1 08A in- 
stalled at the factory. Consult your Field Engineer to 
learn about the advantages, limitations, and delivery 
time of this or other modified instruments. 

TYPE 551 MOD 108A, without plug-in units . . . $1875 

Each instrument includes: 4 — P6006 probe (010-0127-00); 1 — Inter- 
unit cable (012-0032-00); 1- — Power Supply for Type 551; 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161- 
0010-00); 1 — Green filter (378-0514-00); 2 — Patch cord, BNC-to- 
BNC, 18" (102-0087-00); 1 — Patch cord, BNC-to-banana plug, 18" 
(012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruction 

Manual (070-0245-00). 

RACK MOUNT ADAPTER 

A cradle mount to adapt the Type 551 Oscilloscope 
and its power supply for rack mounting is available. 
It consists of two cradles and two masks. The cradles, 
one each for the indicator and power supply units, 
support the instruments in any standard 19" relay rack. 
The two masks fit around the regular instrument panels 
of the two units. Rack height requirements; Indicator 
mask 17y 2 ", Power Supply mask 1 2 V 4 "■ Tektronix 
blue vinyl finish. 




TYPE 202-1 TILT-LOCK CART with storage drawer and 
locking front wheels $120 

TYPE 202-2 TILT-LOCK CART with storage drawer, plug- 
in unit carrier, and locking front wheels .... $130 

TYPE 500A CART with storage drawer and locking front 
wheels $99.50 

TYPE 500/53A CART with storage drawer, plug-in unit 
carrier, and locking front wheels $110 

See Catalog accessory pages for complete information. 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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The Type 555 Oscilloscope is o dual-beam laboratory 



HORIZONTALS 



instrument for accurate measurements in the dc to 33 Me 
range. Two complete horizontal-deflection systems and 
two independent vertical amplifiers provide for completely 
independent deflection of the two beams. 



2 independent horizontal-deflection systems 

CALIBRATED SWEEP RANGE— 0.1 y.sec/cm to 5 
SWEEP MAGNIFIER — 5X, extends sweep range 




sec/cm. 
to 0.02 



Either of two plug-in time base units can control the 
sweep of either or both electron beams. In addition, a 
continuously-variable calibrated sweep delay allows expan- 
sion of a selected portion of the undelayed sweep for 
precise time measurements. Delayed and undelayed 
sweeps can be presented simultaneously. 

The wide-band main amplifiers in the Type 555 are de- 
signed to accept Letter-Series, 1 -Series, and Spectrum 
Analyzer Plug-In Units for a high degree of signal-handling 
versatility. 

CHARACTERISTIC SUMMARY 
VERTICALS 

2 identical vertical-deflection systems 

Letter-Series, 1 -Series, and Spectrum Analyzer Plug-In 
Units offer wide selection of vertical-deflection charac- 
teristics for both beams. 



/x sec/cm. 

CALIBRATED SWEEP DELAY— 0.1 /.. sec to 50 sec. 

TRIGGER REQUIREMENTS— 

Internal: 1 -cm deflection to 33 Me. 

External: 0.2 v to 1 0 Me, 0.5 v to 33 Me. 

EXTERNAL INPUT — 0.2 to 20 v/cm; dc to 350 kc; 1 meg- 
ohm, 47 pf. 

CRT 

ILLUMINATED NO-PARALLAX GRATICULE 

DISPLAY AREA — 4 x 10 cm (each beam), 2-cm overlap. 

ACCELERATING VOLTAGE— 1 0 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 1 00 v, 1 -kc square 
wave. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
50 to 60 cps, 1050 watts maximum. 
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VERTICAL PLUG-IN UNITS 

Frequency specifications are at 3-db down 



For Multiple-Trace Operation — 

TYPE 1A1 DUAL-TRACE UNIT— DC to 33 Me, 10.5-nsec risetime 
at 50 mv/cm to 50 v/cm — DC to 23 Me, 15-nsec risetime at 
5 mv/cm increasing to 33 Me at 50 mv/cm. 

TYPE 1A2 DUAL-TRACE UNIT— DC to 33 Me, 10.5-nsec rise- 
time at 50 mv/cm to 50 v/cm. 

TYPE C-A DUAL-TRACE UNIT— DC to 24 Me, 15-nsec risetime 
at 50 mv/cm to 50 v/cm. 

TYPE M FOUR-TRACE UNIT — DC to 20 Me, 17-nsec risetime at 
20 mv/cm to 25 v/cm. 

For Wide Band Applications — 

TYPE B WIDE-BAND UNIT— DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm— 2 cps to 12 Me, 30-nsec risetime at 
5 mv/cm to 50 mv/cm. 

TYPE K FAST-RISE UNIT — DC to 30 Me, 12-nsec risetime at 

50 mv/cm to 40 v/cm. 

TYPE L FAST-RISE UNIT— DC to 30 Me, 12-nsec risetime at 

50 mv/cm to 40 v/cm — 3 cps to 24 Me, 15-nsec risetime at 

5 mv/cm to 4 v/cm. 

For Spectrum Analysis — 

TYPE L-SERIES UNITS— Present Units cover 1-1 0,400 Me. 

For Differential Input Applications — 

TYPE D HIGH-GAIN UNIT— DC to 300 kc at 1 mv/cm, increas- 
ing to 2 Me at 50 mv/cm. 

TYPE E LOW-LEVEL UNIT— 0.06 cps to 20 kc at 50 /xv/cm, in- 
creasing to 60 kc at 0.5 mv/cm to 25 mv/cm. 

TYPE G WIDE-BAND UNIT— DC to 20 Me, 18-nsec risetime at 
50 mv/cm to 50 v/cm. 

For High DC Sensitivity — 

TYPE H WIDE-BAND UNIT— DC to 15 Me, 23-nsec risetime at 
5 mv/cm to 50 v/cm. 

For Operations of Integration , Differentiation, Function 

Generation, and Linear or Nonlinear Amplification — 

TYPE O OPERATIONAL AMPLIFIER— DC to 25 Me, 14-nsec 
risetime at 50 mv/cm to 50 v/cm. 

For Transducer and Strain Gage Applications — 

TYPE Q UNIT— DC to 6 kc, 60 /xsec risetime at 10 /xstrain/div. 
to 10,000 /xstrain/div. 

For Transistor-Risetime Checking — 

TYPE R UNIT— 12-nsec risetime. 

For Diode Recovery-Time Measurements — 

TYPE S UNIT — 12-nsec risetime. 

For Precise Amplitude Measurement via the Slide-Back 

Technique — 

TYPE W DIFFERENTIAL COMPARATOR UNIT— DC to 23 Me, 
at 50 mv/cm, decreasing to 8 Me at 1 mv/cm. 15-nsec rise- 
time at 50 mv/cm, increasing to 44-nsec at 1 mv/cm. 

TYPE Z DIFFERENTIAL COMPARATOR UNIT— DC to 13 Me, 
27 nsec risetime at 50 mv/cm to 25 v/cm. 

For High-Frequency Sampling Applications — 

TYPE 1S1 SAMPLING UNIT— 350 psec risetime. 



VERTICAL-DEFLECTION SYSTEMS 




IDENTICAL MAIN AMPLIFIERS provide 10.5-nsec risetime and 
dc-to-33 Me (3-db down) when used with the Type 1A1 or 1 A2 
Plug-In Units. In addition, any Tektronix Letter-Series or Spec- 
trum Analyzer Plug-In Units can be used in the Type 555 Oscil- 
loscope. 

PASSIVE PROBES supplied with the Type 555 reduce loading 
on the circuit under test and attenuate the signal by a factor 
of 10. Input impedance becomes 10 megohms paralleled by 
approximately 7 pf with Type 555 and Type 1A1 or 1A2 Unit. 
Excellent transient response is retained, as the probes introduce 
no overshoot or ringing, but frequency response is down an 
additional 1 db at 33 Me. 

SIGNAL DELAY permits observation of the leading edge 
of the waveform that triggers the sweep. A 0.2 /xsec delay is 
introduced into each channel by the balanced (push-pull) delay 
networks. 



HORIZONTAL-DEFLECTION SYSTEMS 



PLUG-IN TIME-BASE UNITS incorporate Miller runup type 
sweep generators and inverse feedback in the timing circuits 
to assure excellent sweep linearity. The plug-in design of the 
Type 21 A and 22A Time-Base Units provides easy access to 
all components for ease in maintenance. The Type 22A Time 
Base is identical to the Type 21 A Time Base except for addi- 
tional sweep-delay capabilities. 




SWEEP RANGE from 0.1 /xsec/cm to 5 sec/cm is in 24 cali- 
brated steps with 1-2-5 sequence. Accuracy is typically within 
1% of full scale, and in all cases within 3%. Sweep range 
is continuously variable uncalibrated from 0.1 /xsec/cm to 12 sec/ 
cm. An indicator light warns the operator when the sweep 
is uncalibrated. 



5X SWEEP MAGNIFIER expands the center 2-cm portion of 
the normal display to fill 10 cm, and can be used to increase 
the calibrated sweep time to 0.02 /xsec/cm. Any one-fifth of the 
magnified sweep can be displayed. Accuracy is within 5% of 
the displayed portion of the magnified sweep. 

SINGLE SWEEP OPERATION facilitates photographic re- 
cording of waveforms. A RESET pushbutton arms the sweep to 
fire on the next received trigger. After firing once the sweep 
is locked out until rearmed by pressing the RESET button. The 
READY light indicates when the sweep is armed to fire on the 
next received trigger. 

AUTOMATIC BASELINE SWEEP MODE provides a bright 
reference trace (regardless of sweep speed) when no input signal 
is applied, or when the input signal repetition rate is less than 
20 cps. Above 20 cps, the time base is triggered at the repetition 
rate of the incoming trigger signal to achieve jitter-free displays 
to beyond 33 Me. 



EXTERNAL HORIZONTAL INPUTS provide for horizontal 
deflection of either beam with an external source. Inputs are 
at the rear of the oscilloscope. Horizontal sensitivity is con- 
tinuously variable from 0.2 v/cm to approximately 20 v/cm. 
Passbands are dc to 350 kc at maximum sensitivity. Input im- 
pedances are 1 megohm paralleled by approximately 47 pf. 
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TRIGGER 




TRIGGER LEVEL adjusts to allow sweep triggering at any 
selected point on either the rising or falling portion of the 
waveform. Main level control operates over a dtlOv range; 
fine control adjusts over rhl v range. 



TRIGGER SOURCE can be internal, external, or line, and 
can be ac or dc coupled. Internally, either sweep can be 
triggered from the upper or lower beam, or directly from either 
vertical plug-in unit. The latter permits direct triggering from 
a single channel of Types 1A1 and 1 A2 Tektronix multi-trace 
plug-in units. 



TRIGGER REQUIREMENT is 0.2-cm deflection for internal sig- 
nals from dc to 5 Me (approx. 20 cps to 5 Me using Automatic 
Baseline), 1-cm deflection to 33 Me (using Type 1A1 or 1 A2 
Plug-In Preamplifier). For external signals, 0.2 v is required for 
reliable triggering to 10 Me, and 0.5 v is required to 33 Me. 
When ac coupled, the low-frequency 3-db point is approximately 
1 60 cps. 



SWEEP DELAY 

CALIBRATED DELAY RANGE from 0.1 /xsec to 50 sec is 

• derived from the TIME BASE A Plug-In Unit and can be used to 
delay the start of any TIME BASE B sweep .The 24 calibrated 
steps are those described for the Type 21 A and 22A Time Base 
Units, and are accurate within 3% of panel reading and within 
3% of each other. A ten-turn precision potentiometer permits 
calibrated delay-time adjustments to any value from 0.1 /xsec to 
50 sec with accuracy within 3%. Incremental accuracy of this 
control is within 0.2% on all ranges. For extreme accuracy, any 
of the calibrated steps can be adjusted to the accuracy of an 
external standard. 



TRIGGERED OPERATION holds off the start of the delayed 
sweep until the arrival of the first trigger signal following the 
selected delay time. Because the delayed sweep is actually 
triggered by the signal under observation, the display is com- 
pletely jitter free. A steady display is thus provided for time- 
modulated pulses and signals with inherent jitter. 




Same signal displayed simultaneously on slow sweep (upper 
beam) and fast sweep (lower beam) shows both coarse and 
fine structure of waveform. 




CONVENTIONAL OPERATION holds off the start of the de- 
layed sweep for the precise amount of selected delay time. 
Any time-modulation or jitter on the signal will be magnified 
in proportion to the amount of sweep expansion. 

The time jitter in the delayed trigger or delayed sweep will 
not exceed one part in 20,000 of maximum available delay 
interval (where this interval is 10 times the Time/Cm or Delay- 
Time setting). 

HIGH SWEEP MAGNIFICATION is readily accomplished 
when TIME BASE B is operated at a faster rate than TIME 
BASE A. For example, if TIME BASE A is operating at 50 /<. sec/ 
cm and TIME BASE B is operating at 1 /xsec/cm, the magnifica- 
tion is 50 times. Both the original and magnified displays can 
be viewed simultaneously when the signal is introduced into 
both vertical channels, so that both beams are deflected. 

TRACE BRIGHTENING indicates the exact portion appearing 
on the magnified display, and shows the point-in-time re- 
lationship of the magnified display to the original display. 

DELAYED TRIGGER used to start the delayed sweep is 
available at the front panel, and can be used to trigger exter- 
nal equipment at any delay from 0.1 //.sec to 50 sec. Amplitude 
is approximately 5 volts. 



CRT AND DISPLAY FEATURES 

TEKTRONIX DUAL-BEAM CRT is a 5" metalized tube with 
separate vertical and horizontal deflection plates for each 
beam. Each beam has a linear display area of 4 by 10 cm, 
with at least 2-cm overlap. For best results over the wide sweep 
range of the Type 555, a P2 phosphor is normally supplied. 10- 
kv accelerating potential assures bright displays when using fast 
sweeps at low repetition rates, and in single-sweep applica- 
tions. 

ILLUMINATED NO-PARALLAX GRATICULE is edge lighted 
and is marked in 6 vertical and 10 horizontal centimeters. 




Simultaneous display of pulse chain (upper beam) and sixth 
pulse on expanded delayed sweep (lower beam). Portion of 
original display that appears on faster delayed sweep is identi- 
fied by trace brightening. 
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CRT CONTROLS include separate focus and intensity adjust- 
ments for each beam. A screw-driver adjustment is provided 
for magnetic alignment of the traces to the graticule. 

BEAM POSITION INDICATORS light to show the direction 
of each electron beam when it is not on the screen. 

ILLUMINATED GRATICULE with variable edge lighting is 
accurately ruled in centimeter squares. Viewing area is 6 by 
10 cm. Vertical and horizontal centerlines for each beam are 
further marked in 2-mm divisions for convenience in making time 
and amplitude measurements. 

MULTI-TRACE BLANKING eliminates switching transients 
from the display when a multiple-trace plug-in unit is operated 
in its chopped mode. The blanking voltage can be applied to 
the crt cathode by means of a switch located at the rear of the 
oscilloscope. 



OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR provides 18 square-wave voltages 
at the front panel. Peak-to-peak amplitude from 0.2 mv to lOOv 
is in 1-2-5 sequence and accurate within 3%. Square-wave 
frequency is approximately 1 kc. 

OUTPUT WAVEFORMS available at the front panel include 
2 positive gates of approximately 20 volts, 2 positive-going 
sawtooths of approximately 150 volts, and a delayed trigger 
of approximately 5 volts. 

POWER REQUIREMENT — A separate unit supplies power to 
the Type 551 indicator unit through an inter-unit cable. Wired 
for 1 1 7 v, 50 to 60 cps, the electronically-regulated power sup- 
plies permit a line-voltage variation between 105 and 125v. 
Changing transformer taps permits operation at 107, 127, 214, 
234, or 254 v. All heaters in the indicator unit and amplifier 
heaters in the power supply are regulated for stable opera- 
tion and long tube life. The Type 555 draws 1050 watts, maxi- 
mum. 

INDICATOR UNIT is 20y 8 " high by 13%" wide by 24" 
deep. Net weight is 66 pounds. Shipping weight is 89 pounds, 
approx. 

POWER SUPPLY UNIT is 10 3 / 8 "high by 13%" wide by 17%" 
deep. Net weight is 50% pounds. Shipping weight is 61 
pounds, approx. 

TYPE 555, without preamplifier plug-in units .... $2650 

Each instrument includes: 1 — Type 21A Time-Base Plug-In Unit; 1 — 

Type 22A Time-Base Plug-In Unit; 4 — P6006 probe (010-0127-00); 1 — 
Inter-unit cable (012-0032-00); 1 — Power Supply for Type 555; 1 — 
Time base extension (013-0013-00); 1 — 3 to 2-wire adapter (103-0013- 
00); 1 — 3-conductor power cord (161-0010-00); 1 — Polarized light filter 
(378-0545-00); 1— Plate, Protector, CRT, clear (387-0918-00); 2— Patch 
cord, BNC-to-BNC, IS" (012-0087-00); 1 — Patch cord, BNC-to-banana 
plug, 18" (012-0091-00); 1— Post jack, BNC (012-0092-00); 2— Instruc- 
tion Manual (070-0165-00). 



Scope-Mobile 11 ' Carts are available for the Type 555 Oscillo- 
scope and Power Supply Unit to provide easy moving in your 
work area. 




SCOPE-MOBILE® CARTS 

TYPE 202-1 TILT-LOCK CART with storage drawer and locking 
front wheels $120 



EXTRA TIME-BASE PLUG-IN UNITS 

Net weight of each Type 21 A and Type 22A Time Base Unit 
is 4% pounds, shipping weight of each is 6 pounds, approx. 



TYPE 21 A TIME-BASE UNIT $275 

TYPE 22A TIME-BASE UNIT $285 



U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 



TYPE 202-2 TILT-LOCK CART with storage drawer, plug-in unit 
carrier, and locking front wheels $130 

TYPE 500A CART with storage drawer and locking front wheels 
$99.50 

TYPE 500/53A CART with storage drawer, plug-in unit carrier, 
and locking front wheels $110 

See Catalog accessory pages for complete information. 
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ILLUMINATED NO-PARALLAX GRATICULE 
X-Y DISPLAYS 

ACCEPTS 2-SERIES AND 3-SERIES 
PLUG-IN UNITS 
COMPACT SIZE 



CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible 
through use of 2-Series and 3-Series Plug-In Units. 

HORIZONTAL 

Horizontal deflection characteristics extremely flexible 
through use of versatile time-base units and amplifiers 
of the 2-Series and 3-Series Plug-In Units. 

CRT 

DISPLAY AREA— 8 x 10 cm. 

ACCELERATING VOLTAGE— 3.5 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 100 v (561 A) , 
1 mv to 1 00 v (RM561 A), and 0.1 v into 50 Q, power- 
line frequency. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
50 to 400 cps (561 A), 50 to 60 cps (RM561A), 240 
watts maximum. 
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2-SERIES AND 3-SERIES PLUG-IN UNITS 



AMPLIFIER UNITS 



TYPE 


INPUT 

(ac or dc coupled) 


PASSBAND 
(3-db down) 


CALIBRATED SENSITIVITY 


PRICE 


2A60-Single Trace 


1 megohm — 47 pf, 
600 v max. 


dc — 1 Me. 


50mv/div — 50v/div, 4 decade steps, 
with variable control. 


$105 


2A6 1 — Differential 
(low level) 


10 megohm — 50 pf, 

±5 v (ac-coupled only) 


0.06 cps — 300 kc 


10/uv/div — 20 mv/div, 1-2-5 sequence, 
with variable control. 


$385 


2A63 — Differential 
(50:1 rejection ratio) 




dc — 300 kc. 


1 mv/div — 20 v/div, 1-2-5 sequence, 

with variable control. 


$150 


3A1 — Dual Trace 

(identical channels) 


1 megohm — -47 pf, 
600 volts max. 


dc — 1 0 Me. 


10 mv/div — 10 v/div, 1-2-5 sequence, 

with variable control. 


$450 


3A2* — Dual Trace 


dc— 500 kc 


10 mv/div — 10 v/div, 1-2-5 sequence, 
with variable control. 


$500 


3A3 — Dual Trace 
Differential 


dc — 500 kc 


100/uv/div — 10 v/div, 1-2-5 sequence, 
with variable control. 


$790 


3A6 — Dual Trace 
(identical channels) 


dc — 1 0 Me 
(has delay line) 


10 mv/div — 10 v/div, 1-2-5 sequence, 
with variable control. 


$540 


3A72 — Dual Trace 

(identical channels) 


dc— 650 kc. 


10 mv/div — 20 v/div, 1-2-5 sequence, 

with variable control. 


$275 


3A74 — Four Trace 
(identical channels) 


dc — 2 Me. 


20 mv/div — lOv/div, 1-2-5 sequence, 

with variable control. 


$590 


3A75 — Single trace 


dc — 4 Me. 


50 mv/div — 20 v/div, 1-2-5 sequence, 
with variable control. 


$175 


3C66 — Carrier 
Amplifier 


120-Q strain- 
gage bridge 


dc — 5 kc 

{70-ju.sec risetime) 


10 //.strain /div — 10,000 /xstrain /d i v, 1-2-5 
sequence, with variable control. 


$400 


3S3 — Dual Trace 
Sampling (for use 
with 3T77) 


100 K— 2 pf, 
±3 volts max. 


equivalent 
dc — 1 Gc. 

(0.35 nsec risetime) 


5 mv/div — 100 mv/div, 1-2-5 sequence, 
with variable control. 


$1500 

(with 

probes) 


3S76 — Dual Trace 
Sampling (for use 
with 3T77) 


50 ohms 
dc-coupled 


equivalent 
dc— 875 Me. 
(0.4-nsec risetime) 


2 mv/div — 200 mv/div, 1-2-5 sequence, 
with variable control. 


$1100 



TIME-BASE UNITS 



TYPE 


SWEEP FEATURES 


TRIGGERING 


PRICE 


2B67 


1 /usec/div to 5 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
5X Magnifier. Single Sweep. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Auto- 
matic or Free-Run; dz Slope. 


$210 


3B1 


Normal and Delayed Sweeps — 0.5 /usee/ 
div to 1 sec/div, 1-2-5 sequence. 18 cali- 
brated delay settings, 0.5 ju.se c to 10 sec, 
variable between rates uncalibrated. 


Internal, External; Amplitude-Level Selec- 
tion; AC or DC-Coupling; Automatic; db 
Slope; for Normal Sweep. Same features 
(except no Automatic) for Delayed Sweep. 


$535 


3B2* 


2jusec/div to 1 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
Variable sweep delay. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Free-Run; 
± Slope. 


$650 


3B3 


Normal and Delayed Sweeps — 0.5 /usee/ 
div to 1 sec/div, 1-2-5 sequence. Con- 
tinuously variable calibrated delay from 
0.5 /usee to 10 sec. Single Sweep for main 
sweep. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Automatic; 
± Slope; for Normal Sweep. Same fea- 
tures (except no Line or Automatic) for 
Delayed Sweep. 


$585 


3B4 


0.2 /usec/div to 5 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
IX to 50X Magnifier, direct reading. 
Single sweep. 


Internal, External, Line; Amplitude-level se- 
lection; AC or DC-Coupling; Automatic or 
Free Run; ± Slope. 


$400 


3T4 

Programmable 
Sampling Sweep 
(for use with 3S3 
or 3S76) 


Equivalent to 1 nsec/div to 200 /usec/div, 
1-2-5 sequence, variable between rates, 
uncalibrated. 10X Magnifier. 


Internal, External; ±Slope. 


$1300 


3T77 

Sampling Sweep 
(for use with 3S3) 
or 3S76) 


Equivalent to 0.2 nsec/div to 10 //.sec/ 
div, 1-2-5 sequence, variable between 
rates uncalibrated. 10X Magnifier. 


Internal, External; ± Slope. 


$650 



* Designed primarily for the Type 567 Digital Readout Os cillo scope. 



561 A 



High in performance, low in cost, the Type 561 A and 
Type RM561A Oscilloscopes represent an advance in value 
and versatility in the Type 560-Series Oscilloscopes. 

Conventional operation extends to the 10-Mc range, 
with sub-nanosecond capabilities available through the 
use of sampling plug-in units. 

The Type 561 A and RM561A use plug-in units for both 
the vertical and horizontal deflection systems. Thus you 
can adapt them to meet your present requirements and 
easily and economically expand their range of opera- 
tions when needed. The deflection plug-in units used are 
fully compatible with the companion instruments in the 
entire Type 560-Series. 

Both the Type 561A and Type RM561A use a cathode- 
ray tube that features an internal graticule with controll- 
able illumination. Thus you can take photographs with the 
same ease provided by external graticules and make 
parallax-free measurements. 

Occupying only 7 inches of standard rack height, the 
Type RM561A bolts directly to the rack but may be 
ordered with optional slide-out tracks at additional cost. 

CONVENTIONAL DISPLAYS: A wide range of non-sampling 

• sensitivity and passband characteristics are available by choos- 
ing from eight 2-Series and 3-Series Amplifier Plug-In Units. 
Both single-trace and multi-trace display amplifiers are avail- 
able. Selection of the Type 2A61, 2A63, or 3A3 will give dif- 
ferential amplifier operation, while strain gage and other trans- 
ducer operations are available with the Type 3C66. 

Desired sweep operation can be selected by choosing from 
2-Series and 3-Series Time-Base Plug-In Units. 

PARALLAX-FREE MEASUREMENTS 



rm 561A 

SAMPLING DISPLAYS: The Type 3T77 and 3T4 Sampling 
Sweep Units with either a Type 3S3 or Type 3S76 Amplifier 
Unit and 3T4 give a dual-trace sampling system with risetimes 
in the subnanosecond region. The Type 3S3 provides a system 
with a high impedance low capacity input while the Type 3S76 
provides a 50-ohm input system. 

X-Y DISPLAYS: Types 2A60, 2A63, 3A3, 3A72, 3A74 and 
3A75 Amplifier Units operate equally well in the vertical and 
horizontal compartments of the Type 561 A and RM561 A, per- 
mitting X-Y displays using any combination of these plug-in 
units. 

For medium and high-frequency X-Y operation, use of two 
units of the same type is recommended. Deflection-circuit ca- 
pacitances of the 561 A and RM561 A are carefully standardized 
to minimize high frequency phase-shift between two plug-ins of 
the same type when operated X-Y. 

MULTIPLE X-Y DISPLAYS: Using two Type 3A72 or two 
Type 3A74 Plug-In Units, both synchronization and automatic 
pairing are provided. With two 3A72's operated X-Y in the 
dual-trace mode, Channel 1 of the left-hand plug-in is always 
plotted against Channel 1 of the right-hand plug-in. With two 
Type 3A74s, two, three, or four independent displays may be 
obtained, properly paired: Channel 4 versus Channel 4, Channel 
3 versus Channel 3, etc . . . 

Using two Type 3A1 or two Type 3A6 Plug-In Units, dual- 
trace switching is not synchronized. Dual X-Y displays within 
the center 8x8 area of the graticule may be obtained, but 
one plug-in or the other must usually be limited to single-trace 
operation unless four displays are wanted. 

Using two Type 3A3 Plug-In Units, dual-trace switching is 
synchronized, so one Y Channel remains plotted against the 
same Y Channel once the display is set up. There is no pro- 
vision for consistent pairing each time the system is operated. 

As with single X-Y displays, two plug-ins of the same type 
should always be used where X-Y phase relationships are to 
be preserved. 

CONVENIENT PHOTOGRAPHY— 



The internal graticule eliminates parallax, a common cause 
of erroneous readings. Parallax is an apparent displacement 
of the trace in relationship to the graticule. It occurs when 
the trace is on a different plane than the graticule and is not 
viewed from exactly the same angle for all readings. 

When the trace and graticule are on the same plane, as 
on the cathode-ray tube of the Type 561 A and RM561 A Oscillo- 
scope, parallax is eliminated. 



Controllable illumination of the internal graticule enables 
you to easily take waveform photographs in which the graticule 
rulings are sharply delineated. This was formerly possible only 
with oscilloscopes using external graticules. 

Adding to the convenience of operation are numbered set- 
tings of the illumination control that serve as an approximate 
exposure guide. 




SAMPLING 

Transistor turn-on and turn-off (upper trace). Driving 
pulse (lower trace). 



MULTIPLE TRACES 

Four traces photographed simultaneously. 



DELAYING SWEEP (Double exposure) 

Intensified portion of waveform (upper trace) expanded 
(lower trace) by means of delayed sweep. 




561 A 

rm561A 

TYPE 561 A CHARACTERISTICS 

PLUG-IN COMPARTMENTS accept all 2-Series and 3-Series 
Amplifier and Time-Base Units. 

TEKTRONIX CRT is a flat-faced tube with internal "no 
parallax" graticule, controllable edge-lighting, 3.5-kv mono- 
accelerator, beam-deflection unblanking. A P31 Phosphor is 
normally supplied. 

DISPLAY CONTROLS on the front-panel include Focus, In- 
tensity, and Scale Illumination (of the 8-cm by 10-cm display 
area), in addition to screwdriver adjustments for Astigmatism 
and Trace Alignment. 

ILLUMINATED INTERNAL GRATICULE is edge lighted and 
is marked in 8 vertical and 10 horizontal cm divisions. The 
centerlines are marked every 2 mm. Illumination is controlled 
by a front-panel knob. 

Z-AXIS INPUT through a terminal at the rear of the instru- 
ment permits external modulation of the crt cathode. 

CALIBRATOR has 18 calibrated square-wave voltages avail- 
able, from 0.2 mv to lOOv, pk-to-pk — approximately 5 /xsec 
risetime, at line frequency. The 0.5 calibrator voltage provides 
0.1 volts into 50 ohms, for convenient amplitude calibration of 
sampling units. 

ELECTRONICALLY-REGULATED SUPPLIES furnish all volt- 
ages required for proper operation of the Indicator and the 
plug-in units. Regulated dc-supply operates with line voltage 
between 105v to 125v or 210 v to 250 v, 50 to 400 cps . . . 
provides 85 watts for powering the 2-Series and 3-Series Plug- 
In Units. Supplies operate normally with or without plug-ins. 

POWER REQUIREMENT is 105v to 125v ; 50 to 400 cps; 
240 watts maximum. 

CABINET MODEL (561 A) is 14y 2 " high, 10" wide, and 
21 Vs" deep. Net weight is 28 pounds. Shipping weight is 
39 pounds, approx. 

TYPE 561A, without plug-in units $500 

Each instrument includes: 1 — 3 to 2-wire adapter (103-0013-00); 1 — 3- 
conductor power cord (161-0010-00); 1 — Plate, protector, crt, clear 
(387-0935-00); 1 — Filter, smoke gray (installed) (378-0544-00); 1 — Patch 
cord, BNC-to-BNC, 18”, red (012-0087-00); 1 — Patch cord, BNC-to- 
banana plug, 18”, red (012-0091-00); 1 — Post jack, BNC, red 
(012-0092-00); 2 — Instruction Manual (070-0342-00). 

RACK MOUNT MODEL 

THE TYPE RM561A is electrically identical to the 561 A 
except the calibrator range is from 1 mv to 100 v and the line 
frequency range is 50 to 60 cps. The RM561A mounts on a 
standard 19" rack; is 7" high and 18 3 / 8 " deep. (Additional 
mounting information on the Catalog Instrument Dimensions 
page.) Net weight is 30V 2 pounds. Shipping weight is 54 
pounds, approx. 

TYPE RM561A, without plug-in units $550 

Each instrument includes: 1 — 3 to 2-wire adapter (103-0013-00); 1 — 3- 
conductor power cord (161-0010-00); 1 — Plate, protector, crt, clear 
(387-0935-00); 1— Filter, smoke gray (installed) (378-0544-00); 1— Patch 
cord, BNC-to-BNC, 18”, red (012-0087-00); 1— Patch cord, BNC-to- 
banana plug, 18”, red (012-0091-00); 1 — Post jack, BNC, red 

(012-0092-00); 1 — Set mounting hardware; 2 — Instruction Manual 
(070-0352-00). 

TYPE RM561A WITH SLIDE-OUT TRACKS 

A slide-out track kit can be used to mount the RM561A to 
a standard 19" rack. When mounted this way, the RM561 A 
can be pulled out from the rack, tilted, and locked in any of 
7 positions for convenient servicing. An RM561A with a slide- 
out track kit attached is available as MOD 171. Slide-out track 
kits can also be ordered separately. 



TYPE RM561A MOD 171, without plug-in units $600 

Each instrument includes: 1 — 3 to 2-wire adapter (103-0013-00); 1 — 3- 
conductor power cord (161-0010-00); 1 — Plate, protector, crt, clear 
(387-0935-00); 1 — Filter, smoke gray (installed) (378-0544-00); 1 — Patch 
cord, BNC-to-BNC, 18”, red (012-0087-00); 1 — Patch cord, BNC-to- 
banana plug, 18”, red (012-0091-00); 1 — Post Jack, BNC, red 

012-0902-00); 1 — Set mounting hardware; 1 — Pr. Mounting Tracks (315- 
0027-00); 2 — Instruction Manual (070-0352-00). 

SLIDE-OUT TRACK KIT (Part No. 351-0050-00) $45 

ACCESSORIES 
SCOPE-MOBILE® CARTS 

The Type 561 A can be given in-plant portability through 
use of proper Scope-Mobile® Carts. Scope-Mobile Carts for 
the Type 561 A have an adjustable tray that tilts and locks 
in any of nine positions for best oscilloscope viewing angle, 
5-inch rubber wheels, two-wheel brakes, and a linoleum-topped 
shelf on the bottom. 

Two carts are available for the Type 561 A Oscilloscope. 
One cart, the Type 201-1, has a drawer installed. Installed in 
the other cart, the Type 201-2, is both a drawer and a plug-in 
carrier that provides dust-free storage for two plug-in units. 
See Catalog Accessory pages for additional information. 



TYPE 201-1, with drawer $120 

TYPE 201-2, with drawer-carrier $130 

^Registered Trademark, Tektronix, Inc. 



BLANK PLUG-IN CHASSIS 

This chassis contains necessary mechanical parts for con- 
struction of a custom plug-in for Type 560-Series Oscilloscopes 
— including frame, blank front panel, blank chassis, 24-pin con- 
nector, latch, and small hardware. Instructions are included 
on permissible power-supply loading and crt signal require- 
ments. Electrical components are not included. 

Blank Plug-In Chassis, Part No. 040-0245-00 $25 

PROBES 

Attenuator probes are not included with the Type 561 A or 
RM561A Oscilloscopes. Tektronix probes are recommended 
when minimum loading of the circuit is required. 

The following probes are recommended for use with the 
Type 2-Series and 3-Series Amplifier Plug-In Units. 

See Accessory pages for complete information on the probes. 





STANDARD 


PROBES 








Input Inductance 








Use 


R C 


Rating 


Probe No. 


Price 


1:1 Attenuator 


1 meg 97 pf 


600 v max 


P6028 


$12.50 


10:1 Attenuator 


10 meg 52 9.5 pf 


600 v max 


P6006 


22.00 


1000:1 High Voltage 


1 00 meg £2 3 pf 


12 kv max 


P6013 


75.00 


1000:1 High Voltage 


100 meg 12 2.7 pf 


40 kv max 


P6015 


200.00 


Current 




15 amps max 


P6016 


75.00 




SAMPLING 


PROBES 








Input Inductance 








Use 


R C 


Rating 


Probe No. 


Price 


10:1 Attenuator 


500 n 0.7 pf 


16 vdc-500 vac 


P6034 


$35.00 


100:1 Attenuator 


5 k Cl 0.6 pf 


50 vdc-500 vac 


P6035 


35.00 


10:1 to 1000:1 C.F. 


10 meg S2 varies 


varies 


P6032 


220.00 


Current 




500 ma 


CT1 /P6040 


31.00 




POLARIZED VIEWER 

Permits easier viewing of oscilloscope traces of normal to 
low intensity under high ambient light conditions. Slips on the 
instrument in seconds. 

Rectangular Polarized Viewer (Part No. 016-0039-00) .... $10 



U.S. Sales Prices t.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 
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STORAGE OSCILLOSCOPE Type 





VCftTICAL .O' Jk ; ' t 






TYPE 2B67 
TIME BASE 



TRIGGERING 




MULTI-PURPOSE 

ACCEPTS 2-SERIES AND 3-SERIES 
PLUG-IN UNITS 

X-Y DISPLAYS 

CONVENTIONAL AND STORED DISPLAYS 

The Type 564 and RM564 are versatile general-purpose 
oscilloscopes with storage capabilities. Plug-in units for 
both vertical and horizontal deflection systems of the Type 
564 and RM564 adapts these oscilloscopes to meet your 
present requirements and easily and economically expand 
their range of operation when needed. 

CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible through 
use of 2-Series and 3-Series Plug-In Units. Full pass- 
band capabilities of plug-in units available in conven- 
tional operation. 

HORIZONTAL 

Horizontal deflection characteristics extremely flexible 
through use of versatile Time-Base Units and Ampli- 
fiers of the 2-Series and 3-Series Plug-In Units. 




TYPE 564 STORAGE OSCILLOSCOPE 






-own* 

CALIBRATOR 



m i> 
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CRT 

DISPLAY AREA — 8 x 10 cm. 

ACCELERATING VOLTAGE— 3.5 kv. 

SPLIT SCREEN STORAGE — Store on either upper or lower 
half of screen with non-storage on other half; store on 
entire screen; or non-store on entire screen. 

STORAGE TIME — Up to one hour. 

ERASE TIME — Approximately 0.25 second. 

LOCATE BUTTON — Determines vertical position of next 
trace. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 0.2 mv to 1 00 v (564), 1 .0 mv 
to 1 00 v (RM564), and 0.1 v into 50 Q, power line 
frequency. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
50 to 400 cps (564), 50 to 60 cps (RM564), 240 
watts max. 

STORAGE OPERATION 

Features of the Type 564 as a storage oscilloscope include — 
Long-term storage with short-time erasure. 

Storage of single shot signals. 

Split-screen with individual controls for each half. 

SOME THINGS YOU CAN DO WITH 
TYPE 564 STORED DISPLAYS 

1. Observe single-shot phenomena. 

2. Study , for long periods of time, a waveform without 
having to photograph it. 

3. Photograph only those stored waveforms you want. 

4. Compare waveforms to a stored waveform, each dis- 
played on half of the crt face. 

5. Change the stored standard while viewing other wave- 
forms on the non-stored half. 

6. Photograph a multi-event stored display with only one 
exposure. 

7. Store fast recurrent phenomena by using the integrate 
feature. 

8. Store X-Y displays. 



AVAILABLE DISPLAYS 



With the wide-range sensitivity and passband of the Type 
564, several storage and conventional-operation displays are 
obtainable. (Deflection characteristics of stored displays are 
limited by stored-mode writing characteristics of crt). 

Single-trace and multi-trace displays are obtained by 
selecting either sampling or non-sampling amplifier plug-in 
units. Selection of the Type 2A61, 2A63, or 3A3, gives dif- 
ferential amplifier operation, while strain gage and other trans- 
ducer operations are available with the Type 3C66. 

Single X-Y displays result from using any combination of 
the Type 2A60, 2A63, 3A3, 3A72, 3A74, and 3A75 Units in both 
the vertical and horizontal compartments of the Type 564. 

For medium and high-frequency X-Y operation, however, use 
two units of the same type. Careful standardization of deflec- 
tion-circuit capacitance in the Type 564, minimizes high fre- 
quency phase-shift between two of the same type plug-in units 
when operated X-Y. 

Multiple X-Y displays: Using two Type 3A72 or two Type 
3A74 Plug-In Units, both synchronization and automatic pair- 
ing are provided. With two 3A72’s operated X-Y in the dual 
trace mode, Channel 1 of the left-hand plug-in is always 
plotted against Channel 1 of the right-hand plug-in. With two 
Type 3A74's, two, three, or four independent displays may be 
obtained, properly paired: Channel 4 versus Channel 4, Chan- 
nel 3 versus Channel 3, etc. . . . 

Using two Type 3A1 or two Type 3A6 Plug-In Units, dual- 
trace switching is not synchronized. Dual X-Y displays within 
the center 8x8 area of the graticule may be obtained, but 
one plug-in or the other must usually be limited to single- 
trace operation unless four displays are wanted. 

Using two Type 3A3 Plug-In Units, dual-trace switching is 
synchronized, so one Y Channel remains plotted against the 
same Y Channel once the display is set up. There is no pro- 
vision for consistent pairing each time the system is operated. 

As with single X-Y displays, two plug-ins of the same type 
should always be used where X-Y phase relationships are to 
be preserved. 

Sampling displays with risetimes in the sub-nanosecond 
region are obtained by using Type 3T77, or 3T4, Sampling 
Sweep Unit with either a Type 3S3 or Type 3S76 Amplifier 
Unit. Either combination will provide a dual-trace display 
or a single display. The Type 3S3 provides a system with a 
high impedance low capacitance input while the Type 3S76 
provides a 50-ohm input system. 





SHOCK TEST 

Display shows ability of the Type 564 to 
store consecutive events for comparison or 
photography. Waveforms indicate shock 
imparted by dropping sub-table weight of 
5 lbs. from different heights. Drop of 5 " 
— 50.5 g s ; 10" = 92.5 g’s ; 15" = 142 
g s ; 20" = 181 g’s ; 25" = 214 g’s. Sweep 
Rate is 2 msec/cm. 



LOW-REPETITION RATE SAMPLING 

Display shows ability of the Type 564 
(with sampling plug-in units) to record com- 
plete sampling waveforms at low repetition 
rates. Upper trace is stored. Lower trace 
is not stored. This capability for storing 
low-repetition-rate waveforms allows ob- 
servation and analysis of the entire sam- 
pled display at one time. 



INPUT-OUTPUT WAVEFORMS 

Display shows ability of the Type 564 to 
store similar waveforms for easy com- 
parison. 

Upper trace shows the trigger input to 
a multivibrator. 




Lower trace shows the output. 
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2-SERIES AND 3-SERIES PLUG-IN UNITS 

AMPLIFIER UNITS 



TYPE 


INPUT 

(ac or dc coupled) 


PASSBAND 

(3-db down) 


CALIBRATED SENSITIVITY 


PRICE 


2A60-Single Trace 


1 megohm — 47 pf ( 
600 v max. 


dc — 1 Me. 


50 mv/div — 50v/div, 4 decade steps, 
with variable control. 


$105 


2A6 1 — Differential 
(low level) 


10 megohm- — 50 pf, 

±5 v (ac-coupled only) 


0.06 cps — 300 kc 


10/xv/div — 20 mv/div, 1-2-5 sequence, 
with variable control. 


$385 


2A63 — Differential 
(50.-1 rejection ratio) 




dc— 300 kc. 


1 mv/div — 20 v/div, 1-2-5 sequence, 

with variable control. 


$150 


3A1 — Dual Trace 
(identical channels) 


1 megohm — 47 pf, 
600 volts max. 


dc — 10 Me. 


10 mv/div — 10 v/div, 1-2-5 sequence, 

with variable control. 


$450 


3A2* — Dual Trace 


dc — 500 kc 


10 mv/div — 10 v/div, 1-2-5 sequence, 
with variable control. 


$500 


3A3 — Dual Trace 
Differential 


dc— 500 kc 


100/xv/div — 10 v/div, 1-2-5 sequence, 
with variable control. 


$790 


3A6 — Dual Trace 
(identical channels) 


dc — 1 0 Me 
(has delay line) 


10 mv/div — 10 v/div, 1-2-5 sequence, 

with variable control. 


$540 


3A72 — Dual Trace 

(identical channels) 


dc — 650 kc. 


10 mv/div — 20 v/div, 1-2-5 sequence, 

with variable control. 


$275 


3A74 — Four Trace 

(identical channels) 


dc — 2 Me. 


20 mv/div — 10 v/div, 1-2-5 sequence, 

with variable control. 


$590 


3A75 — Single trace 


dc- — 4 Me. 


50 mv/div — 20 v/div, 1-2-5 sequence, 
with variable control. 


$175 


3C66 — Carrier 
Amplifier 


120-Q strain- 
gage bridge 


dc — 5 kc 

(70-/xsec risetime) 


10 /xstrain/div — 10,000 /xstrain/div, 1-2-5 
sequence, with variable control. 


$400 


3S3 — Dual Trace 
Sampling (for use 
with 3T77) 


100 K— 2pf, 
±3 volts max. 


equivalent 
dc — 1 Gc. 

(0.35 nsec risetime) 


5 mv/div — 100 mv/div, 1-2-5 sequence, 
with variable control. 


$1500 

(with 

probes) 


3S76 — Dual Trace 
Sampling (for use 
with 3T77) 


50 ohms 
dc-coupled 


equivalent 
dc — 875 Me. 
(0.4-nsec risetime) 


2 mv/div — 200 mv/div, 1-2-5 sequence, 
with variable control. 


$1100 



TIME-BASE UNITS 



TYPE 


SWEEP FEATURES 


TRIGGERING 


PRICE 


2B67 


1 /xsec/div to 5 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
5X Magnifier. Single Sweep. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Auto- 
matic or Free-Run; dr Slope. 


$210 


3B1 


Normal and Delayed Sweeps — 0.5 /xsec/ 
div to 1 sec/div, 1-2-5 sequence. 18 cali- 
brated delay settings, 0.5 /x sec to 10 sec, 
variable between rates uncalibrated. 


Internal, External; Amplitude-Level Selec- 
tion; AC or DC-Coupling; Automatic; dr 
Slope; for Normal Sweep. Same features 
(except no Automatic) for Delayed Sweep. 


$535 


3B2* 


2 /xsec/div to 1 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
Variable sweep delay. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Free-Run; 
dr Slope. 


$650 


3B3 


Normal and Delayed Sweeps — 0.5 /xsec / 
div to 1 sec/div, 1-2-5 sequence. Con- 
tinuously variable calibrated delay from 
0.5 /xsec to 10 sec. Single Sweep for main 
sweep. 


Internal, External, Line; Amplitude-Level 
Selection; AC or DC-Coupling; Automatic; 
dr Slope; for Normal Sweep. Same fea- 
tures (except no Line or Automatic) for 
Delayed Sweep. 


$585 


3B4 


0.2/xsec/div to 5 sec/div, 1-2-5 sequence, 
variable between rates uncalibrated. 
IX to 50X Magnifier, direct reading. 
Single sweep. 


Internal, External, Line; Amplitude-level se- 
lection; AC or DC-Coupling; Automatic or 
Free Run; dr Slope. 


$400 


3T4 

Programmable 
Sampling Sweep 
(for use with 3S3 
or 3S76) 


Equivalent to 1 nsec/div to 200 /xsec/div, 
1-2-5 sequence, variable between rates, 
uncalibrated. 10X Magnifier. 


Internal, External; drSlope. 


$1300 


3T77 

Sampling Sweep 
(for use with 3S3) 
or 3S76) 


Equivalent to 0.2 nsec/div to 10 /xsec/ 
div, 1-2-5 sequence, variable between 
rates uncalibrated. 10X Magnifier. 


Internal, External; dr Slope. 


$650 



* Designed primarily for the Type 5 67 Digital Readout Oscilloscope. 
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CRT PERFORMANCE 

There are two storage tubes available for use in the Type 
564 Oscilloscope. Both tubes exhibit characteristics of a con- 
ventional crt when used in the non-stored mode. One tube, the 
Type T5640-200, has the brightest stored display. The other 
tube, the Type T5640-201, has the fastest writing speed. 

By selecting the proper tube, you can obtain optimum oscillo- 
scope performance for your particular application. Such selec- 
tion is important because each tube has its own maximum 
writing speed and brightness for stored-mode operation. The 
brightness of a stored display for an individual tube is one 
value regardless of the intensity of the beam that generated it. 

The brightness curves on the graph represent values mea- 
sured with a Spectra Spot Brightness Meter at operating level 
with the entire screen faded positive. The writing speed curve 
was obtained with a crt beam of 30 /^amps. The hours shown 
are the actual hours the crt is used in the stored mode with re- 
petitive writing, storing, and erasing. 

It should be noted that non-storage operation of the crt has 
little effect on the stored-mode brightness and writing speeds 
shown. Therefore to obtain maximum crt performance and 
service, the oscilloscope should be in the non-stored mode when 
stored displays are not needed. 



TYPICAL LIFE CHARACTERISTICS 
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TYPE 564 CHARACTERISTICS 



STORAGE TIME is up to 1 hour. Longer times may be ob- 
tained, but tend to reduce target sensitivity in the stored areas. 




ERASURE TIME is only 0.25 second. 



SINGLE SHOT SIGNALS at slow or medium speeds are 
easily stored for extended viewing time (within writing-rate 
capabilities of crt selected). 

REPETITIVE SIGNALS at high-speeds can be stored with the 
integrate technique. Using the integrate feature provides an 
increase in stored writing rate by 10 times on 12 repetitive 
traces thus permitting storage of displays much faster than the 
stated writing rate of the crt. 

STORED WRITING-RATE ENHANCEMENT controls the 
single-sweep storage capabilities of the storage crt. Through 
adjustment of the front-panel Writing-Rate Increase control, 
single-trace spot velocities up to 250 cm/msec using the T5640- 
200 crt or up to 500 cm/msec using the T5640-201 crt can be 
stored with minimal loss of resolution and contrast in the 
center 7x9 cm. 



SPLIT SCREEN allows the operator to store on one-half of 
the screen and non-store on the other half of the crt screen. 
Also the entire screen may be used for either storage or con- 
ventional displays. 



TWO CRTS available for optimum performance in your 
application. Please read CRT PERFORMANCE that appears 
later for stored-writing speed and intensity of each tube. 




PLUG-IN COMPARTMENTS accept 2-Series and 3-Series 
Amplifier and Time-Base Units. 



CRT is a flat-faced tube with beam-deflection blanking and 
an accelerating voltage of 3.5 kv. It has split-screen storage 
capabilities with individual storage controls for each half of 
the screen. Storage time to over one hour with an erase time 
of 0.25 sec, approx. 

LOCATE BUTTON, when depressed, causes a spot or spots 
to appear at the left of the crt screen at the vertical position 
of the next sweep. 



GRATICULE is edge lighted and is marked in 8 vertical 
and 10 horizontal cm divisions. The centerline is marked 
every 2 mm. Illumination is controlled by a front-panel knob. 

Z-AXIS INPUT through a terminal at the rear of the instru- 
ment permits external modulation of the crt cathode. 

CALIBRATOR has 18 amplitude-calibrated square-wave volt- 
ages available, from 0.2 mv to 100v, pk-to-pk; approximately 
5 /xsec risetime, at line frequency. The 0.5 v calibrator switch 
position provides 0.1 volts (pk-to-pk) into 50 ohms, for convenient 
calibration of sampling units. 



ELECTRONICALLY-REGULATED SUPPLIES furnish all volt- 
ages required for proper operation of the Indicator and the 
plug-in units. Regulated dc supply operates with line voltage 
between 105 v to 125 v or 210 v to 250 v, 50 to 400 cps. . . max. 
240 watts, approx. 




MECHANICAL FEATURES include dimensions of 1 3 ] / 2 7/ high 
by 9 3 / 4 " wide by 21 y 2 /# deep. Net weight is 33 pounds. 
Shipping weight is 41 pounds, approx. 
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ORDERING INFORMATION 
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The Type 564 has the storage tube T5640-200 (stored display 
of highest intensity). 

TYPE 564 (without plug-in units) $950 

Each instrument includes: 1 — Polarized viewer (016-0039-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161-0010-00); 

1— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 
to-banana plug, 18' (012-0091-00; 1 — Post jack, BNC (01 2-0092-00); 

2 Instruction manual (070-0351-00). 

The Type 564 MOD 08 has the storage tube T5640-201 
(fastest stored writing speed). 

TYPE 564 MOD 08 (without plug-in units) $950 

Each instrument includes: 1 — Polarized viewer (016-0039-00); 1 — 3 to 

2- wire adapter (103-0013-00); 1 — 3-conductor power cord (161-0010-00); 

1— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 
to-banana plug, 18" (012-0091-00; 1— Post jack, BNC (012-0092-00); 

2 Instruction manual (070-0351-00). 



RM564 ACCESSORIES 

Slide-out Track Kit (Part No. 351-0050-00) $45 

Cradle Assembly — For use when slide-out tracks are in- 
stalled in a rack without rear-support rails (not required when 
slide-out tracks are not used). 

Cradle Assembly (Part No. 040-0344-00) $11.45 

Remote-Erase Connector — Mates with connector on RM564 — 
Cable not included (Part No. 134-0049-00) $3.90 

ACCESSORIES 

PROBES 




RACK MOUNT MODEL 

The TYPE RM564 OSCILLOSCOPE, only 7" in height, is 
suited for applications where panel space might be at a 
premium. The Type RM564 is electrically identical to 
the Type 564 except the amplitude calibrator range is 
from 1 .0 mv to 1 00 v and the instrument operates on 
power line frequency of 50 to 60 cps. The Type RM564 
provides for remote erase of the stored waveform on 
either or both halves of the split screen storage tube. 
The Type RM564 mounts in a 19" rack, is 7" high, and 
is 18 3 / 8 " deep. (Additional mounting information on the 
catalog instrument dimension page). Net weight is 31 
pounds. Shipping weight is 41 pounds, approx. 



ORDERING INFORMATION 



The Type RM564 has the storage tube T5640-200 (stored dis- 
play of highest intensity). 

TYPE RM564 (without plug-in units) $1035 

Each instrument includes: 1 — Polarized viewer (016-0039-00); 1 — 3 to 

2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161-0010-00); 

1— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 
to-banana plug, 18" (012-0091-00); 1— Post jack, BNC (01 2-0092-00); 

1 — Set mounting hardware; 2 — Instruction manual (070-0415-00). 

The Type RM564 MOD 08 has the storage tube T5640-201 
(fastest stored writing speed). 

TYPE RM564 MOD 08 (without plug-in units) $1035 

Each instrument includes: 1 — Polarized viewer (016-0039-00); 1 — 3 to 

2- wire adapter (103-0013-00); 1 — 3-conductor power cord (161-0010-00); 

1— Patch cord, BNC-to-BNC, 18" (012-0037-00); 1— Patch cord, BNC- 
to-banana plug, 18" (012-0091-00); 1— Post jack, BNC (01 2-0092-00); 

1 — Set mounting hardware; 2 — Instruction manual (070-0415-00). 

TYPE RM564 WITH SLIDE-OUT TRACKS 



RM564 or RM564 MOD 08 with slide-out track kit can be 
used to mount the RM564 or RM564 MOD 08 in a standard 
19" rack to allow the instrument to be pulled out from the 
rack, tilted and locked in any of 7 positions for convenient 
servicing. An RM564 or RM564 MOD 08 is available with the 
track kit installed as MOD 171, or the tracks may be ordered 
separately (below). A cradle assembly 040-0344-00 should be 
ordered separately if the instrument is to be mounted on slide- 
out tracks in a backless rack. 



RM564 MOD 171 or RM564 MOD 08, MOD 171 .. $1085 



Each instrument includes: 1 — Polarized viewer (016-0039-00); 1 — 3 to 
2-wire adapter (103-0013-00); 1 — 3-conductor power cord (161 -001 0-00); 
1— Patch cord, BNC-to-BNC, 18" (012-0087-00); 1— Patch cord, BNC- 
to-banana plug, 18" (012-0091-00); 1— Post jack, BNC (01 2-0092-00); 
1 — Set mounting hardware; 2 — Instruction manual (070-0415-00). 



Attenuator probes are not included with the Type 564 Oscil- 
loscope. Tektronix probes are recommended when minimum 
loading of the circuit is required. 

The following probes are recommended for use with the 
Type 2-Series and 3-Series Amplifier Plug-In Units. See Catalog 
Accessory pages for complete information on the probes. 



STANDARD PROBES 

Input Impedance 





Use 


R 




c 


Rating 


Probe No. 


Price 


1:1 


Attenuator 1 


meg 


ft 


97 pf 


600 v max 


P6028 


$12.50 


10:1 


Attenuator 10 


meg 


ft 


9.5 pf 


600 v max 


P6006 


22.00 


1000:1 


High Voltage 100 


meg 


ft 


3 pf 


12 kv max 


P6013 


75.00 


1000:1 


High Voltage 100 


meg 


ft 


2.7 pf 


40 kv max 


P6015 


200.00 




Current 








15 amps max 


P6016 


75.00 



SAMPLING PROBES 



Use 


Input Impedance 
R C 


Rating 


Probe No. 


Price 


10:1 Attenuator 


500 ft 


0.7 pf 


16 vdc-500 


vac P6034 


$35.00 


100:1 Attenuator 


5 k ft 


0.6 pf 


50 vdc-500 


vac P6035 


35.00 


10:1 to 1000:1 C.F. 


10 meg ft 


varies 


varies 


P6032 


220.00 


Current 






500 ma 


CT1 /P6040 


31.00 



SCOPE-MOBILE® CARTS 

Two Scope-Mobile® carts are available for the Type 564 
Oscilloscope. One cart, the Type 201-1, has a drawer installed. 
Installed in the other cart, the Type 201-2, is both a drawer and 
a plug-in carrier that provides dust-free storage for two plug-in 
units. 

See Catalog Accessory pages for additional information. 



TYPE 201-1, with drawer $120 

TYPE 201-2, with drawer-carrier $130 

©Registered Trademark, Tektronix, Inc. 



BLANK PLUG-IN CHASSIS 

This chassis contains necessary mechanical parts for construc- 
tion of a custom plug-in for Type 560-Series Oscilloscopes — 
including frame, blank front panel, blank chassis, 24-pin connec- 
tor, latch, and small hardware. Instructions are included on 
permissible power-supply loading and crt signal requirements. 
Electrical components are not included. 

BLANK PLUG-IN CHASSIS (Part No. 040-0245-00) $25 

U.S. Sales Price f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 



Type 



DUAL-BEAM OSCILLOSCOPE 




TWO COMPLETELY INDEPENDENT BEAMS 
ILLUMINATED NO-PARALLAX GRATICULE 
TWO INDEPENDENT SWEEP SYSTEMS 
PLUG-IN VERTICAL AMPLIFIERS 
DELAYING-SWEEP OPERATION 
SINGLE-SWEEP OPERATION 
REAR-PANEL OUTPUT CONNECTORS 

CHARACTERISTIC SUMMARY 
VERTICAL 

Vertical deflection characteristics extremely flexible through 
use of 2-Series and 3-Series Plug-In Units. 

HORIZONTAL 

CALIBRATED SWEEP RANGE— 1 /xsec/div to 5 sec/div. 

SWEEP MAGNIFIER — 10X, extends sweep range to 0.1 
/x sec/div. 



TRIGGER REQUIREMENTS— 

Internal: 2 minor divisions of deflection up to 50 kc, 

increasing to 1 major division at 2 Me. 
External: 0.5 v up to 50 kc, increasing to 1 v at 2 Me. 

CALIBRATED SWEEP DELAY— 1 0 sec to 50 sec, con- 
tinuously variable. 

EXTERNAL INPUT — Approx. lOOmv/div to 300 v/div: dc 
to 350 kc; 100 kilohms, ±20%. 

CRT 

DISPLAY AREA — 10 x 10 cm (each beam scans 8 cm ver- 
tical, overlap of the two beams is 6cm). Major grati- 
cule division equals 1 cm, minor division equals 2 mm. 
Illuminated no-parallax graticule. 

ACCELERATING VOLTAGE— 4 kv. 

OTHER CHARACTERISTICS 

AMPLITUDE CALIBRATOR— 1 mv to 1 00 v, 1 -kc square 
wave, in six steps. 

REAR-PANEL PULSE AND SIGNAL OUTPUTS— Output im- 
pedance approx. 500 ohms; max. load 2 ma. 

POWER REQUIREMENTS— 105 to 125 v or 210 to 250 v, 
600 watts max. 
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TYPE RM 565 DUAL-BEAM 



TYPE 3A75 
AMPLIFIER *<" 



TYPE 2A60 
AMPLIFIER 



voyrs/mv 
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time base a- 






Tt MEjb tV. 



TRIGGER 



TIME /Of V 



U.-..UW 



5L*» WTtWVA, 






COU*n.l*<a 






!>»•*£* Homtz fSISPv 



L«Y*X 



OW’tA Rtistsf 







2-SERIES AND 3-SERIES PLUG-IN UNITS 



AMPLIFIER UNITS 



TYPE 


INPUT 

(ac or dc coupled) 


PASSBAND 

(3-db down) 


CALIBRATED SENSITIVITY 


PRICE 


2A60-Single Trace 


1 megohm — 47 pf, 
600 v max. 


dc — 1 Me. 


50mv/div — 50v/div, 4 decade steps, 
with variable control. 


$105 


2A61 — Differential 
(low level) 


10 megohm — 50 pf, 

±5 v (ac-coupled only) 


0.06 cps — 300 kc 


10/xv/div — 20mv/div, 1-2-5 sequence, 
with variable control. 


$385 


2A63 — Differential 
(50:1 rejection ratio) 


1 megohm — 47 pf, 
600 volts max. 


dc— 300 kc. 


1 mv/div — 20v/div, 1-2-5 sequence, 

with variable control. 


$150 


3A1 — Dual Trace 

(identical channels) 


dc — 1 0 Me. 


10 mv/div — lOv/div, 1-2-5 sequence, 

with variable control. 


$450 


3A2* — Dual Trace 


dc — 500 kc 


10 mv/div — lOv/div, 1-2-5 sequence, 
with variable control. 


$500 


3A3 — Dual Trace 
Differential 


dc — 500 kc 


lOO^v/div — lOv/div, 1-2-5 sequence, 
with variable control. 


$790 


3A6 — Dual Trace 
(identical channels) 


dc— 1 0 Me 
(has delay line) 


10 mv/div — lOv/div, 1-2-5 sequence, 

with variable control. 


$540 


3A72 — Dual Trace 
(identical channels) 


dc — 650 kc. 


10 mv/div — 20v/div, 1-2-5 sequence, 

with variable control. 


$275 


3A74 — Four Trace 
i (identical channels) 


dc — 2 Me. 


20 mv/div — lOv/div, 1-2-5 sequence, 

with variable control. 


$590 


3A75 — Single trace 


dc — 4 Me. 


50 mv/div — 20 v/div, 1-2-5 sequence, 

with variable control. 


$17^ 


3C66 — Carrier 
Amplifier 


1 20-12 strain- 
gage bridge 


dc — 5 kc 

(70-jusec risetime) 


10 /AStrain/div — 10,000 /xstrain/div, 1-2-5 
sequence, with variable control. 


$400 



* Designed primarily for the Type 567 Digital Readout Oscilloscope. 
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CALIBRATOR 
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rm565 

A Type 565 — or rack-mount counterpart. Type RM565 
— is essentially two single-beam oscilloscopes sharing a 
common cathode-ray tube, power supply and housing. Each 
beam has separate vertical and horizontal, deflection sys- 
tems, focus, and intensity controls. 

The vertical amplifiers can be any of the 2-Series or 
3-Series Plug-In Units, except Sampling Units. 

The horizontal amplifiers are built-in and can be driven 
by either of two sweep systems, simultaneously or inde- 
pendently, or from their external inputs. Front-panel con- 
trols permit using “A” sweep as a delaying sweep and 
“B” as the delayed sweep. In this mode of operation the 
upper beam is intensified for the duration of the “B" 
sweep. “B" sweep may also be used for single-sweep 
operation. 

There are rear-panel outputs of: Vertical Signals, Hori- 
zontal Signals, +Gates, and Delayed Trigger. 



ELECTRICAL CHARACTERISTICS 

(pertain to circuitry for each of the two beams) 

VERTICAL DEFLECTION SYSTEMS 

Characteristics of the two vertical systems depend upon the 
2-Series or 3-Series Amplifier Units used. Please refer to the 
plug-in chart for more information on these vertical amplifier 
units. (The 565 does not use Sampling Plug-In Units.) 

TRIGGER 

SENSITIVITY — 0.5 volts or 2 minor divisions up to 50 kc, de- 
creasing to 1 volt or 1 cm at 2 Me. 

"AC" coupling time constant — approx. 10~ 2 sec (.01 /xf and 1 
meg). 

"AC FAST" coupling time constant — 10~ 5 sec (100 pf and 
100 k). 

HORIZONTAL SWEEP GENERATORS 

RANGE — 1 /x sec/div to 5sec/div in 21 calibrated steps, 1- 
2-5 sequence. Accuracy within 3%. 

VARIABLE — Control permits continuous adjustment uncali- 
brated from 1 /xsec/div to 12 sec/div. 

MAGNIFIER — 10X Magnifier permits expanding any 1 divi- 
sion portion of the display a full 10 divisions, accuracy 
within 5%. The magnifier can be used to extend the 
sweep rate to 0.1 ^sec/div. 

HORIZONTAL AMPLIFIERS 

SENSITIVITY — Approximately lOOmv/div to 300v/div, con- 
tinously adjustable. Maximum input voltage: 300 v rms. 

INPUT RESISTANCE — 100 kilohms, ±20%. 

» 

PASSBAND — dc-to-350 kc, at maximum sensitivity. 

DELAY INTERVAL 

RANGE — 10 fx sec to 50 sec calibrated and continuously adjust- 
able. 

INCREMENTAL ACCURACY — Within 0.5%. 

JITTER^-} part in 20,000. 
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RANGE — 1 mv to lOOv pk-to-pk in 6 decade steps, positive- 
going square wave. 

ACCURACY — Within 3%. 

FREQUENCY — Approximately 1 kc. 

REAR-PANEL OUTPUTS 

OUTPUT IMPEDANCE — 500 ohms, approximately. 

MAXIMUM LOAD CURRENT— 2 ma. 

VERTICAL OUTPUT — Signal amplitude, dc level, and transient 
response are dependent upon the vertical plug-in unit used. 
Typical signal amplitude, 2v/div to 4 v/div of display; dc 
level, ±20 volts. 

HORIZONTAL OUTPUT — Signal amplitude, at least 50 mv/div 
of display in External position and 0.5 v/div of display in 
Sweep position; dc level, 0 to +5 volts. 

+ GATE — Pulse height, 20 v minimum; dc level, zero volts. 

DELAYED TRIGGER — Fast-rise pulse amplitude, + 8v mini- 
mum; dc level, zero volts. 

REAR PANEL POWER PLUG 

OUTPUTS — Power supply outputs for future accessories. 

POWER REQUIREMENT 



OPERATION — 105 v to 125 v, 50 to 60 cps. 

VOLTAGE — 99 v to 132v or 198v to 265 v (through use of 
selectable transformer taps). 

WATTAGE — 600 watts maximum (depends upon plug-in com- 
bination). 



OPERATIONAL FEATURES 

(pertain to both sweep systems except as indicated for "B" sweep) 



TRIGGER FACILITIES 



Trigger selection is accomplished by slide-switch logic. This 
arrangement allows quick selection and quick visual checks. 
Sequence is as follows: 

1. EXTERNAL, INTERNAL (upper or lower beam), or LINE 
frequency triggering. 

2. COUPLING can be AC, AC FAST, or DC. 



3. SLOPE can be + or — for triggering on the positive-going 
or negative-going portion of the selected waveform. 



4. 



The Level control permits triggering on the desired portion 
of the waverform. At the CCW stop of this control, the trig- 
ger is in the Automatic Mode. The sweep free runs at about 
a 50-cps rate (in the absence of a signal) giving a refer- 
ence trace but will automatically trigger on incoming 
trigger signals of a higher frequency. At the CW stop of 
this control, the sweep free runs. 

■ 





The Type 565 is used in exploring methods of measuring 
blood flow by angiography. Investigators initiate and evalu- 
ate angiographic injectors in a wide variety of exploratory tech- 
niques with artificial arteries and photography. The dual-beam 
capability of the Type 565 and multi-channel plug-in units per- 
mit investigators to monitor injection time and injection pres- 
sure in addition to most parameters of interest in the artificial 
o artery such as flow, EKG, pulse, and pressure. 

Waveform display shows first and second traces on the 
upper beam and third through sixth traces on the lower beam. 
Upper Beam sweep rate is 0.15 sec/ div. Lower Beam sweep 
rate is 0.5 sec/ div. The configurations show: 

1. Arterial Pressure at 50 mm Hg/cm 

2. Simulated R wave of EKG 

3. Artificial Arterial Pressure 

4. Injection Pressure 

5. Simulated EKG with delayed camera pulse 

6. Delay and duration of injector solenoid 

SWEEP GENERATORS “A" AND “B” 

Independent operation of the two generators; delaying sweep 
operation; single-sweep operation on “B" time base only, 
single control selection of sweep Time/Div in a 1-2-5 sequence, 
Variable control, light indicating "uncalibrated" sweep, and 
a 10X Magnifier. 

"B" time base mode switch positions: (1) Manual Trigger, 
(2) Starts After Delay Interval, (3) Triggerable After Delay In- 
terval, (4) Normal Trigger, (5) Single Sweep. 

With the "B" time base switch in the "Normal Trigger" posi- 
tion, each sweep operates independently. In the "Starts After 
Delay Interval" and "Triggerable After Delay Interval" posi- 
tions, time base "A" operates as a delay timing sweep and 
time base "B" operates as the delayed sweep. The upper beam 
is intensified for the duration of the "B" sweep. 

In the "Single-Sweep" position, the "B" sweep is armed 
by pressing a button. A ready light shows that the sweep 
is ready for the first incoming trigger. Single-sweep operation 
facilitates photographic recording of waveforms. 
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HORIZONTAL DISPLAY SWITCH (horizontal amplifier input 
selector). 

Positions include those for external horizontal input, "A" 
sweep, and "B" sweep. In the external horizontal input posi- 
tion, the horizontal amplifier is connected to the front panel 
input connector through the Ext Horiz Gain control. In the 
other two positions, the amplifier is connected to the output 
of either sweep generator. 

CRT AND DISPLAY FEATURES 

CATHODE-RAY TUBE — Round, flat-faced aluminized 5-inch 
dual-beam tube with an illuminated, internal, no-parallax 
graticule. Accelerating potential is 4 kv. 

VERTICAL SCAN — 8 cm (each beam), overlap of the two 
beams is 6 cm. 

HORIZONTAL SCAN — 10 cm. 

CONTROLS — Focus, Intensity, and Astigmatism (separate con- 
trols for each beam). 

INTERNAL CONTRAST CONTROL — for the intensified section 
of the "A" sweep. (Internal adjustment) 

DEFLECTION-AXIS ROTATER — (front panel screw driver 
adjustment) for electro magnetically rotating the deflection 
axis to match the graticule lines. 

SCALE ILLUMINATION CONTROL — With controllable edge 
lighting. 

PHOSPHOR — P2 is normally supplied. See phosphor chart 
for others available. 

RETRACE BLANKING — dc coupled. 

Z-AXIS MODULATION — Of both crt beam grids through rear 
panel connector. Time constant 3.5 milliseconds, nominally. 

CHOPPED TRACE BLANKING 

CABINET MODEL 

TYPE 565 — Dimensions are 1 3 V 2 /r high by 1 7" wide by 23 3 / 8 // 
deep. Net weight is 62 pounds. Shipping weight is 92 
pounds, approx. 

RACK-MOUNT MODEL 

TYPE RM565 — Mounts on tilt-lock slide-out tracks to a standard 
19" rack. Dimensions are 12 1 //' high by 19" wide by 22" 
deep. Net weight is 67 pounds. Shipping weight is 101 
pounds, approx. For more mounting information, please 
refer to the Mounting Dimension page in the catalog. 

TYPE 565, without plug-in units $1400 

Each instrument includes: 1 — 3 to 2-wire adapter (103-0013-00); 

1 — 3-conductor power cord (161-0010-00); 1 — Polarized light filter 
(378-0545-00); 1 — Plate, protector, CRT, clear (378-0918-00); 2 — Patch 
cord, BNC-to-BNC, 18” (012-0087-00); 1— Post jack, BNC (012-0092-00); 

2 — Instruction Manual (070-0269-00). 

TYPE RM565, without plug-in units $1500 

Each instrument includes: 1 — 3 to 2-wire adapter (1 03-001 3-00); 

1 — 3-conductor power cord (161-0010-00); 1 — Polarized light filter 
(378-0545-00); 1 — Plate, protector, CRT, clear (378-0918-00); 2 — Patch 
cord, BNC-to-BNC, 18" (012-0087-00); 1— Post jack, BNC (012-0092-00); 

1 — Pair Mounting Slides (351-0086-00); 2 — Instruction Manual 

(070-0353-00). 

SUPPORTING CRADLES 

When the Type RM565 is used in a backless rack, these 
supporting cradles are necessary for rear-slide support. 

Order Part Number 040-0346-00 $11.45 

U.S. Sales Prices f.o.b. Beaverton, Oregon 
Please refer to Terms and Shipment, General Information page. 




DIGITAL READOUT OSCILLOSCOPE 
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DIGITAL READOUT PLUS ANALOG DISPLAYS 



DIGITAL READOUT OF RISETIME , 

AMPLITUDE AND TIME DIFFERENCES 

SELECTABLE HIGH AND LOW NO-GO LIMITS 

EXTERNALLY PROGRAMMABLE 

DIGITAL AND GO/NO-GO OUTPUTS 

ILLUMINATED NO-PARALLAX GRATICULE 



The Type 567 Readout Oscilloscope introduces a 
new concept in oscilloscopes- — DIGITAL READOUT of 
signal information in addition to a conventional cath- 
ode-ray oscilloscope display. 

With the Type 567 you can make measurements with greater 
accuracy, speed, and convenience than possible when inter- 
preting just a cathode-ray oscilloscope display. 

To make measurements, you select measurement points on 
the displayed waveform, then read data directly in four-digit 
resolution. Decimal point and unit of measure (nsec, /x sec, 
msec, sec, mv, v) are automatically presented when time/div, 
amplitude/div, or program is changed. Indicator lights show 
instantly whether a measurement is IN, ABOVE, or BELOW 
preset limits. 

Many accessories and associated instruments are available 
to add to the operational versatility of the system. For 
example, with the new Tektronix Type 262 Programmer you 
can very conveniently externally program the Type 567 — with 
completely automatic or manual sequencing of programs 

On a production line or in a laboratory, the Type 567 Read- 
out Oscilloscope can speed-up and simplify your measurement 
applications. 
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HOW THE TYPE 567 READOUT OSCILLOSCOPE AND TYPE 6R1A DIGITAL UNIT MEASURE TIME 



SAMPLING PROCESS 

With each repetition of a signal, the circuit measures one 
point (sample) at a time a little later than the last sample. 
This process of advancing the sampling time in fixed incre- 
ments is called strobing. A reconstructed signal, much 
slower than the original signal, is reproduced on the crt 
as an amplitude vs. time, point-to-point graph. 

EQUIVALENT TIME BASE CLOCK 

The equivalent time between each sample depends upon 
the number of samples per centimeter and the sweep time 
per centimeter. For instance, 1 nsec/cm and TOO samples/ 
cm = 1 0 psec/sample. By counting the number of samples 
between two selected portions of a waveform, the time 
between these portions can be measured. 

AUTOMATIC REFERENCE ZONES 

Two intensified zones on each trace indicate 0% and 
100% zones. The zones can be positioned at any point 
on the display. Amplitudes corresponding to the four 
zones are stored in memory circuits. Changes in ampli- 
tude, vertical position, or waveform automatically re- 
establish new 0% and 100% memory amplitudes. 



START-STOP SYSTEM 

In a typical measurement, voltage divider taps between 
the 0% and 100% memory outputs are set for start and 
stop timing at selected percentage points such as 10, 20, 
27, 50, 73, 80, and 90% of either waveform. The se- 
lected percentage reference levels are then compared 
against the sampled input waveform. Coincidence of the 
waveform amplitudes with the selected percentage ref- 
erence amplitudes is sensed by comparators which open 
and close the clock gate to the digital counter. The crt 
display can be intensified for the duration of the meas- 
ured interval as a reference check. The number of clock 
pulses are read out digitally in nanoseconds, microsec- 
onds, or milliseconds, seconds, with decimal points in- 
cluded. 

HOW THEY MEASURE VOLTAGE 

Start and stop comparators gate 1-mc clock pulses for the 
period of time that a linear ramp voltage is at values 
between the 0% and 100% amplitudes. The number of 
clock pulses is proportional to the voltage between the 
selected measurement points. Readout is in millivolts 
and volts, with decimal points included. 
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DIGITAL READOUT SYSTEMS 



o 



Digital plus analog displays are simultaneously presented on the Type 567 Oscilloscope and Type 6R1A Digital Unit. A Digital Readout 
System consists of a Type 567/6R1A and any of 5 combinations of vertical and horizontal Plug-In Units: Type 3S3/3T77, 3S76/3T77, 3A2 / 
3B2, 3S3/3T4, or 3S76/3T4. Other 2-Series and 3-Series Plug-In Units can be used for normal crt display, but do not provide digital 
readout. See the Type 262 Programmer for these systems. 



X & Y 
Plug-Ins 


Risetime 


Calibrated 

Sensitivity 


Input 

Impedance 


Calibrated 
Sweep Range 


Sweep 

Delay 


Digital 

Resolution 


Trigger 


System 

Price 


353/3T77* 

■ • 


0.35 nsec 


5 mv/cm to 
100 mv/cm 


100 k, 2 pf 


equiv. 0.2 
nsec/cm to 
1 0 /xsec/cm 
plus 10X 
magnifier 


Through 
approx. 
100 nsec 


10 or 
100 dots 
per cm 


External 


$5450 
(includes 2 
probes) 


3S76/3T77* 


0.4 nsec 


2 mv/cm to 
200 mv/cm 


50 Q 


$5050 


3A2/3B2 


0.7 ix sec 


1 0 mv/cm to 
10 v/cm 


1 Meg, 47 pf 


2 /xsec/cm 
to 1 sec/cm 


5 /xsec to 
10.5 sec 


1 /x sec to 
10 msec clock 
rate in 
decades 


Internal 

or 

External 


$4450 



*The Type 3T4 Programmable Sampling Sweep can be programmed through a front panel connector. Programmable 
functions include sweep rates (1 nsec/cm to 200 /.(.sec /cm), 3 calibrated sweep delay ranges (1 /xsec to 1 msec), samples 
per sweep (100 or 1000 or alternately 100 or 1000), and single display for real-time measurements. Type 3T4 ... $1300. 




DUAL-TRACE DISPLAY 
SHOWING TYPICAL MEASUREMENTS 



MEASUREMENT 


6R1 A 
Start 


PROGRAM 

Stop 


Risetime A 


+ 10% A 


+90% A 


Falltime A 


-90% A 


—10% A 


Risetime B 


— 1 0 % B 


-90% B 


Falltime B 


+90%B 


+ 1 0 % B 


Delay A to B 


+ 10% A 


— 1 0 % B 


Storage A to B 


-90% A 


+90%B 


Turn on A to B 


+ 10% A 


-90 %B 


Turn off A to B 


-90% A 


+ 1 0 % B 


Width A 


+50% A 


-50% A 


Width B 


-50 %B 


+ 50 % B 



SYSTEM CAPABILITIES 

TIME MEASUREMENTS can be made between 2 points on 
the same waveform, or between separate points on Channel 
A and Channel B. Points are determined (1) as a percentage 
of signal amplitude, (2) as a particular voltage level referencec 
to the signal, or (3) at a desired interval during the sweep. 
With the Types 3S3/3T77 or 3S76/3T77 time differences rang- 
ing from 20 psec up to 100 /xsec can be displayed. With the 
Types 3A2/3B2 time differences from a few ju.se c to 10 sec- 
onds can be displayed. 

VOLTAGE MEASUREMENTS can be made between 2 points 
on the waveform: (1) peak-to-peak, (2) average-to-peak, (3) 

peak-to-average. Also, the average dc level occurring be- 
tween positionable limits can be measured. 

LIMIT SELECTION presets digital comparators for automatic 
readings in three categories: (1) less than lower limit, (2) great- 
er than upper limit, and (3) mid-zone — between upper and 
lower limits. 

PERMANENT RECORDS of each test can be made with ex- 
ternal equipment. The Type 6R1A provides digital and go/ 
no-go outputs for use with (1) electric typewriters, (2) punch 
cards, (3) perforated tape, and (4) numerical printers. 

EXTERNAL PROGRAMMING with the Type 262 Programmer 
permits rapid sequencing of measurements without changes 
in the Type 6R1A front-panel controls. Test parameters are set 
up on program controls. Test parameters are set up on pro- 
gram cards in the Type 262, and can be selected manually 
or automatically (with optional accessory). 
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